esthetic solution mixed with 15 µg of epinephrine would be optimal for use as a test dose.

JOSEPH STONHAM, M.B., F.F.A.R.C.S.
Visiting Assistant Professor

PHILIP MOSS, M.B., F.F.A.R.C.S.
Visiting Assistant Professor

Parkland Memorial Hospital
Dallas County Hospital District
5201 Harry Hines Boulevard
Dallas, Texas 75235

REFERENCES


Blistering of Epoxy Material of Narco Airshields® Ventilator

To the Editor:—We would like to call attention to a potential problem of materials deteriorating in Narco Air Shields® ventilators. The main casting (bellows-chamber base) of the ventilator is made of aluminum, and is coated with a black epoxy-like material. The epoxy coating is said to be used in order to assure an electrically conductive patient breathing circuit. After less than three years of use, 15 out of 26 Ventimeter® Controller ventilators were found to have areas of blistering or outpouching of epoxy from the main casting, as shown in figure 1. The ventilators used most showed the largest such areas.

The epoxy which has separated from the main casting is hard and brittle to the touch. If the blisters break and the epoxy flakes, it is possible for particles to enter the patient breathing circuit. The company claims that there is little danger of this event occurring, and also suggests using a breathing circuit filter.

The company points out that in their "Operator's Manual," instructions are given that the ventilator should be disassembled and cleaned after each use. For proper cleaning of the casting, the cage, cylinder, bellows, and overflow valve must first be removed. It is the moisture and/or anesthetic agent remaining on the casting which most likely causes the epoxy to separate from the aluminum. The company has promised, however, that they will send replacements for all of the deteriorated main castings, without charge.

© Narco Air Shields, 330 Jacksonville Road, Hatboro, Pennsylvania 19040.

2. Morison DH: Further considerations regarding the components of an effective test dose prior to epidural block. ANESTHESIOLOGY 57:140–141, 1982


6. Moore DC, Batra MS: Correspondence. ANESTHESIOLOGY 57:141–142, 1982

(Accepted for publication September 26, 1982.)

FIG. 1. Top view of Air Shields Ventimeter Controller ventilator with bellows and overflow valve removed. A = areas of epoxy blistering; B = port-to-patient breathing circuit; and C = overflow outlet port.

ALVIN WALD, PH.D., C.C.E.
ANNAMARIE MERCURIO, M.S.
Department of Anesthesiology
Columbia Presbyterian Medical Center
630 West 168th Street
New York, New York 10032

(Accepted for publication October 8, 1982.)