New and Easy Techniques for Fiberoptic Endoscopy-aided Tracheal Intubation

STEPHEN N. ROGERS, M.D.,* AND JONATHAN L. BENUMOF, M.D.†

Whenever tracheal intubation by direct laryngoscopy is considered very difficult or dangerous, fiberoptic endoscopy-aided tracheal intubation often is considered.1–5 However, current fiberoptic intubation techniques require that the endoscopist have considerable experience and frequent practice in order to maneuver the fiberoptic instrument efficiently and safely past irregularly shaped, often moving, and sometimes secretion-filled upper airway segments.6–8 Since the fiberoptic bronchoscope has been introduced only recently, many practicing anesthesiologists have received no organized instruction in its use. Consequently, they do not include fiberoptic endoscopy-aided tracheal intubation in their therapeutic armamentarium.

We report our successful experience with two newly developed airway devices that make fiberoptic endoscopy-aided tracheal intubation simple and easy, even in the hands of inexperienced operators. The oral Airway Intubator9 is a plastic oropharyngeal airway with a cylindrical passage down the midlongitudinal axis, which permits the concentric insertion of a fiberoptic bronchoscope and endotracheal tube; the distal end of the device locates in close proximity to the laryngeal aperture. The anesthesia mask with diaphragm10 permits introduction of a fiberoptic bronchoscope into the airway without the loss of a seal for positive-pressure ventilation. These two airway adjuncts allow fiberoptic tracheal intubation to be performed easily and safely by the oral route in both awake and positive-pressure ventilated anesthetized patients.

METHODS

The tracheas of 25 adult patients who required general endotracheal anesthesia and either had a history of difficult tracheal intubation or were considered at preoperative evaluation to be potentially difficult to intubate were intubated fiberoptically using the techniques described below. Approval to perform this study was obtained from our local committee on human research. Tracheal intubation was performed under local anesthesia in 16 patients and under general anesthesia in the remaining nine. Patients were unpremedicated or received diazepam 5–10 mg po or morphine 5–10 mg im prior to arrival in the operating room.

Patients undergoing fiberoptic tracheal intubation under local anesthesia first gargled with 30 ml of viscous...
Fig. 1. Schematic diagram showing the use of the oral airway intubator as an aid to fiberoptic tracheal intubation. The fiberoptic scope has been passed through the oral Airway Intubator into the trachea and the endotracheal tube as been passed over the fiberoptic scope. The fiberoptic scope then is removed, and the airway intubator is either left in place as a bite block or removed over the endotracheal tube (prior to attachment of the endotracheal tube adaptor).

Lidocaine. Nebulized lidocaine 4% or tetracaine 0.45% with epinephrine 1:250,000 was applied to the mouth, tongue, and posterior pharynx, with the patient gargling any residue. Bilateral superior laryngeal nerve blocks were performed with a total of 4 ml of lidocaine 2%, followed by transtracheal injection of 2 ml of lidocaine 4%. Most patients were sedated with fentanyl 50–100 μg iv and diazepam 5–10 mg iv. All patients remained responsive to commands.

After adequate anesthesia of the airway was achieved, the Airway Intubator (#9 or #10) was inserted into the mouth. The anesthesiologist stood at the patient's side facing cephalad and held the fiberoptic bronchoscope so that the maneuverable tip lever and suction port were at 6 and 12 o'clock, respectively. A 4.9 mm OD fiberoptic bronchoscope (Olympus BF, type 4B2) was lubricated with clear lidocaine jelly 2% and inserted through an endotracheal tube (7–8.5 mm) so that the endotracheal tube jacketed the proximal end of the bronchoscope. The fiberoptic bronchoscope then was introduced into the Airway Intubator, advanced through the Airway Intubator, through the vocal cords, and on into the trachea. Once the tip of the fiberoptic bronchoscope was positioned well into the trachea, but above the carina, it was used as a guide over which the endotracheal tube was advanced (fig. 1). The fiberoptic bronchoscope was used to verify correct positioning of the endotracheal tube before it was removed. The oral Airway Intubator either was removed over the endotracheal tube (and then the connector attached) or was left in place to be used as a bite block (connector attached right away). General anesthesia then was induced with thiopental iv.

In those patients undergoing general anesthesia before tracheal intubation, the anesthesia mask with diaphragm was used in place of a standard anesthesia mask. General anesthesia was induced either by inhalation of a volatile anesthetic in oxygen (four patients) or by iv drugs (five patients). After induction of anesthesia, the oral Airway Intubator was inserted. The responsibility of airway maintenance, mask fit, and ventilation (either assisted or controlled) was assumed by another anesthetist. As in those patients whose tracheas were intubated with no general anesthesia, the bronchoscope was fitted with an endotracheal tube and the anesthesiologist approached

FIG. 2. Schematic diagram showing the use of the anesthesia mask with diaphragm and oral Airway Intubator as aids to fiberoptic tracheal intubation in an anesthetized (and paralyzed) patient. The procedure is the same as in figure 1, except that the fiberoptic scope and endotracheal tube have been introduced through the diaphragm in the anesthesia mask. After the endotracheal tube is in place, the fiberoptic scope is removed from within the endotracheal tube and the anesthesia mask with diaphragm is removed over the endotracheal tube (before the endotracheal tube adaptor is connected). Removal of the oral Airway Intubator is optional as in figure 1.
from the patient's side facing cephalad. The fiberoptic bronchoscope was passed through the mask diaphragm into the Airway Intubator. The rest of the procedure was similar to that for awake endotracheal intubation, except that the endotracheal tube passed through the mask diaphragm as it was advanced over the fiberoptic bronchoscope (fig. 2). The endotracheal tube connector was attached after the mask was removed.

RESULTS

Table 1 lists the airway problems we encountered for which intubation of the trachea was known or considered to be very difficult and/or dangerous. Three patients had a history of failed tracheal intubations performed by experienced anesthetists using techniques other than fiberoptic endoscopy. Two patients had a history of difficult fiberoptic tracheal intubations performed by experienced operators using conventional (awake, nasal route) fiberoptic techniques. Two patients had anesthesia records indicating difficult intubation by direct laryngoscopy.

In all of the 25 patients, fiberoptic orotracheal intubation was successfully,atraumatically, and rapidly (less than 2 min) completed by the original anesthesiologist. In all patients intubation of the trachea was performed by an operator with fewer than three fiberoptic intubations or endoscopy experiences, and in eight of the patients intubation was performed by an operator with no prior fiberoptic intubation or endoscopy experience. All patients were hemodynamically stable and no arrhythmias were noted during the fiberoptic intubations.

Figure 3 is a serial photographic record of a typical experience in passing the fiberoptic scope through the oral Airway Intubator to the vocal cords. Passage of the fiberoptic bronchoscope down to the end of the oral Airway Intubator can be done passively and requires no prior experience (figs. 3A and B). When the fiberoptic bronchoscope reached the distal end of the oral Airway Intubator, the epiglottis was always in clear view (fig. 3C).

![Figure 3](image)

**TABLE 1. Airway Problems Encountered in (N) Patients**

<table>
<thead>
<tr>
<th>Problem Description</th>
<th>N</th>
</tr>
</thead>
<tbody>
<tr>
<td>Rheumatoid arthritis</td>
<td>6*</td>
</tr>
<tr>
<td>Burn contractures</td>
<td>6*</td>
</tr>
<tr>
<td>Cervical spine fracture</td>
<td>4</td>
</tr>
<tr>
<td>Fused cervical spine</td>
<td>2</td>
</tr>
<tr>
<td>History of difficult intubation</td>
<td>2†</td>
</tr>
<tr>
<td>Laryngeal tumor</td>
<td>2</td>
</tr>
<tr>
<td>Pharyngeal abscess</td>
<td>1</td>
</tr>
<tr>
<td>Congenital deformity</td>
<td>1</td>
</tr>
<tr>
<td>Large incisors</td>
<td>1</td>
</tr>
<tr>
<td>Total</td>
<td>25‡</td>
</tr>
</tbody>
</table>

* Three of these patients had a previous history of failed endotracheal intubation by nonfiberoptic methods. Two of these patients had a previous history of difficult fiberoptic intubations via the nasal route.
† Previous anesthesia record note.
‡ All endotracheal intubations were performed by operators with none to three fiberoptic intubation and endoscopy experiences.

and sometimes the vocal cords could also be seen at this point. In patients where just the epiglottis was seen, the tip of the bronchoscope simply was flexed posteriorly, under the epiglottis, which brought the vocal cords into the center of the fiberoptic field of view (figs. 3D and E); the fiberoptic bronchoscope then could be advanced.
through the cords into the trachea. The local anesthetic blocks and an adequate depth of general anesthesia provided a quiet and nonreactive intubation field in the awake and anesthetized patients, respectively.

We encountered a few relatively minor and easily solved problems during these 25 fiberoptic tracheal intubations. First, we found it very helpful to keep both the Airway Intubator and the fiberoptic bronchoscope oriented in the midline sagittal plane of the patient (flexible tip lever and suction port at 6 o’clock and 12 o’clock, respectively). This not only helped the operator remain oriented but also facilitated maneuvering the tip of the bronchoscope under the epiglottis and into the trachea. Second, we found while trying to advance the endotracheal tube over the fiberoptic bronchoscope through the opaque anesthesia mask, that the tip of the endotracheal tube occasionally did not slide easily into the entrance of the Airway Intubator. To remedy this situation, we constructed an anesthesia mask with diaphragm made of clear plastic, which allowed external visualization of the entry of the tip of the endotracheal tube into the oral Airway Intubator. Third, in both cases, the endotracheal tube failed to advance easily over the fiberoptic bronchoscope, stopping at approximately the cord level. This problem appeared to be due to either the tip of the endotracheal tube catching on the vocal cords or epiglottis structures or a kink in the fiberoptic bronchoscope as the advancing endotracheal tube drew the bronchoscope posteriorly into the esophagus. We found that we could remedy these problems easily by either rotating the endotracheal tube 180° so that its natural curve was opposite that of the bronchoscope, then advancing the endotracheal tube over the bronchoscope, or slowly pulling back on the fiberoptic bronchoscope as the endotracheal tube was advanced over it. The latter problem may be more common with the smaller diameter and more flexible fiberoptic bronchosopes.

DISCUSSION

Previous methods of fiberoptic tracheal intubation have been ill-suited to the needs of anesthesiologists. Most operators have utilized the nasal route in awake patients.1,2,4,5,11,12 This route not only requires considerable skill in manipulating the fiberoptic bronchoscope past soft tissue, mucus, and blood obstructions, but may also limit the size of the endotracheal tube that can be inserted. In the past, use of the oral route in the awake patient has required excellent patient cooperation (biting teeth will destroy a fiberoptic bronchoscope), while use of the oral route in the anesthetized patient has precluded positive-pressure ventilation and often required an assistant to pull the tongue forward.13-16

The Airway Intubator greatly simplifies oral fiberoptic intubation and protects the fiberoptic bronchoscope from the teeth. Thus, the Airway Intubator enables an inexperienced endoscopist to perform fiberoptic orotracheal intubation quickly and efficiently in the awake patient without assistance. The anesthesia mask with diaphragm permits uninterrupted positive pressure mask ventilation during fiberoptic intubation. The anesthesia mask with diaphragm also allows the administration of potent volatile anesthetics and a high inspired oxygen concentration during fiberoptic orotracheal intubation. This method not only provides optimum, unhurried conditions for fiberoptic intubation, but allows time for teaching fiberoptic techniques without danger or discomfort to the patient. The problems encountered with our techniques are solved easily by maintaining proper bronchoscope and oral Airway Intubator orientation, a good airway, using a clear anesthesia mask and by remembering two simple endotracheal tube and fiberoptic scope maneuvers. We feel that these new methods make the technique of fiberoptic intubation immediately available to all anesthesiologists, even those without prior training in its use.

REFERENCES