A Rare Cause of Fire in the Operating Room

Recently a 42-year-old man was undergoing a right upper lobectomy during general anesthesia. He had a history of tuberculosis and aspergillosis. The surgical procedure was difficult because of tissue inflammation and numerous adhesions. After the right upper lobe was resected, there were multiple gas leaks and bleeding sites on the remaining lung tissue. The gas leak through the lung tissue was so large that the patient required a ventilator tidal volume setting of 1.500 cc augmented by a fresh gas flow of 10 l/min to maintain normocapnia. Despite the patient being ventilated with 100% oxygen, the hemoglobin-oxygen saturation as measured by pulse oximetry remained in the low 90s.

A dry gauze lap pad had been inserted in the thoracic cavity, and the surgeon was using an electrocautery for hemostasis. Shortly after, before the lap pad had absorbed any blood, the entire lap pad suddenly caught fire. The flames were bright, and the material was avidly burning. The surgeon immediately grabbed the burning lap pad by a corner and pulled it out of the chest. He threw it on the floor, stepping on it repeatedly until all the flames were out. The extinguished gauze was a dark brown color, and it was obvious that it had been completely engulfed in flames. There were no apparent injuries to the patient or the surgeons, and the case ended uneventfully.

There are many case reports of fires in the operating room. However, a fire within the thoracic cavity after a lobectomy is a rare incident. The oxygen-rich environment, the dry gauze, and the electrocautery created ideal conditions for the lap pad to ignite.

This incident reminds us once again of the danger of using the electrocautery in an oxygen-rich environment. To minimize the possibility of a fire under similar circumstances, it has been recommended to moisten the sponges with saline before placing them in the operative field. Additionally, the oxygen concentration should be the minimum the patient can tolerate without resulting in hypoxemia. Nitrous oxide should be avoided because, although it is not a flammable anesthetic, it also avidly supports combustion.

Rafael A. Ortega, M.D.
Associate Professor of Anesthesiology
Boston University Medical Center
Boston, Massachusetts
raortega@aol.com

References
2. Wood DK, Hollis R: Thermocautery causes a gauze pad fire. JAMA 1993; 270:2299-300

(Accepted for publication August 5, 1998.)