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Narcotrend® and Bispectral Index® Monitor Are Superior
to Classic Electroencephalographic Parameters for the
Assessment of Anesthetic States during
Propofol–Remifentanil Anesthesia
Gunter N. Schmidt, M.D.,* Petra Bischoff, M.D.,† Thomas Standl, M.D.,‡ Kai Jensen, M.D.,§ Moritz Voigt, M.D.,储
Jochen Schulte am Esch, M.D.#

ASSESSMENT of the depth of anesthesia is of profound
interest for anesthesiologists. However, measurement of
depth of anesthesia is still an unsolved problem because
there is no clear definition of what depth of anesthesia
means.
The Narcotrend®, a new monitor displaying a derived
electroencephalographic parameter (Narcotrend®;
MonitorTechnik, Bad Bramstedt, Germany), automatically classifies the resting electroencephalogram into
stages defined by Kugler during the 1980s.1,2 Narcotic
stages deescalate from the awake state (stage A) to isoelectric electroencephalogram using 14 distinct gradations (table 1).1 Adequate depth of anesthesia is indicated by D0, D1, D2, E0, and E1, followed by F0 and F1,
indicating burst suppression and isoelectric electroencephalogram, respectively. In a recent study, the Narcotrend®
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was compared with the Bispectral Index® (BIS®; Aspect
Medical Systems, Newton, MA). Decreasing Narcotrend®
stages during anesthesia were accompanied by decreasing
BIS® values.3 However, no validation of the predictive
probability of these monitors to differentiate clinically relevant endpoints of anesthesia is available so far.
The goal of the current study was to compare the
Narcotrend®, BIS®, and classic electroencephalographic
and hemodynamic parameters by analyzing the accuracy
of each parameter to distinguish between different states
of anesthesia, such as awake, steady state anesthesia, and
emergence/extubation. Our hypotheses are that there is
no difference in performance between the Narcotrend®
and the BIS® in differentiation of anesthetic states, and
both monitors would be better than classic power spectral electroencephalographic or hemodynamic parameters in this issue.

Materials and Methods
After institutional review board approval (Ärztekammer Hamburg, Hamburg, Germany) and written informed consent, 25 elective patients were included in
the study. Selection criteria were age between 18 and 75
yr, American Society of Anesthesiologists physical status
classification I or II, and laminectomy surgery. No patient with any medication interacting with the central
nervous or cardiopulmonary system was included in the
study to avoid influences on the electroencephalographic and hemodynamic parameters.
After premedication with 7.5 mg oral midazolam (30
min before induction), anesthesia was induced with
0.7 g · kg⫺1 · min⫺1 remifentanil continued after 2 min
with additional target-controlled infusion (TCI) of
5.0 g/ml propofol over 10 min. Rocuronium bromide
(0.6 mg/kg) was used to facilitate tracheal intubation.
After intubation, anesthesia was maintained with 0.3 g
· kg⫺1 · min⫺1 remifentanil and 3.0 g/ml propofol
(Diprifusor, Graseby 3500; Graseby Medical Limited,
Hertfordshire, Watford, United Kingdom). After the end
of surgery, remifentanil infusion was stopped, and 10
min later, propofol was reduced step by step (0.2 g/ml)
every 3 min. Extubation criteria were sufficient spontaneous breathing and spontaneous eye opening. We defined different anesthetic states: awake, steady state
anesthesia, first reaction, and extubation (table 2). Com-
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Background: A new electroencephalogram monitor, the Narcotrend®, was developed to measure anesthetic depth. The authors compared the Narcotrend®, the Bispectral Index®, and
classic electroencephalographic and hemodynamic parameters
during anesthesia with propofol and remifentanil.
Methods: The authors investigated 25 patients undergoing
laminectomy at different anesthetic states: awake, steady state
anesthesia, first reaction during emergence, and extubation.
Narcotrend® value; BIS; relative power (percent) in ␦, , ␣, and
␤; median frequency; spectral edge frequency; and hemodynamic parameters were recorded simultaneously. The ability of
the classic and processed electroencephalographic and hemodynamic parameters to predict the clinically relevant anesthetic
states of awake, steady state anesthesia, first reaction, and extubation was tested using prediction probability.
Results: Only the Narcotrend® was able to differentiate between awake versus steady state anesthesia and steady state
anesthesia versus first reaction/extubation with a prediction
probability value of more than 0.90.
Conclusions: Modern electroencephalographic parameters,
especially Narcotrend®, are more reliable indicators for the
clinical assessment of anesthetic states than classic parameters.

NARCOTREND® AND BIS® DURING ANESTHESIA

Table 1. Narcotrend® Stages and Corresponding
Electroencephalogram and Clinical Description
No.

Narcotrend®
Stages

Electroencephalogram
Description

␣ Activity
2
␤ Activity

A
B0
B1

4
5
6
7

B2
C0
C1
C2

8
9
10

D0
D1
D2

11
12

E0
E1

13
14

F0
F1

Awake

2

 Activity

2

␦ Activity
2
Burst suppression
Isoelectric
electroencephalogram

2
Very deep anesthesia

parisons were performed for awake versus steady state
anesthesia, steady state anesthesia versus first reaction,
and steady state anesthesia versus extubation.
The electroencephalogram was registered by seven
adhesive silver–silver chloride gel-filled electrocardiogram electrodes (Blue-Sensor; Medicotest, Olstykke,
Denmark) on carefully prepared skin (Arbo-Prep; Tyco
Healthcare, Neustadt, Germany). Electrode placement
was performed according to the instructions of the manufacturers of BIS® (two-channel reference, At1-Fpz and
At2-Fpz, ground Fp2) and Narcotrend® (one-channel bipolar at the hairless skin of the forehead). Electrode
impedance was kept below 5 k⍀. BIS® (version 3.3),
relative power in ␦ (%␦: 0.5–3.75 Hz),  (%: 4.0 –
7.75 Hz), ␣ (%␣: 8.0 –13.5 Hz), ␤ (%␤: 13.75–30.0 Hz),
spectral edge frequency, and median frequency were
recorded by the Aspect A-1000 monitor (Aspect Medical
Systems). The signals were bandpass filtered between
0.5 and 30 Hz. Bispectral and spectral smoothing rates
were 30 s. For artifact detection, “slow rate, suppression,
motion, and height frequency” were enabled. Narcotrend® stages (version 2.0 AF/F) were registered by the
Narcotrend® electroencephalographic system (MonitorTechnik). All data were stored on disk.
Hemodynamic parameters such as heart rate, noninvasive mean arterial pressure (MAP), and oxygen saturation
were measured and registered at every point of measureTable 2. Evaluated States during Anesthesia with Propofol and
Remifentanil
Evaluated States

Drugs

Awake
Steady state anesthesia

—
0.3 g 䡠 kg⫺1 䡠 min⫺1 remifentanil,
3.0 g/ml propofol
Step-wise reduction of propofol
—

First reaction
Extubation
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ment (Solar 8000; Marquette Hellige Medical Systems,
Milwaukee, WI). End-expiratory carbon dioxide concentrations were maintained between 35– 40 mmHg during
the whole observation time.
Statistical Analysis
For all parameters, the 95%, 90%, 75%, 50%, 25%, 10%,
and 5% percentiles were calculated for the investigated
states. The accuracy to distinguish between the anesthetic states awake versus steady state anesthesia, steady
state anesthesia versus first reaction, and steady state
anesthesia versus extubation were analyzed with the
prediction probability (PK). PK was calculated for all
parameters using a custom spreadsheet macro, PKMACRO, as described by Smith et al.4 The jackknife
method was used to compute the SE of the estimate.
Comparisons of the PK values were performed with the
PKDMACRO.4 A value of PK of 0.5 means that the parameter predicts the states not better than a 50:50 chance. A
value of PK of 1.0 means that the parameter predicts the
states correctly 100% of the time. A value less than 0.5
means that discordance is more likely than concordance.
To enable comparison of PK, we used 1 ⫺ PK when the
PK value was less than 0.5.4 Logistic regression was used
to analyze the probability for first reaction in comparison
with steady state anesthesia for the Narcotrend® and
BIS®. Correlations between the Narcotrend® and BIS®
were evaluated by nonparametric Spearman rank correlation coefficient and linear regression analysis for all
data pairs from awake through extubation. Statistical
analysis were performed using the SPSS package (version
9; SPSS, Chicago, IL), PKMACRO, and PKDMAKRO.4

Results
Data evaluation was performed in 25 patients (12 female, 13 male; age, 51 ⫾ 13 [SD] yr; weight, 73 ⫾ 13 kg;
height, 171 ⫾ 10 cm) with almost artifact-free signal
registration. Length of laminectomy was 98 ⫾ 34 min
without unusual perturbations such as blood loss or
hypothermia. Patients were extubated at a propofol TCI
of 1.5 ⫾ 0.2 g/ml without complications.
Because the information of separation measures (such
as the Wilcoxon test) is limited for the evaluation of a
depth of anesthesia parameter,4 we investigated PK values for the comparison of anesthetic states (fig. 1). Only
the Narcotrend® was able to differentiate between
awake versus steady state anesthesia, steady state anesthesia versus first reaction, and steady state anesthesia
versus extubation with a PK value of more than 0.90
(table 3 and fig. 2). Logistic regression analysis indicated
a 95% probability that the patients would show a first
reaction during emergence from propofol anesthesia for
the Narcotrend® stages D0/C2 (fig. 3). The BIS® showed
high PK values for awake versus steady state anesthesia
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Fig. 1. Parameters during investigated anesthetic states. Shown
are mean arterial blood pressure (MAP); heart rate (HR); Narcotrend®; Bispectral Index® (BIS®); spectral edge frequency
(SEF); median frequency (MF); and relative (percent) power in
␦, , ␣, and ␤ during the investigated states: awake, steady state
anesthesia, first reaction, and extubation. To demonstrate the
scatter of the data, 95%, 90%, 75%, 50%, 25%, 10%, and 5%
percentiles are represented. BL ⴝ awake; EXT ⴝ extubation;
FR ⴝ first reaction; SSA ⴝ steady state anesthesia.

and steady state anesthesia versus extubation (PK ⬎
0.90), whereas the PK value for steady state anesthesia
versus first reaction was 0.79 (table 3).
Because of the different algorithms of the Narcotrend®
and BIS® to evaluate the spontaneous electroencephalogram, we were interested in the relation of both parameters. A high correlation coefficient (r ⫽ ⫺0.85, P ⬍
0.001) of both was found (fig. 4). Linear regression was
able to predict BIS® by Narcotrend® (BIS ⫽ Narcotrend®
⫻ (⫺5.397 ⫹ 99.318); P ⬍ 0.001) and Narcotrend® by
BIS® (Narcotrend® ⫽ BIS ⫻ (⫺0.149) ⫹ 16.478, P ⬍

Table 3. Comparison of the States Awake vs. Steady State Anesthesia, Steady State Anesthesia vs. First Response, and Steady State
Anesthesia vs. Extubation
Awake vs. Steady State
Anesthesia

MAP
HR
Narcotrend®
BIS®
SEF
MF
%␦
%
%␣
%␤

Steady State Anesthesia vs.
First Reaction

Steady State Anesthesia vs.
Extubation

PK

SE

PK

SE

PK

SE

0.94
0.82
1.00
1.00
0.68
0.77
0.64
0.57
0.61
0.81

0.03
0.06
NE
NE
0.10
0.08
0.09
0.10
0.09
0.09

0.89
0.67
0.94
0.79
0.88
0.86
0.85
0.87
0.80
0.85

0.05
0.08
0.03
0.07
0.06
0.06
0.06
0.05
0.07
0.06

0.94
0.88
0.94
0.96
1.00
0.98
0.95
0.88
0.77
0.98

0.04
0.05
0.05
0.04
NE
0.01
0.03
0.05
0.07
0.02

Prediction probability (PK) and SE for mean arterial blood pressure (MAP), heart rate (HR), Narcotrend®, Bispectral index® (BIS®), spectral edge frequency (SEF),
median frequency (MF), relative (%), ␦, , ␣, and ␤. PK value of 1.0 means that the parameter predicts the conditions correctly 100% of the time. PK of 0.5 means
that the parameter predicts the conditions no better than 50:50 chance. Values in italics indicate PK ⬎ 0.90.
NE ⫽ not estimated.
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Fig. 2. Prediction probability (PK) for the comparison of the
investigated states. Results are shown for awake versus steady
state anesthesia, steady state anesthesia versus first reaction,
and steady state anesthesia versus extubation. A three-dimensional scatter plot is presented with data for mean arterial blood
pressure (MAP; light gray square); heart rate (HR; light gray
triangle); Narcotrend® (filled square); Bispectral Index® (BIS®;
filled triangle); spectral edge frequency (SEF; open square);
median frequency (MF; open triangle); and relative (%) power
in ␦ (dark gray square),  (dark gray triangle), ␣ (dark gray
circle), and ␤ (dark gray diamond). A PK value of 1.0 means that
the parameter predicts the states correctly 100% of the time. A
PK of 0.5 means that the parameter predicts not better than a
50:50 chance.
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Table 4. Linear Regression Analysis
95% Confidence Interval
BIS

Fig. 3. Probability of the first reaction during emergence as a
function of Narcotrend® and Bispectral Index® (BIS®). Logistic
probability response curve for the model of Narcotrend® and
BIS® for state steady state anesthesia versus first reaction. Dotted lines indicate the 95% probability of the first reaction for
both parameters.

0.001). The results of the linear regression for Narcotrend® are shown in table 4.

Discussion
In the current study, we confirmed the advantage of
modern over classic electroencephalographic parameters. The classic electroencephalographic parameters
were unsatisfying to distinguish between the awake and
anesthetized state, but they provided useful information
during emergence from anesthesia. Interestingly, also
hemodynamic parameters, especially MAP, seemed to be
a reliable parameter to differentiate between the inves-

Fig. 4. Comparison of Narcotrend® and Bispectral Index®
(BIS®). Scatter plot and linear regression line (Narcotrend® ⴝ
BIS ⴛ (ⴚ0.149) ⴙ 16.478; BIS ⴝ Narcotrend® ⴛ (ⴚ5.397) ⴙ
99.318). Shown are all data pairs from awake through extubation (n ⴝ 350). The cluster of points well off the regression line,
with BIS® values greater than 80 and Narcotrend® values between C2 and E0 are due to data pairs during induction of
anesthesia. Narcotrend® was associated with a faster decrease
than BIS®.
Anesthesiology, V 99, No 5, Nov 2003

94
89
83
78
72
67
62
56
51
45
40
35
29
24

Lower Bound

Upper Bound

90
85
79
73
67
62
56
50
44
39
33
27
21
16

98
92
87
82
77
72
67
62
57
52
47
42
37
32

Evaluation of the relation of the Narcotrend® and Bispectral Index® (BIS®) for
all data pairs (n ⫽ 350) in the current study.

tigated states in healthy patients during propofol and
remifentanil anesthesia.
The measurement of depth of anesthesia is still an
unsolved problem because there is no definition of exactly what depth of anesthesia means. However, a depth
of anesthesia monitor would be of enormous clinical and
experimental interest to increase the safety of the patient and to reduce costs by avoiding drug overdosing. A
gold standard for the measurement of depth of anesthesia is missing. One strategy is to investigate the relation
of a potential parameter to anesthetic effect-site concentrations. However, it is well known that sensitivity to
anesthetics is associated with interindividual variations.5
Another strategy is to compare clinically measured depth
of anesthesia with a parameter such as the Observer’s
Assessment of Alertness and Sedation Score.6 In this
case, the interindividually sensitivity of anesthetics could
be minimized.
The present study was performed using a propofol and
remifentanil anesthetic, often used in our hospital. We
were aware that anesthetic depth could be different
between the patients (interindividual), especially during
steady state anesthesia. With the detection of first reaction and the extubation state, we also investigated individual and not drug-dosing regimen– dependent anesthetic states. It should be mentioned that we did not
measure propofol blood/plasma concentrations but used
a calculated professional pharmacokinetic model, the
Diprifusor system.7 Previous studies with the Diprifusor
system have shown variations between measured and
calculated concentrations. The bias of systemic overprediction and underprediction of the measured plasma
concentrations (median performance error) has been
reported to be ⫺7%,8 16%,9 and 21%.10 However, because the real plasma concentrations were not analyzed
in the current study, potential relevant differences from
the TCI data remain unclear.
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A-1000 monitor because of the possibility to calculate
the classic electroencephalographic parameters. Moreover, the delay of BIS® as described by Baker was also
performed for the new Aspect-2000 monitor.
The value of hemodynamics to assess depth of anesthesia is still controversial.15–19 MAP can be only an
indirect parameter to estimate the hypnotic effects.
Changes in MAP are mediated by the cardiodepressive
side effects of propofol and remifentanil. MAP was therefore far more likely to predict increasing and decreasing
concentrations of propofol and remifentanil rather than
any particular stages of depth of anesthesia. However,
our study underlined the experience of many anesthesiologists to estimate the drug-dosing regimen by
hemodynamics.
The median frequency, representative of the classic
electroencephalographic parameters, had been reported
to be a useful tool to measure depth of anesthesia.
Median frequency was used by Schwilden et al.20,21 to
confirm a closed-loop feedback system to control propofol and methohexital anesthesia. In contrast, other studies showed that classic electroencephalographic parameters did not correlate with depth of anesthesia.22–24 In
the current study, we found limitations of the classic
electroencephalographic parameters to monitor depth
of anesthesia. Our findings confirm that it seems to be
difficult to assess depth of anesthesia using only classic
electroencephalographic parameters. Otherwise, the
classic parameters, especially spectral edge frequency
and %␤, mediated important information during emergence from anesthesia. Further studies should evaluate
whether these data are useful to create a subparameter
improving Narcotrend® or BIS® during emergence from
anesthesia.
In the current study, we used the PKMACRO to estimates the PK and SE based on the given data of the 25
patients. It should be mentioned that these estimates are
not the true values of PK and SE, but the estimates can be
used for statistical hypothesis testing.4 For example, the
estimates of PK ⫽ 1.0 for awake versus steady state
anesthesia in the current study may be estimates of PK ⬍
1.0 if more patients are investigated.
The results of the current study underline our hypothesis that the Narcotrend® and BIS® show nearly similar
changes during the investigated periods of anesthesia.
The Narcotrend® was superior to BIS® to detect emergence from anesthesia, most probably because of the
known time delay of 60 s for BIS®. Both are superior to
classic electroencephalographic parameters in monitoring and differentiating different states of anesthesia.
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