On-line Monitoring of End-tidal Propofol Concentration in Anesthetized Patients

Akira Takita, M.D.,* Kenichi Masui, M.D., Ph.D.,† Tomiei Kazama, M.D., Ph.D.‡

Background: Propofol (2,6-diisopropylphenol) has some volatility, so it can be detected in expired breath of individuals receiving intravenous propofol. This study measured volatile propofol exhaled by patients and investigated the relation between exhaled and plasma propofol concentrations.

Methods: Nineteen patients with American Society of Anesthesiologists physical status I or II who were undergoing elective surgery participated in this two-part study. In study 1 (n = 11), anesthesia was induced with 2 mg/kg propofol, 0.1 mg/kg vecuronium, and 2 μg/kg fentanyl. After intubation, propofol was administered continuously for 60 min at each of three rates: 3, 6, and 9 mg·kg⁻¹·h⁻¹. Blood samples were obtained just before each change in the infusion rate, and the plasma concentrations of propofol were measured. The exhaled propofol concentration was measured continuously by means of proton transfer mass spectrometry. End-tidal propofol concentrations during blood sampling were averaged and compared with plasma propofol concentrations. In study 2 (n = 8), after induction of anesthesia, patients received a bolus injection of 2 mg/kg propofol, and the exhaled propofol concentration was measured.

Results: Volatile propofol was detected in expired gas from all study patients. From study 1, the authors obtained 24 paired data points, i.e., concentrations of end-tidal and plasma propofol. With Bland-Altman analysis, bias ± precision was 5.2 ± 10.4 with 95% limits of agreement of −15.1 and 25.6. In study 2, the exhaled propofol concentration curve showed an obvious peak in all patients.

Conclusions: Agreement between plasma and exhaled propofol concentrations suggests that proton transfer mass spectrometry can be used for real-time propofol monitoring.

MONITORING concentrations of intravenous anesthetics, such as propofol, during anesthesia or sedation of patients in the intensive care unit is important, but unlike monitoring of volatile anesthetics, monitoring of intravenous anesthetics is not easily performed. To estimate the concentration of propofol in the bloodstream of anesthetized patients, we use the target-controlled infusion technique based on computer-simulated pharmacokinetics. However, the computer generates a predicted, not actual, value, and the difference is often apparent in the clinical setting.

Propofol has a phenolic chemical structure and thus, in theory, is somewhat volatile.¹ ² The volatility is obvious from the distinctive odor, but the boiling point of propofol is so high (256°C)³ that the concentration of volatile propofol from solution is extremely low. The technical difficulty of measuring volatile propofol concentrations in real time in anesthetized patients is so great that there has been no device available for this purpose. However, the proton transfer reaction mass spectrometer (PTR-MS)⁴ ⁵ is a relatively new device that depends on the proton transfer reaction to quantify volatile organic compounds (VOCs) in air at extremely low concentrations and in real time.

Harrison et al.⁶ reported that intravenously administered propofol can be detected in a patient’s breath. However, theirs was a pilot study involving only one patient, and the relation between the concentration of exhaled propofol and that of propofol in the blood was not evaluated.

We conducted a two-part study to investigate whether volatile propofol can be detected with a PTR-MS in gas exhaled by patients receiving propofol intravenously and to investigate the relation between the exhaled volatile propofol and plasma propofol concentrations.

Materials and Methods

The study protocol was approved by the institutional ethics committee (Committee on Clinical Research, National Defense Medical College, Tokorozawa, Japan), and written informed consent was obtained from all patients who participated.

Patients and Anesthetic Management

Study 1. Eleven patients with American Society of Anesthesiologists physical status I or II agreed to participate in the study. All were scheduled to undergo elective surgery.

Induction of anesthesia included preoxygenation via a facemask, which was followed by bolus injection of 2 mg/kg propofol (Diprivan®; AstraZeneca, Osaka, Japan), 0.1 mg/kg vecuronium, and 2 μg/kg fentanyl, and tracheal intubation was performed. Propofol was then continuously infused at a rate of 3 mg·kg⁻¹·h⁻¹ for 60 min, 6 mg·kg⁻¹·h⁻¹ for the next 60 min, and 9 mg·kg⁻¹·h⁻¹ for the final 60 min. After tracheal intubation, the lungs were ventilated (tidal volume = 10 ml/kg, respira-
tor rate = 10 breaths/min, inspiration/expiration ratio = 1:2 with 6 l/min of oxygen-air mixture [fraction of inspired oxygen = 0.5]). A 22-gauge cannula was inserted into the left radial artery for blood sampling to measure plasma propofol concentrations and for blood pressure monitoring.

After intubation, a PTR-MS (Ionicon Analytik GmbH, Innsbruck, Austria) sampling tube (150 cm) was attached to the endotracheal tube, and exhaled gas was sampled at 60 ml/min from the endotracheal tube connector. The end-tidal propofol concentration was then measured. In addition, the temperature of exhaled gas was recorded by a digital thermometer with its probe connected to the endotracheal tube. These data were recorded simultaneously and saved on the hard drive of a personal computer. In all patients, analgesia was achieved by administration of an adequate amount of 0.5% ropivacaine into the epidural space via an epidural catheter placed at the lumbar level.

The plasma concentrations of propofol were predicted by a pharmacokinetic model based on parameters reported by Marsh et al. to confirm that the steady state had been achieved at the time of sampling. The steady state was achieved after 60 min at each of the three infusion rates: 3, 6, and 9 mg·kg\(^{-1}\)·h\(^{-1}\). At each infusion rate, blood was sampled five times at 1-min intervals, and the average propofol concentration was determined. Simultaneously, the concentrations of exhaled propofol were recorded. End-tidal concentrations of 50 breaths during blood sampling were averaged, and this average was compared with the average plasma propofol concentration. At an infusion rate of 3 mg·kg\(^{-1}\)·h\(^{-1}\), a Bispectral Index value above 70 was considered to indicate inadequate sedation, and an additional 0.05 mg/kg midazolam was administered if necessary.

Statistical Analysis
To examine the relation between the plasma concentration of propofol and the end-tidal concentration of propofol, single linear regression analysis of a total of 24 data points (representing all 11 study 1 patients) was continuous measurement at approximately 750-ms intervals during anesthesia. The sampling line was a Teflon tube (Flon Industry Co., Ltd., Tokyo, Japan) (1.5 m long, 1.59 mm ID) heated by a coil up to 70°C. Pressure in the drift tube of the PTR-MS was maintained at approximately 1.75 mbar, drift tube temperature was kept at approximately 70°C, and drift tube voltage was set at 520 V. The quantification of exhaled propofol is explained in detail in the appendix.

**Study 2.** Eight patients with American Society of Anesthesiologists physical status I or II agreed to participate in this study. All were scheduled to undergo elective surgery.

Induction of anesthesia included preoxygenation via a facemask, which was followed by bolus injection of 0.1 mg/kg midazolam, 0.1 mg/kg vecuronium, and 2 µg/kg fentanyl, and tracheal intubation was performed. After tracheal intubation, the lungs were ventilated and measurement of exhaled propofol concentrations was performed in the same way as in study 1. After measurement of the baseline exhaled propofol concentration, bolus injection of 2 mg/kg propofol followed by a 20-ml saline flush (time = 0) was performed. The concentration of exhaled propofol was measured continuously as described in study 1 for 30 min and recorded.

In all patients, adequate analgesia was achieved with epidural anesthesia in the same manner as in study 1. During the study, a Bispectral Index value greater than 70 was considered to indicate inadequate sedation, and an additional 0.05 mg/kg midazolam was administered if necessary.

**Measuring Plasma Propofol Concentrations by HPLC.** The HPLC apparatus consisted of a dual-head pump with an autoinjector (SIL-10AD; Shimadzu, Kyoto, Japan) serially connected to a spectrofluorometric detector (RF-550; Shimadzu). The spectrofluorometric detector was set with an excitation wavelength of 276 nm, an emission wavelength of 310 nm, and 15-nm slit widths. The HPLC mobile phase consisted of 40% methanol, 30% acetonitrile, and 30% water with a flow rate of 1.0 ml/min. To each 400-µl sample, 1.0 ml of a precipitating solution (acetonitrile) containing 1 µg thymol (internal standard) was added, and the sample was then mixed with a vortex mixer for 30 s. The mixed sample was centrifuged for 10 min at 14,000 rpm, and 20-µl aliquots of the supernatant were injected into a 25 cm × 4.6 mm ID Inertsil ODS-3 HPLC column (GL Science, Tokyo, Japan). The detection limit of this apparatus is 10 ng/ml, and we confirmed the linearity from 50 ng/ml to 10 µg/ml before measurement (\(r^2 = 0.9998\)).
performed. Agreement was assessed by the modified Bland-Altman method described by Mayevsky et al. In a standard Bland-Altman analysis, the difference (y-axis) is plotted against the mean value for each subject (x-axis) on the assumption that all data are expressed in the same units. However, in this study, the units of measure differed (µg/ml and ppb). To permit direct comparison of values presented in different units, the data were normalized as the percentage of maximum values observed.

**Results**

**Study 1**

Volatile propofol was detected in expired gas from all patients who participated in the study. The propofol concentration curves were nearly synchronous with the respiratory cycles, as shown in figure 1. An example of an exhaled propofol concentration curve with achievement of steady state concentrations is shown in figure 2. The concentration increased as the infusion rate increased.

**Study 2**

Before bolus injection of propofol, no volatile propofol was detected in breathing gas (signals at 179 AMU). After bolus injection, there was an obvious surge of exhaled propofol in all patients. The average time from time 0 to detection of volatile propofol was 41.8 ± 8.0 s, and that...
Discussion

We examined the end-tidal concentration of volatile propofol in anesthetized patients to determine whether it is related to the plasma concentration of propofol. According to our results, the end-tidal propofol concentration and the plasma propofol concentration seem to be interchangeable.

Harrison et al.\textsuperscript{6} reported detection of volatile propofol with a PTR-MS in gas exhaled by an anesthetized patient receiving propofol intravenously. They referred to the possibility of monitoring plasma propofol concentrations by measuring exhaled concentrations. The results of our current study strongly support this possibility. Harrison et al.\textsuperscript{6} were the first to report that the PTR-MS can be used to measure propofol concentrations in clinical settings. They noted that increasing the voltage applied to the drift tube resulted in significant occurrence of collision-induced dissociation with protonated propofol ions. Therefore, we set the drift voltage at 520 V to suppress this dissociation in the current study. In a preliminary study, we confirmed, by comparing Diprivan\textsuperscript{©} and 2,6-diisopropylphenol solution, that the observed peak at 179 AMU in PTR-MS analysis originates from propofol. This finding corresponds to that of Harrison et al.\textsuperscript{6}

In a second study (study 2), we examined volatile propofol extraction in exhaled gas in the acute phase after induction of anesthesia after a single bolus injection of propofol. The concentration curves of exhaled propofol from eight patients after bolus injection of 2 mg/kg propofol are shown in figure 5. We observed an obvious surge in the exhaled volatile propofol concentration in all patients after bolus injection. Therefore, it is clear that propofol administered intravenously is eliminated through the respiratory system, even if the exhaled propofol concentration is very low.

After bolus injection, peak propofol plasma concentrations are presumably reached in less than a minute, but our data showed that peak concentrations of exhaled propofol are reached after approximately 5 min. At the present time, we attribute this delay to pulmonary elimination. Boer\textsuperscript{9} stated in his review article that compounds with significant pulmonary uptake are basic amines with pKa values greater than 8, and many of the drugs used in anesthesia are basic amines. Propofol has a pKa value of 11, indicating a high likelihood of pulmonary affinity and uptake. We speculate that propofol taken into the lungs was gradually eliminated (emitted) into the airway, which would explain the delay. We are planning to investigate this phenomenon in the next study.

Why there is a delay between a change in the plasma propofol concentration and the corresponding change in the exhaled propofol concentration is unknown. Therefore, a steady plasma propofol concentration must be maintained during blood and gas samplings for comparison of the two values. In study 1, we administered propofol continuously for 60 min at each of the three infusion rates. Computer simulation based on the parameters of Marsh et al.\textsuperscript{7} confirmed
that the change in plasma concentration of propofol was minimal during each sampling period. To confirm that there was almost no change in the actual propofol concentration, we evaluated the concentration five times at 1-min intervals. We also averaged end-tidal propofol concentrations of 50 breaths during the same period. Variance in the values representing the five samples was considered acceptable. Fifty breath samples were needed for averaging because there was some graphical variation in the end-tidal propofol concentrations on the exhaled concentration curve, which differs from that of a capnogram.

In a study of expired alveolar gas in two animal models, Grossherr et al. noted some problems associated with exhaled gas sampling. First, continuous side-stream sampling often results in measurement of mixed air instead of expired alveolar gas. To determine the concentration of some gases in exhaled air, we need a plateau in stead of expired alveolar gas. To determine the concentration curve similar to that of end-tidal carbon dioxide in capnography. This problem can also be addressed this problem by improving the response time of the measuring device to 750 ms. This allowed us to obtain a breath-to-breath exhaled propofol concentration curve that was nearly rectangular. In addition, to identify the end-tidal concentration more precisely, we measured the temperature of exhaled gas simultaneously and defined the end-expiratory phase on the basis of temperature, applying the principles described by Primiano et al. As a result, we were able to accurately identify the end-tidal concentrations of propofol and use these concentrations for analysis.

The problem of the propofol concentration in the inspired phase not returning to the baseline value has yet to be resolved. Currently, we consider it to be due to residual volatile propofol in the sampling line and inner circuit of the apparatus. Grossherr et al. also reported condensation on the inner wall of the sampling tube. We observed condensate in the sampling tube in our early trial, and such condensate makes the measurement inaccurate. We solved this problem by heating the sampling line with a heating coil up to 70°C. Therefore, in the current study, there was no condensation in the sampling line, and we were able to obtain accurate measurements.

Conclusion

The agreement we observed between exhaled and plasma propofol concentrations confirms the possibility of monitoring plasma propofol concentrations clinically by measuring exhaled concentrations.

The authors thank Akio Shimono, Ph.D. (Sanyu Plant Service Co., Ltd., Sagamihara, Kanagawa, Japan), for technical assistance.

References


Appendix: Quantification of Exhaled Propofol

A significantly large number of hydronium ions (H3O+) are generated stably by a hollow cathode discharge in the ion source region in the PTR-MS [fig. 6]. Hydronium ions perform proton transfer with VOCs via the following reaction:

\[
R + H_3O^+ \rightarrow RH^+ + H_2O, \tag{1}
\]

where R denotes the target VOC and all of the values are expressed in molecules/cm3. In the presence of a large excess of H3O+ ions and a trace amount of the VOC (the concentration of H3O+ ions [H3O+] >> the concentration of the VOC [R]), the proton transfer reaction (1) is expressed as a pseudo-first-order reaction. Under typical operating conditions, only a small fraction of H3O+ ions react with VOCs, so that [RH+] << [H3O+] is always valid and [H3O+] \approx \text{[H3O+]lo}, where \text{[H3O+]lo} is the concentration of H3O+ ions before the reaction. The concentration of H3O+ ions, [RH+], is calculated as follows:

\[
[\text{RH}^+] = [\text{H}_3\text{O}^+]_0 (1 - \exp[-k[R]t]) = [\text{H}_3\text{O}^+]_0 k[R]t, \tag{2}
\]

where k and t denote the reaction rate constant for the proton transfer reaction and the reaction time, in the drift tube, respectively. The reaction time t in the order of 10−8 s, which hydronium ions take to traverse the length of the drift tube, is calculated from the given length of the drift tube and drift velocity of H3O+ ions. The reaction rate constant k is reported in the order of 2 \times 10^{-9} cm²/s for most VOCs. The ion count rates i(H3O+) and i(RH+), which are proportional to the respective concentrations of these species, are selectively measured by means of a quadrupole mass spectrometer equipped with an ion counting system, which is part of the PTR-MS. Taking the instrument constants and the unit system conversion into account, [R] expressed

Anesthesiology, V 106, No 4, Apr 2007
in ppb is derived from equation 3 as follows:

$$[R] = F \cdot \frac{i(RH^+)}{i(H_3O^+)}.$$  \hspace{1cm} (3)

where $F$ is the overall conversion factor including the above-mentioned parameters $k$ and $t$, ion transmission efficiencies of the quadrupole mass spectrometer for $RH^+$ and $H_3O^+$, the conversion factor from the unit of molecules/cm$^3$ to the unit of ppb at the pressure and temperature of the drift tube, the fragment ratio for $RH^+$ if a collision-induced dissociation occurs, and the possible collection efficiency of the sample inlet system. As a result, $[R]$ is simply proportional to $i(RH^+)/i(H_3O^+)$, which is significant because the linearity of the measurement is ensured as far as the assumption of pseudo–first-order reaction is applied. The important feature of a PTR-MS is that some of the instrument constants for defining the performance of the instrument are always monitored by the measurement of $i(H_3O^+)$. Once $k$ is measured or known and other relevant information is obtained, the factor $F$ and then $[R]$ may be calculated theoretically, which suggests that semiabsolute quantification can be achieved at least. In the case of propofol, $i(RH^+)$ was measured at 179 m/z. In the measurements, $i(H_3O^+)$ was in the order of 106–107 counts/s, whereas $i(RH^+)$ was lower than 103 counts/s. The consumption of $H_3O^+$ ions in the presence of propofol in exhaled air was negligible. Therefore, the validity of equation 3 for propofol was ensured. A reliable $k$ value for propofol has not been reported in the literature. Therefore, we used the preliminary calibration under the same operating conditions to obtain the $F$ value. Standard gas samples of propofol in concentrations ranging from 0.40 to 400 ppb were prepared by complete vaporization of a small aliquot of propofol reagent (Sigma-Aldrich Co., St. Louis, MO; assay 97%) and by dilution with synthetic air of the same composition as exhaled air. By plotting the prepared concentration of propofol against the measured $i(RH^+)/i(H_3O^+)$, the constant $F$ in the original equation 3 was determined from the slope of the plotted calibration curve, which had a good linear relation and of which the intercept was almost zero. Therefore, the concentration of exhaled propofol was calculated from equation 3 with the measured $i(RH^+)/i(H_3O^+)$ and the experimentally determined $F$ obtained by the above-mentioned calibration procedure. The uncertainty of the propofol concentration was estimated to be approximately ±30%, mostly because of the uncertainty of the prepared concentration for the standard gas calibration, which was ±20% because of the difficulty of preparing the gas from the liquid.

![Fig. 6. Schematic representation of the principle of the proton transfer reaction mass spectrometry system. The $H_3O^+$ ions generated in the ion source portion react with the target substance (propofol) in the drift tube (proton transfer reaction). Protonated propofol is then detected with a quadrupole mass spectrometer (QMS) and scanning electron microscope (SEM).](image-url)