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Reduction in Intraoperative Bacterial Contamination of
Peripheral Intravenous Tubing Through the Use of a Novel
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was associated with a reduction in healthcare-associated
infections.
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THE importance of hand hygiene in healthcare-associated
infection (HCAI) was demonstrated before microorganisms
were known to cause infection. In 1847, Ignaz Philipp
Semmelweis, M.D. (Professor of Obstetrics at the University of Pest, Budapest, Hungary, 1818 –1865), ordered all
students and physicians to scrub their hands with a 4%
chlorinated lime solution, yielding a 15% reduction in peripartum mortality. However, despite the continued success of this disinfection strategy, this practice was strongly
opposed by his colleagues and never gained generalized
acceptance.1,2 Therefore, despite modern advances in microbiology, epidemiology, and infection control, widespread and consistent use of hand disinfection strategies
continues to remain elusive more than 160 yr later.
As a result of the ineffective adherence to preventative
measures, including aseptic practice, inanimate surface decontamination, barrier techniques, hand hygiene, antibiotic
prophylaxis, and maximizing host defenses, 10% of hospitalized patients in the United States acquire a healthcareassociated infection. These infections contribute to the
mortality of 90,000 hospitalized patients and $4.5 billion in
additional healthcare costs annually.3 With widespread
adoption of these important preventative strategies, the
majority of these infections can be prevented. Current rates
are indefensible and, if not aggressively reduced, will serve
as a disgrace to the entire healthcare community. In the
near future, the Centers for Medicare and Medicaid Services may not reimburse for healthcare costs associated
with these infections.4
Extensive work has been focused on the prevention of
surgical site infections with regard to maintenance of a
sterile surgical environment, preoperative antibiotics,
and maintenance of patient temperature and oxygen
tension. Relatively little is known about the anesthesia
workspace, including the anesthesia machine, anesthesia cart, and intravascular devices. However, the risk of
bacterial transmission to patients exists within the operative environment,5 and surveys suggest that anesthesia
personnel inconsistently adhere to preventative measures such as hand hygiene guidelines and aseptic technique.6,7 In an observational study looking at physician
adherence to hand hygiene, anesthesiologists were the
worst performers of all specialties observed.8 The aseptic practice of anesthesia personnel must be considered
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Background: Hand hygiene is a vital intervention to reduce
health-care associated infections, but compliance remains low.
The authors hypothesized that improvements in intraoperative
hand hygiene compliance would reduce transmission of bacteria to surgical patients and reduce the incidence of postsurgical
healthcare-associated infections.
Methods: The authors performed a controlled before-andafter study over 2 consecutive months. One hundred fourteen
operative cases were enrolled. Two predesignated sites on the
anesthesia machine were selected, decontaminated, and cultured via aseptic technique. These sites and the peripheral
intravenous stopcock were cultured again after completion of
the surgery. The treatment phase used a novel personal handdecontamination device capable of recording hand-decontamination events.
Results: There were no significant differences in patient
location, age, or case duration and procedure type between
groups. Use of the Sprixx GJ device (Harbor Medical Inc., Santa
Barbara, CA) increased hourly hand decontamination events by
27-fold as compared with baseline rates (P < 0.002; 95% confidence interval, 3.3–13.4). Use of the device was associated with
a reduction in contamination in the anesthesia work area and
peripheral intravenous tubing. Intravenous tubing contamination was identified in 32.8% of cases in the control group versus
7.5% in the treatment group (odds ratio, 0.17; 95% confidence
interval, 0.06 – 0.51; P < 0.01). Healthcare-associated infections
rates were reduced in the device group (3.8%) as compared with
the control group (17.2%) (odds ratio, 0.19; 95% confidence
interval, 0.00 – 0.81; P ⴝ 0.02).
Conclusions: Improved hand hygiene compliance through
the use of a novel hand sanitation strategy reduces the risk
of intraoperative bacterial transmission. The intervention
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Fig. 1. The Sprixx GJ device (Harbor Medical Inc., Santa Barbara, CA). (A) Device
worn by provider. (B) Alcohol-based
cleanser deployed by squeezing device.

Materials and Methods
Methods
We performed a controlled before-and-after study over
60 consecutive weekdays at Dartmouth-Hitchcock Medical Center, a tertiary care and level 1 trauma center for
the state of New Hampshire with 400 inpatient beds and
28 operating suites. Approval was obtained from the
institutional review board with no requirement for patient or provider consent (Committee for the Protection
of Human Subjects, Dartmouth College, Hanover, New
Hampshire). Study participation was voluntary for all
providers enrolled in the study. Two providers (attendAnesthesiology, V 110, No 5, May 2009

ing and resident) assigned to an operative room that was
randomized to the treatment group refused to wear and
use the Sprixx GJ device (Harbor Medical Inc., Santa
Barbara, CA). Data from this room were collected, and
the data were analyzed as intention to treat.
This was a two-component study designed to compare
both standard hand hygiene practice by anesthesia providers and baseline intraoperative bacterial transmission in the
anesthesia work area (before group) with hand hygiene
frequency and bacterial transmission after provision of a
novel device designed to improve hand hygiene compliance of anesthesia providers (after group). The observational and microbial study components were performed in
parallel in both the before and after groups. A computerized medical record was also reviewed over 30 postoperative days for evidence of HCAI development and associated
morbidity and mortality in both groups.
Hand Hygiene Frequency. Rooms were randomly
chosen by a computer-generated list over two consecutive
months. July and August 2007 served as the control and
treatment groups, respectively. In the control group, providers were directly observed regarding hourly hand hygiene decontamination episodes (HHDEs) throughout the
entire case. One hand decontamination event was defined
as any use of either a wall-mounted alcohol-based gel dispenser or 70% ethanol liquid dispenser. The same trained
research assistant recorded all observations, and providers
were blinded to observational criteria and indications. Observation was voluntary, and no providers refused to participate. However, they were aware of the presence of the
trained observer. Each operating room had both a wallmounted alcohol-based gel dispenser located within three
steps of the anesthesia provider and a 70% ethanol liquid
dispenser on the anesthesia cart.
In the treatment group, anesthesia providers were
given a GJ Hand Sanitation Device in addition to the
wall-mounted and 70% alcohol dispensers. The GJ Hand
Sanitation Device is an alcohol-based hand cleanser that
is worn on the healthcare worker (fig. 1). The device
administers 0.75 ml of solution when the plunger is
activated. It provides a time stamp documenting each
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in hospital-wide approaches designed to reduce the development of HCAI.
Current Centers for Disease Control and Prevention
and World Health Organization guidelines present evidence-based recommendations designed to improve and
promote hand hygiene practices of healthcare workers.9,10 Within these guidelines, the importance of the
development of experimental models for the study of
cross-contamination from patient to patient and from
environment to patient is emphasized.
Three main techniques are important to prevent infection transmission from the provider to the patient. These
include aseptic practice, proper hand hygiene, and appropriate barrier techniques.11
Because limited data exist with regard to direct observational studies with anesthesia provider adherence to
these guidelines,8,12,13 we performed an observational
study at our institution, evaluating baseline provider adherence to these techniques. We then sought to increase
hand hygiene compliance through the use of a point-ofcare alcohol-based hand hygiene device. We chose an
ethanol based hand-rub solution because of its efficacy,
ease of use during frequent patient encounters, and low
incidence of adverse skin reactions.9 We hypothesized
that increased hand hygiene compliance would reduce
intraoperative bacterial transmission and associated postoperative HCAI rates.
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hand decontamination event recorded to an embedded
digital memory chip. If multiple activations are performed within 1 min, only one HHDE is recorded. This
allows hand hygiene events to be downloaded to a Microsoft Access database (Microsoft Co., Seattle, WA). An
efficacy study voluntarily enrolling 20 anesthesia residents and culturing the dominant hand (palmar aspect
only) yielded a 99% reduction in colonies per surface
sampled (CPSS) 1 min after performing HHDE (actual
data not shown). Providers were briefly instructed regarding proper use of the device with further assistance
and support available by pager. An audible alarm set for
6 min prompted providers to perform hand hygiene if
there were no events recorded in the 6-min interval.
Anesthesia personnel throughout the entire surgical case
wore this device, and recorded information was then
analyzed with regard to frequency and timing of use.
The HHDEs in the control group were then directly
compared with the HHDEs in the treatment group as
measured by the device. In the before and after groups,
46 and 97 providers were evaluated, respectively.
Intraoperative Bacterial Transmission. Over a
2-month consecutive period, operative suites were randomly selected for analysis by a computer-generated list.
The first month (July 2007) served as a control and
involved data collection on patients without use of the
hand sanitation device. The following month (August
2007) served as the treatment group, with institution of
the GJ Hand Sanitation Device. Patients who underwent
multiple trips to the operating room were analyzed only
on the first trip (fig. 2). In the before and after groups, 58
and 53 patients were enrolled, respectively.
One patient to receive general anesthesia according to
usual practice was followed in each operative suite during the first case scheduled in the room for the day. This
was to avoid the possibility of case-to-case transmission.
Each patient received a sterile set of intravenous tubing
and stopcock set, 24 inches with three gang four-way
and T-connector (SetSource, San Clemente, CA), by nursing staff in the preoperative holding area. Alternatively,
the sets were provided by anesthesia providers intraoperatively on arrival from the inpatient or intensive care
units. In cases of patients with multiple intravenous sets,
Anesthesiology, V 110, No 5, May 2009

the anesthesia provider was asked to use only one intravenous set, and only the intravenous set used by the
anesthesia provider was cultured. Culture of the intravenous stopcock set immediately on removal from the
packaging material was invariably negative.
The anesthesia pressure-limiting valve and agent dial
were sanitized with a quaternary ammonium disinfectant
(Dimension III; Butcher’s, Sturtevant, WI) solution according to protocol. Baseline cultures were then obtained from these sites at time 0 (T0) and once again after
completion of the case or time end (TE) but before
disinfection according to current protocol. In addition,
the internal lumens of all three intravenous stopcock
ports were cultured by the end of the surgical case as
described by Loftus et al.5
Time zero cultures were considered to represent a
baseline, such that any new pathogen cultured at the
end of surgery was presumed to be acquired in the
operating room. The primary outcomes were bacterial
CPSS (cells per surface sampled) above baseline (T0) and
number of positive stopcock sets at TE. The number of
anesthesia providers, level of training, surgical procedure and duration, anesthesia type and duration, American Society of Anesthesiologists physical status, and age
and sex of patients were also recorded.
Laboratory Investigations
Sampling of the Anesthesia Environment (To and
TE). After decontamination of the anesthesia pressurelimiting valve complex and agent dial with Dimension III
disinfectant solution according to the manufacturer’s
recommendations, baseline cultures were obtained by
using sterile polyester fiber–tipped applicator swabs
moistened with sterile transport medium (BactiSwab,
Remel collection and transport system, Lenexa, KS) to
roll over the entire surface area of the selected sites two
times followed by culturing on sheep blood agar plates
with a zigzag pattern and swab rotation to detect both
gram-positive and gram-negative bacteria.14
Sampling of Peripheral Intravenous Tubing
(Three-way Stopcocks). A sterile nasopharyngeal swab
(BactiSwab) moistened with sterile transport medium
was inserted into the internal surfaces of each port of the
three-way stopcocks and rotated 360° ten times to culture. Each swab potentially containing bacteria from any
of the three lumens of the single stopcock set was then
inoculated onto a sheep blood agar plate using a zigzag
pattern and swab rotation.14
Microbial Culture Conditions. All blood agar plates
were incubated at 35°C for 48 h, and microorganisms
were quantified according to CPSS and identified according to standard laboratory methods.
Bacterial Identification. Bacterial organisms found
within the anesthesia work area but without associated
stopcock contamination or hemolysis were presumptively identified by colony morphology, Gram stain, and
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Fig. 2. Operating room and patient enrollment.
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Statistical Analysis
Analysis. The primary outcomes in this study were
the presence of a positive culture from the peripheral
intravenous tubing (stopcock) set and frequency of
hourly hand decontamination events. Secondary outcomes were the number of colonies on the anesthesia
machine (anesthesia pressure-limiting valve and agent
dial) as well as the presence or reduction of HCAI and
any subsequent reduction in morbidity and mortality.
Univariate analysis for binary variables consisted of
either Fisher exact test or chi-square test as appropriate.
We considered the number of colonies on either the
stopcock or on the two anesthesia sites as a Poisson
process. Generalized linear models with either logistic
link or log link were used to model binary and count
data, respectively. Covariates used for adjustment included duration of surgery; level of training of the provider; patient age, sex, and American Society of Anesthesiologists physical status; and the emergent nature of the
Anesthesiology, V 110, No 5, May 2009

procedure. A P value of 0.05 was taken to indicate
statistical significance without adjustment for multiple
comparisons. Ninety-five percent confidence intervals
(CIs) are reported.
Power. For the microbial study, we hypothesized a
baseline rate of culture-positive peripheral intravenous
tubing (stopcock set) to be approximately 20% and considered the number of colonies recovered from the anesthesia work area as the primary predictor of a positive
stopcock. Assuming an odds ratio (OR) of at least 2,
approximately 50 sites in each group would provide a
power of 0.95 with a type I error rate of 0.05 as described by Loftus et al.5 For the observational study, we
hypothesized a 50% increase in hourly hand-decontamination event frequency with device use. Approximately
45 patients in each group were required to provide a
power of 0.95 with a type I error rate of 0.05.

Results
During the study period, a total of 111 operative cases
were enrolled for microbial analysis, with 58 and 53
randomized to the control and treatment groups, respectively. Three cases were excluded from the analysis
because of multiple trips to the operating room (fig. 2).
For the observational study, 46 providers were evaluated
in the before (control) group and 97 providers were
evaluated in the after (device) group.
Patients underwent a variety of surgical procedures
with baseline comparisons between groups, shown in
table 1. There were no significant differences in patient
location, type of surgery, or surgical duration. As compared with the treatment group, there were more patients in the control group with American Society of
Anesthesiologists physical status II (P ⫽ 0.04; 95% CI,
0.17– 0.97).
In addition, we explored the Study on the Efficacy of
Nosocomial Infection Control Index as a potential predictive measure for the development of infections in the
treatment and control groups.17 This score was used to
evaluate whether the difference in infection rates between groups could be explained by prior risk. However, the Study on the Efficacy of Nosocomial Infection
Control scores were nearly identical in both groups (data
not shown).
Table 2 compares baseline hand hygiene events with
providers who used the device. Attending physicians
had approximately 6.9 times more hourly HHDEs than
observed baseline rates (P ⫽ 0.002; 95% CI, 1.9 –11.0).
Other providers used the device 8.3 times more than
observed baseline rates (P ⫽ 0.002; 95% CI, 3.3–13.4).
Table 3 compares likelihood of contamination of the
anesthesia machine (anesthesia pressure-limiting valve)
and peripheral intravenous tubing in the control and
treatment groups. Use of the hand sanitation device
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simple rapid tests. All organisms associated with stopcock contamination and/or hemolysis underwent further
identification.
Gram-positive organisms were identified using the
Dade Behring MicroScan Positive panels (Dade-Behering,
San Diego, CA) identification type 2 panel intended for
identification of rapidly growing aerobic and facultative
gram-positive cocci (some fastidious aerobic gram-positive cocci and Listeria monocytogenes). Organism identification was based on modified conventional and chromogenic tests using pH changes, substrate se, and
growth in the presence of antimicrobial agents after
16 – 44 h of incubation at 35°C.
Recovered organisms were identified by standard clinical
microbiology techniques supplemented by chromogenic
panels (Dade-Behering Microscan) and antimicrobial susceptibility by broth microdilution (Dade Behering Microscan) or Kirby-Bauer disk diffusion. Methicillin-resistant
Staphylococcus aureus and vancomycin-resistant enterococcus were confirmed by agar dilution minimal inhibitory
concentration.15
Analysis of Healthcare-associated Infections. For
30 postoperative days, our institution’s proprietary computerized medical record was used to review all available
inpatient and outpatient documentation for evidence of
healthcare-associated infections in both groups. Inpatient and outpatient notes, antibiotic use, and microbial
culture results were assessed and recorded. The reviewers were blinded to the presence or absence of stopcock
contamination. Patients who developed HCAI but underwent multiple trips to the operating room were considered to have only one infection. HCAI were identified
based on current Centers for Disease Control and Prevention definitions.16 No patients were lost to follow-up,
including their 6-week postoperative visit, which detailed the presence or absence of infection.
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Table 1. Patient Demographics
Device, n ⫽ 53
Mean
or Percent

n

Mean
or Percent

Comparison

n

Odds Ratio/
¥Difference

95% CI

P Value

30.2%
18.9%
37.7%
13.2%
50.9%
1.26
18.9%

16
10
20
7
27
53
10

25.9%
36.2%
31.0%
6.9%
37.9%
1.28
13.8%

15
21
18
4
22
58
8

1.24
0.41*
1.35
2.05
1.70
0.98
1.45

(0.55 to 2.82)
(0.17 to 0.97)
(0.62 to 2.94)
(0.60 to 6.99)
(0.80 to 3.60)
(0.64 to 1.50)
(0.54 to 3.91)

5.7%
9.4%
84.9%
45.7
64.2%
107.5

3
5
45
29.1
34
109.0

6.9%
10.3%
82.8%
50.7
51.7%
148.1

4
6
48
24.5
30
137.0

0.81
0.90
1.17
¥⫺5.0
1.67
¥⫺40.6

(0.19 to 3.42)
(0.27 to 2.99)
(0.44 to 3.15)
(⫺15.1 to 5.2)
(0.78 to 3.56)
(⫺87.0 to 5.8)

0.20
0.61
0.04
0.46
0.27
0.17
0.94
0.47
0.95
0.79
0.87
0.76
0.34
0.19
0.09

5.7%
5.7%
5.7%
28.3%
5.7%
17.0%
22.6%
9.4%

3
3
3
15
3
9
12
5

4.9%
9.8%
9.8%
25.9%
14.8%
13.1%
14.8%
3.3%

3
6
6
15
9
8
9
2

1.16
0.55
0.55
1.13
0.35
1.36
1.69
3.07

(0.26 to 5.27)
(0.14 to 2.13)
(0.14 to 2.13)
(0.45 to 2.85)
(0.10 to 1.26)
(0.50 to 3.70)
(0.66 to 4.31)
(0.65 to ␣)

0.86
0.41
0.41
0.77
0.11
0.56
0.28
0.17

¥Difference. *Statistically significant.
ASA ⫽ American Society of Anesthesiologists; CI ⫽ confidence interval; SENIC ⫽ Study on the Efficacy of Nosocomial Infection Control.

larger reduction in the likelihood of bacterial contamination attributed to use of the hand decontamination
device (OR, 10.2; P ⬍ 0.01). Subgroup analysis also
revealed that in providers without the device who cared
for patients in this group (control), case duration was
significantly associated with an increased likelihood of
developing nosocomial infections (OR, 1.54; P ⬍ 0.01).
This relationship was not observed in the treatment group.
We also analyzed the extent to which level of training
was associated with stopcock contamination. Solo attending anesthesia providers had the lowest rate (0 of 8,
0%), followed by clinical anesthesia year 3 (CA-3) residents (2 of 23, 8.7%), CA-2 residents (7 of 29, 24.1%),
CA-1 residents (4 of 22, 18.1%), and certified registered
nurse anesthetists (10 of 26, 38.5%). Logistic regression
showed an overall trend toward statistical significance of
the association of provider level of experience with
stopcock contamination (P ⫽ 0.08).

significantly reduced contamination of the anesthesia
machine (78 fewer colonies per surface sampled; P ⫽
0.01; fig. 3) with an associated reduction in contamination of peripheral intravenous tubing (OR, 0.17; P ⬍
0.01). It is interesting to note that the mean CPSS is
reduced more than the median CPSS (table 3) and that
the CPSS is fairly symmetric on the log scale (fig. 3). This
suggests that the device may work by reducing the
proportion of CPSS rather than a fixed number.
As shown in table 4, we further investigated the extent
to which HHDEs reduced stopcock contamination
through logistic regression analysis. Without adjustment,
HHDEs were associated with a significant reduction in
contamination of peripheral intravenous tubing colonies
per surface sampled (OR, 5.31; P ⬍ 0.01). Accounting
for potentially confounding variables such as American
Society of Anesthesiologists physical status, age, and
inpatient and outpatient locations, we observed a much

Table 2. Comparison of the Hourly Hand-decontamination Events of the Observational Study with the Device Group
Device

Attending physicians
Other providers

Control

Comparison

Mean (SD)

n

Mean (SD)

n

Difference

95% CI

P Value

7.1 (1.4)
8.7 (2.0)

52
45

0.15 (0.05)
0.38 (0.12)

17
29

6.9 (2.51)
8.3 (2.5)

(1.9 to 11.0)
(3.3 to 13.4)

0.008*
0.002*

*Statistically significant.
CI ⫽ confidence interval.
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ASA physical status
I
II
III
IV
ASA physical status III or IV
SENIC index
Emergent
Location
Intensive care unit
Floor
Same-day patient
Mean age, yr
Female sex
Mean duration, min
Procedure
Neurosurgery
Otolaryngology
Cardiothoracic
General
Urologic/gynecologic
Orthopedic
Pediatric
Vascular

Control, n ⫽ 58
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Table 3. Outcomes
Device Group, n ⫽ 53

Control Group, n ⫽ 58

Comparison

Continuous Variables

Mean, Median

SD, IQR

Mean, Median

SD, IQR

Mean Difference

CPSS baseline (n ⫽ 52‡)

33.6
3
54.3
13

106.7
1–75
100.4
2–66

19.8
4.5
132
28.5

69.7
1–10
201.6
9–129

13.8

(⫺20.8 to 48.4)

⫺77.7*

(⫺137.3 to 18.1)

CPSS TE (n ⫽ 51‡)
Binary Variables

Count

P Value

0.43
0.17
0.01
0.15

Percent

Count

Odds Ratio

95% CI

P Value

7.5
3.8
0.0

4
2
0

32.8
17.2
3.4

20
10
2

0.17*
0.19*
0.00

(0.06 to 0.51)
(0.00 to 0.81)
(0.00 to 2.09)

⬍ 0.01
0.02
0.17

84.9
9.4
5.7

45
5
3

82.8
10.3
6.9

48
6
4

1.17
0.9
0.81

(0.44 to 3.15)
(0.27 to 2.99)
(0.19 to 3.42)

0.76
0.87
0.79

*Statistically significant. ‡Because of missing data, denominators were slightly different in the treatment group and are listed in parentheses.
CI ⫽ confidence interval; CPSS ⫽ cells per surface sampled; IQR ⫽ interquartile range; TE ⫽ end of surgery.

A computerized medical record review over 30 postoperative days revealed a reduction in HCAI infection
rates (3.8% in the device group, 17.2% in the control
group; P ⫽ 0.02; 95% CI, 0.00 – 0.81). Device use by 7.4
providers was required to prevent one infection (number needed to treat, 7.4; 95% CI, 1.3–13.5). No significant reduction in mortality was observed.
Seventeen percent of patients (10 of 58) in the control
group developed HCAI, including ventilator-associated
pneumonia (2), wound (5), bloodstream (2), and urinary
(1). Two patients in this group ultimately died after a
prolonged stay in the intensive care unit. Four percent of
cases (2 of 53) in the treatment group developed healthcare-associated wound infections, and there were no
patient deaths in this group. Of the 5 patients who had
both positive bacterial growth obtained by culture of
their stopcocks and HCAI as determined by retrospec-

tive chart review, all 5 had the same organism (by morphology) was recovered from the stopcock and/or the
anesthesia workspace. Intraoperative transmission of
multidrug-resistant bacterial organisms to intravenous
stopcocks occurred in three cases in the control group,
2 methicillin-resistant Staphylococcus aureus, and 1 vancomycin-resistant enterococcus. Two of 3 of these patients died after intensive care unit stays. In contrast, no
multidrug-resistant bacteria (0 of 53) were recovered in
the stopcocks of the treatment group.

Discussion
A reduction in the incidence of HCAI will improve the
quality of health care and patient safety. Hand hygiene
compliance has been shown to be useful in achieving
Table 4. Logistic Regression Models for the Odds of
Nosocomial Infection
Odds Ratio

Fig. 3. Box plot of colonies per surface sampled (CPSS) recovered from the anesthesia machine at case termination in the
before group (control) and after group (device) (P ⴝ 0.01).
APL ⴝ anesthesia pressure-limiting valve. * indicates statistical
significance.
Anesthesiology, V 110, No 5, May 2009

Unadjusted
Device
Adjusted
Device
Log (CPSS) baseline
Location (same day)
Floor
Intensive care unit
ASA physical status (I)
II
III
IV
Duration, h
Age, yr
Male sex

95% CI

P Value

5.31*

(1.11 to 25.50)

0.037

10.20*
0.65

(1.42 to 73.25)
(0.34 to 1.25)

0.02
0.20

0.99
2.34

(0.09 to 10.74)
(0.09 to 58.94)

1.0
0.61

0.09
0.92
8.29
1.54*
1.03
2.70

(0.00 to 4.53)
(0.04 to 20.13)
(0.25 to 272.15)
(1.10 to 2.14)
(0.98 to 1.08)
(0.50 to 14.73)

0.22
0.96
0.23
0.01
0.26
0.25

* Significant odds ratio.
ASA ⫽ American Society of Anesthesiologists; CI ⫽ confidence interval;
CPSS ⫽ colonies per surface sampled.
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Stopcock positive
Nosocomial infection
Death
Postoperative location
Same-day surgery
Hospital ward
Intensive care unit

Percent

95% CI of Mean
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including glycemic and temperature control, prophylactic
antibiotic provision, and inspired oxygen concentrations.
It also has been suggested that in academic centers,
surgical infections increase in the July–August months
compared with September–June months. Presumably
this is related to errors by resident physicians while they
learn new roles and procedures. Therefore, the rates that
we observed in this study may actually overrepresent
baseline annual HCAI rates at our institution.
Further, although the GJ device could record the number of HHDEs, we recognize the limitation that it does
not derive the number of available opportunity– based
hand hygiene events by anesthesia providers. This will
require further study. Given the reasonable assumption
that aseptic practice at our institution reflects average
aseptic practice, we viewed the results of this study as
both a reasonable measure of HHDEs by providers at our
institution and that of general anesthetic practice.
We recognize that the success of the Sprixx GJ device in
reducing bacterial transmission is likely related to multiple
factors, including alcohol-based cleanser 70% ethanol and
the proximity and ease of use for a highly mobile and high
opportunity-linked anesthesia provider. The Hawthorne effect may have also played some role in hand hygiene
compliance improvements, but this effect was likely balanced by the lack of a formal educational program or
provision of evidence-based recommendations to providers
before or after issuing the device. These efforts would have
likely yielded a higher HHDE.28 –30
Also, though increased hand hygiene compliance
through use of the device in the treatment group nearly
eliminated bacterial contamination in patients’ peripheral intravenous tubing, we did not study a threshold for
the number of HHDEs required for reduction of such
bacterial contamination. The literature, however, provides us with some insight into such a threshold. It has
been reported that intensive care unit nurses have 20
hand hygiene opportunities per hour, and it is likely in
many surgical cases that anesthesia providers may surpass this.8,9 It can be inferred from our data that a potential initial goal is to seek 8 HHDEs until further study
is performed.
Finally, because this study was a controlled before-andafter design (time trend study) in 2 consecutive months,
future studies to randomize operating rooms and providers to a device and standard practice should be performed to further verify these results. However, as of yet,
interventions to improve hand hygiene compliance have
not achieved a sufficient level of evidence to be recommended by evidence-based organizations such as the
Cochrane group.31
Despite these limitations, the reductions in both intraoperative contamination and postoperative HCAI in our study
is striking, and at the very least shows that hand hygiene is
a potential part of a long-term solution to improved aseptic
practice in the anesthesia work area. This is also supported
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this goal throughout the healthcare environment,18 –23
but global acceptance and application of this critical
component of aseptic practice remain elusive.
Recently, intraoperative bacterial contamination of both
the anesthesia workspace and patient intravenous tubing
with pathogenic bacterial organisms has been demonstrated and was associated with an increase in overall patient mortality.5,24 Given the recent increase in community
spread of pathogenic, multidrug-resistant bacterial organisms, this is a major public health concern.25
The primary intent of this study was to reduce overall
bacterial contamination of both the anesthesia work area
and patient intravenous tubing through improvements in
hand hygiene compliance of anesthesia providers. We
then evaluated the overall impact of this intervention on
the subsequent development of HCAI. We have shown
that a simple, cost-effective device designed to improve
hygiene practice markedly reduces intraoperative bacterial transmission and subsequent postoperative infection
development. This intervention, along with proper instruction of aseptic practice techniques and barrier precautions, could markedly reduce intraoperative patient
transmission of potentially pathogenic bacterial organisms and ultimately reduce the incidence of HCAI.
These data are alarming with regard to patient safety,
especially in light of recent attempts by organizations to
reduce HCAI and medical errors.26 Providers in the observation group performed such infrequent HHDEs
along with findings in this study that as anesthesiologists
we may be directly contributing to HCAI and, until now,
unknowingly exposing our patients to harm. We hope
that this work serves as a call for future prevention and
widespread change in practice patterns. It has also been
suggested that specific patient populations may be at
higher risk for morbidity and mortality than others if
infected during concurrent illness.27
However, we recognize several limitations to this
study. First, some contamination of both the anesthesia
work area and stopcock sets remained despite use of the
device. On analysis of the context by which stopcocks
from patients in our treatment (device) group became
contaminated, it was determined that 50% (2 of 4) were
due to refusal to use the device by providers and/or
major breaches in aseptic practice. Therefore, we acknowledge that hand decontamination alone will not
eliminate all bacterial transmission and that further study
is required to maximize provider compliance with the
device.
Though device use significantly reduced the development of postsurgical HCAI in the 30-day postoperative
period, a potential limitation was reliance on medical
record review without a standardized surveillance system. There were, however, no significant differences
between the two groups that might otherwise serve as
potential etiologies for the healthcare-associated infections,

KOFF ET AL.

IMPROVING ASEPTIC PRACTICE WITH A NOVEL DEVICE

References
1. Trampuz A, Widmer AF: Hand hygiene: A frequently missed lifesaving
opportunity during patient care. Mayo Clin Proc 2004; 79:109–16
2. Best M, Neuhauser D: Ignaz Semmelweis and the birth of infection control.
Qual Saf Health Care 2004; 13:233–4
3. Stone PW, Larson E, Kawar LN: A systematic audit of economic evidence
linking nosocomial infections and infection control interventions: 1990 –2000.
Am J Infect Control 2002; 30:145–52
4. Department of Health and Human Services and Centers for Medicare and
Medicaid Services: Medicare Program; Proposed Changes to the Hospital Inpatient Prospective Payment Systems and Fiscal Year 2008 Rates; Proposed Rule
Part II. 42 CFR Parts 411, 412, 413, and 489 [CMS–1533–P] RIN 0938 –AO70.
Federal Register 72(85):38 – 48. 5-3-2008.
5. Loftus R, Koff M, Burchman CA, Beach ML: Transmission of pathogenic
bacterial organisms in the anesthesia work area. ANESTHESIOLOGY 2008; 109:399–
407
6. Askarian M, Ghavanini AA: Survey on adoption of measures to prevent
nosocomial infection by anaesthesia personnel. East Mediterr Health J 2002;
8:416–21
7. Tait AR, Tuttle DB: Preventing perioperative transmission of infection: A
survey of ANESTHESIOLOGY practice. Anesth Analg 1995; 80:764–9
8. Pittet D, Simon A, Hugonnet S, Pessoa-Silva CL, Sauvan V, Perneger TV:
Hand hygiene among physicians: Performance, beliefs, and perceptions. Ann
Intern Med 2004; 141:1–8
9. Boyce JM, Pittet D: Guideline for hand hygiene in health-care settings:
Recommendations of the Healthcare Infection Control Practices Advisory Committee and the HICPAC/SHEA/APIC/IDSA Hand Hygiene Task Force. Society for
Healthcare Epidemiology of America/Association for Professionals in Infection
Control/Infectious Diseases Society of America. MMWR Recomm Rep 2002;
51:1–45
10. Pittet D, Allegranzi B, Storr J, Donaldson L: “Clean care is safer care”:
The Global Patient Safety Challenge 2005-2006. Int J Infect Dis 2006; 10:
419–24
11. O’Grady NP, Alexander M, Dellinger EP, Gerberding JL, Heard SO, Maki
DG, Masur H, McCormick RD, Mermel LA, Pearson ML, Raad II, Randolph A,
Weinstein RA: Guidelines for the prevention of intravascular catheter-related
infections. Centers for Disease Control and Prevention. MMWR Recomm Rep
2002; 51:1–29
12. Fukada T, Tachibana C, Tsukazaki Y, Satoh K, Furuya Y, Ohe Y: Bacterial

Anesthesiology, V 110, No 5, May 2009

contamination of anesthesiologists’ hands and the efficacy of handwashing [in
Japanese]. Masui 1996; 45:1026–30
13. Fukada T, Tachibana C, Tsukazaki Y, Satoh K, Ohe Y, Kawamata M:
Importance of instructing anesthesiologists in handwashing against bacterial
contamination [in Japanese]. Masui 1997; 46:552–5
14. Lemmen SW, Hafner H, Zolldann D, Stanzel S, Lutticken R: Distribution of
multi-resistant gram-negative versus gram-positive bacteria in the hospital inanimate environment. J Hosp Infect 2004; 56:191–7
15. National Committee for Clinical Laboratory Standards: Methods for Dilution Antimicrobial Susceptibility Tests for Bacteria That Grow Aerobically, 5th
edition. Wayne, PA, National Committee for Clinical Laboratory Standards, 2006
16. Horan TC, Andrus M, Dudeck MA: CDC/NHSN surveillance definition of
health care-associated infection and criteria for specific types of infections in the
acute care setting. Am J Infect Control 2008; 36:309–32
17. Delgado-Rodriguez M, Palma S, Gomez-Ortega A, Martinez-Gallego G, Medina-Cuadros M: Indices of surgical site infection risk and prediction of other
adverse outcomes during hospitalization. Infect Control Hosp Epidemiol 2006;
27:825–8
18. Brown SM, Lubimova AV, Khrustalyeva NM, Shulaeva SV, Tekhova I, Zueva
LP, Goldmann D, O’Rourke EJ: Use of an alcohol-based hand rub and quality
improvement interventions to improve hand hygiene in a Russian neonatal
intensive care unit. Infect Control Hosp Epidemiol 2003; 24:172–9
19. Lam BC, Lee J, Lau YL: Hand hygiene practices in a neonatal intensive care
unit: A multimodal intervention and impact on nosocomial infection. Pediatrics
2004; 114:e565–71
20. Larson EL, Aiello AE, Bastyr J, Lyle C, Stahl J, Cronquist A, Lai L, la-Latta P:
Assessment of two hand hygiene regimens for intensive care unit personnel. Crit
Care Med 2001; 29:944–51
21. Pittet D, Hugonnet S, Harbarth S, Mourouga P, Sauvan V, Touveneau S,
Perneger TV: Effectiveness of a hospital-wide programme to improve compliance
with hand hygiene: Infection Control Programme. Lancet 2000; 356:1307–12
22. Rosenthal VD, Guzman S, Safdar N: Reduction in nosocomial infection
with improved hand hygiene in intensive care units of a tertiary care hospital in
Argentina. Am J Infect Control 2005; 33:392–7
23. Won SP, Chou HC, Hsieh WS, Chen CY, Huang SM, Tsou KI, Tsao PN:
Handwashing program for the prevention of nosocomial infections in a neonatal
intensive care unit. Infect Control Hosp Epidemiol 2004; 25:742–6
24. Koff MD, Loftus RW, Burchman CA, Hogan DA, Beach ML: Microbial
contamination in the anesthesia workspace: Are we as clean as we think?
(abstract). ANESTHESIOLOGY 2007; 107:A1788
25. Klevens RM, Morrison MA, Nadle J, Petit S, Gershman K, Ray S, Harrison
LH, Lynfield R, Dumyati G, Townes JM, Craig AS, Zell ER, Fosheim GE, McDougal
LK, Carey RB, Fridkin SK: Invasive methicillin-resistant Staphylococcus aureus
infections in the United States. JAMA 2007; 298:1763–71
26. Kohn L, Corrigan JM, Donaldson MS: Institute of Medicine: To Err Is
Human: Building a Safer Health System. Washington, D.C., National Academy
Press, Committee on Quality of Health Care in America, 2000, pp 1–287
27. Vincent JL: Nosocomial infections in adult intensive-care units. Lancet
2003; 361:2068–77
28. Kampf G: The six golden rules to improve compliance in hand hygiene.
J Hosp Infect 2004; 56(suppl 2):S3–5
29. Rupp M, Fitzgerald T, Puumala S, Anderson J, Craig R, Iwen P, Jourdan D,
Keuchel J, Marion N, Peterson D, Sholtz L, Smith V: Prospective, controlled, cross
over trial of alcohol based hand gel in critical care units. Infect Control Hosp
Epidemiol 2008; 29:8–15
30. Bischoff WE, Reynolds TM, Sessler CN, Edmond MB, Wenzel RP: Handwashing compliance by health care workers: The impact of introducing an
accessible, alcohol-based hand antiseptic. Arch Intern Med 2000; 160:1017–21
31. Gould DJ, Chudleigh JH, Moralejo D, Drey N: Interventions to improve
hand hygiene compliance in patient care. Cochrane Database Syst Rev 2007;
CD005186
32. Kaplan LM, McGuckin M: Increasing handwashing compliance with more
accessible sinks. Infect Control 1986; 7:408–10
33. Pittet D: Compliance with hand disinfection and its impact on hospitalacquired infections. J Hosp Infect 2001; 48(suppl A):S40–6
34. Larson EL, Quiros D, Lin SX: Dissemination of the CDC’s Hand Hygiene
Guideline and impact on infection rates. Am J Infect Control 2007; 35:666–75

Downloaded from http://pubs.asahq.org/anesthesiology/article-pdf/110/5/978/246436/0000542-200905000-00010.pdf by guest on 07 May 2021

by other evidence suggesting that increased device proximity improves hand hygiene compliance in a variety of
settings.29,30,32,33 The results of this study are similar to data
available in other areas of healthcare practice with regard
to improved hand hygiene and reduction in healthcareassociated infection and mortality.9,18,19,21–23,34
In conclusion, our results demonstrate that the provision
of a simple, cost-effective device containing an alcoholbased solution significantly reduces intraoperative transmission of potentially pathogenic bacterial organisms. Our
study also suggests that use of this device reduces the
incidence of postoperative healthcare-associated infections, but further study is required to verify these results.
This, in addition to other strategies to improve aseptic
practice and prevent spread of bacterial organisms, should
be applied to current anesthetic practice.
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