However, none of the three groups differed statistically with regard to the weights of patients. Those in the etomidate group had a mean weight of 74.2 kg (range 50-90 kg). Therefore it is unlikely that this variable could have been a confounder in our results.

R. S. Gill
R. P. F. Scott
University of Western Ontario
London, Ontario
Canada

A TRACHEAL TUBE PROTECTOR TO PREVENT KINKING

Sir,—A tracheal tube hidden under surgical drapes may be inadvertently occluded. For example, during surgery on the cervical region, the arms of surgical staff may involuntarily compress the tube. In such situations, the patient’s upper teeth act as the fulcrum of a lever, leading to a kink in the tracheal tube at the lips. To solve such problems, special tracheal tubes such as the RAE preformed tube and a reinforced tube have been developed. However, these tubes are not used frequently and they are cumbersome for tracheal intubation and suction.

We were faced recently with difficulty in ventilation of the lungs of a patient because of kinking of the tracheal tube during anterior fusion of the cervical vertebra. To solve this problem, we devised a protector using a modified anaesthetic mask. We cut off part of the plastic dome of an anaesthetic mask to create a square hole approximately 15 x 15 mm to fit a tracheal tube (fig. 1). After tracheal intubation, the tube was mounted on the concave portion of the mask and then connected to an anaesthesia circuit. The mask was fixed to the face with adhesive tape (fig. 2). This simple equipment prevented the tracheal tube from kinking because of the weight of the drapes or the surgeon’s arm. It was not an obstacle to surgery because of its small size.

We now routinely use this protector for surgery in the cervical region.

O. Shimoda
R. Nakayama
M. Tashiro
Y. Ikuta
Kumamoto Rosai Hospital
Yatsushiro, Japan
T. Kano
Kumamoto University Hospital
Kumamoto, Japan

A SIMPLE INDICATOR FOR IDENTIFYING THE EXTRADURAL SPACE

Sir,—Recognizing when the point of the needle pierces the ligamentum flavum and enters the extradural space is a critical step in performing extradural anaesthesia. Forty-three years ago, Macintosh proposed an ingenious device for identifying this space, based on the existence of negative pressure in the extradural space [1]. This indicator comprises an inflated rubber balloon attached to a Tuohy needle. When the tip of the needle enters the extradural space, the balloon deflates abruptly. However, the materials for this device are not readily available, and its assembly is awkward.

Based on the same principal, we have developed a simple device using common, readily available materials that are found in all operating theatres: a Foley catheter, a stopcock and a needle for i.m. injections. The extradural needle is attached to the female end of the stopcock using the male connector included in the set (Minipack, Portex). The Foley catheter Fr16 is cut transversely approximately 7 cm from its distal end and is attached to the side connection of the stopcock. The i.m. needle (21-gauge) is inserted into the narrow lumen of the Foley catheter leading to the balloon, and a syringe with a few millilitre of air is attached to this needle. The stopcock valve is adjusted to connect between the syringe and the Foley catheter, and the balloon on the catheter is inflated. After the needle is placed in the spinal ligaments, the stopcock valve is turned to seal the air in the balloon and open the connection between the Foley catheter and the extradural needle. This device is steadily advanced through the tissues with constant pressure. As soon as the needle enters the extradural space, the balloon abruptly deflates, indicating the location.

For correct and effective use, the device must be sealed so that the deflation of the balloon is abrupt. Furthermore, confirmatory tests for extradural puncture, including an aspiration test, must be carried out.

This technique is very useful for identifying the extradural space, especially at the thoracic and cervical levels, where a positive hanging drop sign is not always an infallible index of correct extradural localization [2].

P. Gudj
Muscov Ladach General Hospital
Jerusalem

Fig. 1. The tube protector. The edge of the plastic dome of an anaesthetic mask was cut to form a square hole approximately 15 x 15 mm to fit tracheal tube.

Fig. 2. The protector in clinical use (volunteer).

Haemodynamic Effects of Propofol

Sir,—We read the article by Lindgren and colleagues [1] comparing propofol and thiopentone and congratulate the authors for a fine study on the use of propofol and its haemodynamic