The Role of Interfacial Mechanics in the Prediction of Global Mechanical Behavior of a Bioactive Composite: An In Vitro Study

Emily Ho, PhD
Michele Marcolongo, PhD

KEY WORDS
Coupling agent
Hydroxyapatite
Nano-indentation
Polymethylmethacrylate
Interfacial mechanical properties
Mechanical properties
Bone-tissue substitute
Bioactivity

A bioactive bone-tissue substitute, hydroxyapatite (HA)-polymethylmethacrylate (PMMA) with the addition of a copolymer coupling agent, was examined in vitro to determine the influence of the coupling agent on the local mechanical properties of the system before and after simulated biologic conditions. Nano-indentation of the cross-sectional interface between the HA and PMMA of the composite was studied. The fracture mechanism and position of each indent mark were analyzed at up to 5000× magnification under field-emission, environmental-scanning electron microscopy. The local interfacial results were compared with global quasistatic compression test results. It was found that nano-indentation of the interface could predict changes in global mechanical behavior of the composite. Both interfacial and global Young’s moduli were reduced after immersion in the simulated biologic media. Although the coupling agent improved the interfacial and global mechanical properties before and after 24 hours in in vitro immersion, it did not affect the surface bioactivity of the system, as shown in the measurement of calcium and phosphate concentration uptake. Thus, nano-indentation is a sensitive technique for examining interfacial mechanics and mechanical consequences of biologic reactivity of composite materials.

INTRODUCTION

Recently, nano-indentation has been applied to analyze the local Young’s modulus and hardness of tested materials and synthetic biomaterials. The indentation tests yield information that involves localized, nonuniform deformation or point contacts, such as dental occlusal contacts with surface asperities during chewing and wear. Indentation can quantify the local mechanical properties on small...
surface areas (eg, at ceramic-polymer interfaces of a ceramic-filled polymer composite), which is difficult to define under bulk mechanical tests. The morphologic characteristics of the resulting nano-indentations and the resulting fracture mechanism can be evaluated from the magnified images of the indentations using scanning electron microscopy. 

Because a major failure mechanism of a 2-phase composite is the interfacial debonding, the interfacial mechanics of the composite need to be better understood for the global mechanical behavior. 

During the last 2 decades, bioactive ceramics (eg, hydroxyapatite [HA]) have been widely examined for use as dental implants, such as partial mandible replacements. The bioactive properties of these ceramics have received much attention in the field of hard tissue replacement. Bioactive ceramics provide fixation to bone through biologic fixation of the local tissue through a series of chemical reactions between the ceramic surface and the bone. One way to predict the in vivo bioactivity of a material is to determine the in vitro performance of the specimen by immersing the specimen in a simulated body fluid (SBF) and determining the temporal ion dissolution and precipitation. The formation of an HA layer in vitro corresponds to bone bonding in vivo.

This in vitro study investigated methods to enhance the interfacial bonding between the HA particles and the polymethylmethacrylate (PMMA) matrix as a potential bone-graft substitute. One approach to promote the interfacial bonding of a bioactive ceramic/polymer composite is by introducing a coupling agent that is capable of advancing chemical bonding between the ceramic and polymer of the composite. The modified interface is intended to reduce debonding at the filler-matrix interface, leading to a stronger, higher-modulus material, especially after immersing in an aqueous solution.

The aim of this study was to examine the in vitro mechanical properties and bioactivity reaction kinetics of an HA particulate-reinforced PMMA composite with and without a coupling agent. A previous study found that the interfacial mechanical properties of the composite increased up to 50% with the addition of copolymer-coupling agents. The working hypotheses of this study were that (1) enhancing the interfacial bonding between the HA and PMMA the in vitro mechanical properties would be retained without compromise to the bioactivity of the material, and (2) the local mechanical behavior of the ceramic/polymer interface would predict global mechanical properties of the composite.

MATERIALS AND METHODS

HA/PMMA composite

This study investigated an HA/PMMA composite system with a volume ratio of 55:45. The HA scaffolds were fabricated through a patented 3-dimensional printing process (Theriform, Therics Inc, Princeton, NJ). Scaffolds were sintered at 1250°C for 1 hour, and the polymer binder was melted. Pure HA blocks were then infiltrated with molecular weight 120 000 g/mol methylmethacrylate monomer (MMA) with benzoyl as the initiator. The PMMA-added blocks were pressurized in vacuum-sealed polyvinyl-alcohol bags at 60 psi and were polymerized at 60°C and then at 120°C in a step-wise fashion. The pure HA scaffolds were coupled with 2.5% (in total polymer content) 95 vol% polymethylmethacrylate-5 vol% methacrylic acid co-polymer (PMMA-MAA) solution prior to PMMA infiltration and polymerization. The uncoupled composites served as controls. The specimens were polished with 1 μm and 0.5 μm wet alumina polishing paste and were subsequently immersed in an SBF at 37°C for immersion periods from 1 hour to 216 hours. The SBF contained ions to represent the ionic concentrations of plasma: 2.6 mM Ca²⁺ as CaCl₂, 1 mM HPO₄²⁻ as K₂HPO₄ · 3H₂O, 152 mM Na⁺ as NaCl, 135 mM Cl⁻ as CaCl₂, 5 mM K⁺ as KCl, 1.5 mM Mg²⁺ as MgCl₂ · 6H₂O, 27 mM HCO₃⁻ as NaHCO₃, and 0.5 mM SO₄²⁻ as MgSO₄ · 7H₂O. The chemicals were dissolved in deionized water and buffered to pH 7.6 at 37°C with 1.0 mM Tris-HCl (Sigma, St Louis, Mo). After immersion, each specimen was rinsed in ethanol and ultrasonically cleaned in deionized water for 30 minutes. The surfaces were marked with three 2- by 2-mm grids using a diamond scriber to indicate the test position of each nano-indentation array.

Physicochemical analysis

Prior to nano-indentation, the chemical composition and surface morphology of the immersed
composite surfaces were analyzed using a field-emission scanning electron microscope (FE-SEM) equipped with Electron-Dispersive Spectroscopy (EDS, Philips XL series, Netherlands) at $1.4 \times 10^{-3}$ mtorr vacuum level and 10 keV voltage. Based on previous literature, the formation of a bone-bonding material surface is achieved through the formation of an apatite layer in vitro, where an apatite layer with a calcium-to-phosphate ratio higher than 1.4 is known to promote direct bone bonding. The calcium/phosphate atomic ratios of three 200-$\mu$m$^2$ surface areas of a composite were analyzed under EDS to estimate the average surface calcium/phosphate atomic ratio of a specimen. Specimens were immersed in SBF for 3 hours to 216 hours. After immersion, solutions were analyzed for calcium and phosphate ion concentrations. Calcium concentrations of solutions were measured by flame atomic absorption light spectroscopy (Perkin-Elmer, Models 2380 and 5100 PC, Norwich, Conn), while phosphate concentrations in solution were measured as a phosphomolybdate complex (molybdenum yellow) using an ultraviolet-visible spectrophotometer (Biochrom, LKB 4053 Ultrospec K, Cambridge, England).

**Nano-indentation**

Nano-indentation was applied using NANO Indenter XP (MTS Systems Co, Knoxville, Tenn). In general, indentation was made on samples by applying a load and measuring displacements utilizing a diamond Berkovich indent tip (Nanoinstruments Innovation Center, MTS Systems) in 5 $\times$ 9 arrays, as previously described. After indentation, the specimens were coated with gold for 60 seconds. Applying FE-SEM (Philips XL series, Netherlands), the shape and morphology of the nano-indentation marks were reviewed up to $\times$5000 magnification at $1.4 \times 10^{-3}$ mtorr vacuum level and 10 keV voltage. By using this approach, the position of each impression and the details of each crack generated by the indentation were accurately defined. Also, the collected measurements of Young’s modulus and hardness from the output of the indentation were also correlated with the indent mark morphology.

**Compressive mechanical test**

Compression testing to failure of the HA/PMMA composites was performed using a mechanical test machine (Instron, Model 1331, Canton, Mass) operating at a constant crosshead speed of 3 mm/min. The dimension of each composite block was a 4 mm $\times$ 4 mm cross-sectional area with a 2.5-mm thickness. Load-displacement curves (N/mm) were generated on a data-acquisition device of the mechanical testing machine.

![Figure 1. Field-emission scanning electron microscope photos of the composites immersed for 72 hours with indentations at (a) the center of the hydroxyapatite (HA) particle (original magnification $\times$3500) and (b) the HA-polymethylmethacrylate interface (original magnification $\times$5000).](image1)

![Figure 2. Calcium-to-phosphate ratios on a 100-$\mu$m$^2$ surface area of the controls and treated composites after immersing in simulated body fluid at various immersion times.](image2)
these composites were found to be highly dependent on the applied load level using this technique and it was concluded that 10 mN was the optimal load. Load-displacement data were correlated to the FE-SEM image of the indent mark; therefore, 10-mN load levels were used throughout this study. Local Young’s modulus and hardness were calculated using the Oliver and Pharr Method. The HA/PMMA interfacial positions were defined as 2 μm from the interface in the composite (Figure 1). Five indentation readings were averaged for the control and treated composites.

Data analysis
In the compression and nano-indentation tests, 5 specimens of each group (controls and treated composites) were tested. One-way analysis of variance analyses were performed for all mechanical properties results at a 0.05 level of significance.

RESULTS
Surface bioactivity
The surface bioactivity of the HA/PMMA composites with and without the PMMA-MAA coupling agent was examined as a function of immersion times. Figure 2 shows the calcium/phosphate ratio of 5 different areas on the in vitro surfaces of the untreated and treated composite groups. These calcium/phosphate ratios exhibited no statistic difference (P = .44), although all values were well above 1.4. As shown in Figure 3, the morphology of the in vitro HA surface appeared rougher than the unimmersed state, which resulted from the in vitro surface reactions.

Figure 4 represents the calcium and phosphate concentrations in SBF as a function of immersion times. The observed induction time prior to a detectable chemistry change in solution was 1 hour and 3 hours for controls and treated composites, respectively. The average ion uptake rates between each immersion period were observed from the slopes of the curves in Figure 3. After 24 hours, the reaction proceeded at a slower rate by virtue of approaching the solid/solution equilibrium stage. The treated composites had a higher average ion uptake rate from 3 hours to 24 hours of immersion than from 24 hours to 72 hours of immersion. The treated composites had a lower concentration of calcium and phosphate uptake than the controls between 1 hour and 24 hours of immersion. However, the controls and the treated composites experienced similar calcium and phosphate concentrations in solution after 72 hours of immersion with a <5% difference.

In vitro global mechanical behavior
Figure 5 shows the compressive test output. Before immersing in SBF, the PMMA-MAA treated composites had statistically sig-
significant improvements in Young’s modulus and ultimate compressive strength of 24% \((P = .002)\) and 15% \((P = .005)\) over the controls, respectively. After 24 hours of immersion in SBF, the treated composites exhibited a 25% increase in Young’s modulus \((P = .003)\) over the controls, but showed no statistic difference in ultimate compressive strength among the 2 specimen groups.

**In vitro interfacial mechanical properties**

The typical load-displacement curves of the control and treated composite groups at the HA/PMMA interfacial position in the 2 composite groups before and after 72 hours of immersion are displayed in Figure 6. The in vitro load-displacement curves of both immersed specimen groups (controls and treated) exhibited much shallower slopes than the unimmersed specimens, indicating a reduction in mechanical properties.

Figure 7 indicates the in vitro interfacial Young’s modulus and hardness of the HA particles and HA/PMMA interfaces as a function of immersion times. After 3 hours of immersion, the interfacial Young’s modulus of both groups showed no significant change from unimmersed samples \((P = .5)\). From 3 hours to 216 hours, the interfacial Young’s modulus of the controls decreased gradually but not significantly \((P = .18)\), while their interfacial hardness revealed a statistically significant reduction of 35% after 3 hours of immersion \((P = .005)\). However, on longer immersion times, the local hardness of the controls remained constant \((P = .68)\) from 24 hours to 216 hours of immersion.

Both interfacial Young’s modulus and hardness of the treated
composites exhibited a significant reduction of 40% after 72 hours of immersion with $P = .009$ and $P = .008$, respectively. These mechanical properties remained unchanged after further immersion ($P = .24$).

Prior to immersion, there was a statistic difference of $P = .0008$ among the interfacial Young’s modulus of the 2 composite groups, while there was no significant difference in their interfacial hardness. After 3 hours and 24 hours of immersion, the interfacial Young’s modulus and hardness between the 2 composite groups exhibited statistic differences at $P < .05$. The local Young’s modulus of the treated group was 50% higher than the controls after 3 hours of immersion and was 47% higher after 24 hours of immersion. After 72 hours and 216 hours of immersion, the interfacial mechanical properties of both composite groups demonstrated no statistic significance with $P$ values greater than .05.

**DISCUSSION**

Nano-indentation has been applied to analyze the local modulus and hardness of fiber-reinforced bioactive ceramic/polymer composites. This test can continuously generate a loading/unloading cycle with a very small load (on the order of 10 mN) while providing information on the degree of energy absorbed, the Young’s modulus, and hardness of the small contact surface on a composite. In this study, compression testing and nano-indentation were used to evaluate the in vitro global and interfacial mechanical properties of HA particulate/PMMA composites with and without a coupling agent as a function of immersion times.

Bioactive materials are designed to promote direct bone bonding, which depends on the calcium-to-phosphate ratio of the surface apatite layer on the material. Any apatite layer with a calcium-to-phosphate ratio $>1.4$ is defined as efficient for osseointegration in the physiologic environment. The PMMA-MAA coupling agent was applied to the HA particles as an interfacial-bonding promoter. The functional groups of the PMMA-MAA were chemically bonded to the 2 materials of the composite such that the PMMA of the coupling agent would chemically bond to the PMMA matrix in the composite, while the MAA of the coupling agent would form ionic bonds with the hydroxide (−OH) of the HA particles.

The starting HA powder had a calcium-to-phosphate molar ratio range from 1.50 to 1.67. Based on EDS analyses, the HA/PMMA specimens of both groups had a fairly similar calcium-to-phosphate ratio $>1.4$ for all tested in vitro immersion periods. After 9 days of immersion, the average calcium-to-phosphate ratios of both controls and treated composites approached a constant value of 1.67, as shown in Figure 1. There was no statistic difference among the calcium-to-phosphate ratios of the controls and PMMA-MAA copolymer-coupled HA/PMMA composites, although the calcium and phosphate uptake was virtually the same concentration for each condition after 72 hours of immersion. The in vitro data suggested that HA/PMMA composite with and without the copolymer-coupling agent may achieve natural bone bonding and have an average surface calcium-to-phosphate ratio that is close to the 1.67 calcium-to-phosphate ratio of natural HA.

Before and after 24 hours of immersion, the copolymer-coupling agent exhibited a positive influence on the global Young’s modulus in comparison to the untreated controls. Moreover, the effect of 24 hours of
immersion in SBF on the Young’s modulus of controls and treated composites was insignificant. However, after 24 hours, surface bioactivity of the HA particles led to a significant alteration on the ultimate compressive strength of both composite groups ($P = .001$ in both cases). The major failure mechanism of the immersed and unimmersed specimens was HA-PMMA interfacial debonding, which was determined from FE-SEM imaging. This failure mechanism was similar to that of many other filler-reinforced composites.16,17,43

Using nano-indentation, the in vitro interfacial mechanical properties of the controls and treated HA/PMMA composites were determined. The shape of the load-displacement curve is often found to be a rich source of information, not only for providing a conformation to calculate Young’s modulus and hardness of the biomaterial, but also for the identification of nonlinear events. In a previous study of the behavior of the HA/PMMA composites at applied loads of ≥25 mN, discontinuous initial-loading slopes were observed from the fracture of the HA particulates (Figure 7), which resulted in a dramatic reduction in the local mechanical properties.35 Therefore, a 10-mN peak load was applied in this study, and continuous initial-loading slopes were observed in the load-displacement curves for determining the local interfacial mechanical properties of all unimmersed and SBF-immersed samples. The surface bioactivity of the HA particles resulted in lower interfacial Young’s modulus and hardness of the immersed specimens in the region of the interface.

The effect of surface roughness increased with the increasing radius of the indenter and increased with decreasing indenter load. Thus, for small loads with spheric indenters, surface roughness can have a significant effect on the test output.34 For sharper indenters, the effect of surface roughness is less dramatic.35 Based on previous work,35 the local Young’s modulus and hardness of the unimmersed HA particles from nano-indentation appeared to be well matched with the published data from a tensile mechanical test with the application of a Berkovich indenter with a tip radius of 100 nm. This sharp indenter led to an optimization of the effect of surface roughness under small applied load. During observations of the HA-surface bioactivity, some HA particulates began to chip after 240 hours of immersion, and surfaces became increasingly coarse with the immersion time. Therefore, it was impossible to determine the local interfacial mechanical properties after 240 hours of immersion using nano-indentation. Drying the composite after immersion may have also led to dehydration of the ceramic and polymer matrix, which probably caused it to shrink and may have disrupted the interface.

Although the 24-hour immersed composites exhibited less reduction of local mechanical properties in comparison to the global compressive properties, there were statistic differences between the in vitro interfacial Young’s modulus and hardness of the controls and treated composites ($P = .01$ and $P = .001$, respectively). After 72 hours of immersion, the interfacial mechanical properties of the treated composites behaved similarly to the controls. Once the HA/PMMA composites were in contact with the physiologic environment, the coupling agent may have delayed the ion-exchange process at the HA/PMMA interface, as shown in the analysis of calcium and phosphate uptake. The treated composite had an induction time of 3 hours of immersion compared to the controls, which had an induction time of only 1 hour of immersion.

In comparison to the controls, a normalized graph of global and interfacial Young’s modulus of the PMMA-MMA–treated composite before and after 24 hours of immersion in SBF is plotted in Figure 8. Although both the global and interfacial Young’s moduli showed a similar mechanical-behavior immersion in SBF for 24 hours, a more pronounced difference was detected at the HA/PMMA interface of treated and untreated composites using nano-indentation.
indentation–determined local interfacial mechanical properties may thus be effective in the prediction of the influence of coupling-agent treatments on the global mechanical behaviors of the HA/PMMA composite. The limitation of the technique is that the determination of local mechanical properties does not take into account the homogeneous nature of the material, such as the effects of porosity and particle-size distribution on the mechanical properties. Nonetheless, as a tool to evaluate the mechanical response to alterations in reinforcing agent/matrix interfaces, nano-indentation is proven to be a valuable tool.

**Conclusions**

Nano-indentation is a powerful technique for quantifying interfacial interactions in composites. It is sensitive to the interfacial mechanics that lead to prediction of in vitro global elastic modulus of the specimens.

Applying nano-indentation at the interface enabled the elucidation of the local mechanical behavior of the material, which showed that the coupling agent enhanced the in vitro surface interactions at the interface. The coupling agent enhanced the interfacial bonding for a short duration; however, after 72 hours, there was no difference between the mechanical behavior of the treated and untreated materials. Nano-indentation was useful in predicting the global mechanical consequence of interfacial treatment with a coupling agent, even after reactivity in simulated body fluids.

**Acknowledgments**

This study was supported by an American Academy of Implant Dentistry Student Research Grant. Special thanks to Dr Shula Radin, University of Pennsylvania, for assistance with atomic absorption spectroscopy and ultraviolet visible-light spectroscopy and Dr Tom Juliano for assistance with nano-indentation.

**References**


