An Evaluation of Biocompatibility of Indigenously Produced Pure Titanium: An Experimental Study in Rabbits

Bhogisetty Chittaranjan, MDS1*
Late Bhamidipati Sreerama Murthy, MDS2
Turaga Ravindranath, MDS3

The indigenously produced pure titanium dental implants are economical and useful for common human use in India. The aim of this study is to test the biocompatibility of the indigenously produced pure titanium dental implant material obtained from the Defense Metallurgical Research Laboratory, Hyderabad, India, and the Institute of Nuclear Medicine and Allied Science, Delhi, India. An experimental study in rabbits was done to study the amount of ordered bone formation around the screw and cylinder type of indigenously produced pure titanium metal implant specimens. The experimental animals were killed at 4, 6, 8, 12, and 16 weeks from the date of implantation. The histopathological examination of the animals killed at 16 weeks demonstrates the presence of osteoblastic cell proliferation and early ordered bone formation toward the implant site, indicating signs of osseointegration of both screw- and cylinder-type indigenously produced pure titanium specimens.

Key Words: indigenously produced pure titanium, biocompatibility, osseointegration

INTRODUCTION

A n ideal prosthesis, besides having good retention, should have the other ideal requirements of biocompatibility, esthetics, phonetics, and masticatory function to achieve patient acceptance. Prosthesis without adequate retention creates problems to the patient and the dental professional.

Improvements in metal technology led to an era of expanded surgical use of metallic implants.1 Pure titanium as an implant material is extremely well tolerated by the body tissues.2,3 Titanium and its alloys are important in dental and surgical implants because of their high degree of biocompatibility, strength, and corrosion resistance.4 Biocompatibility includes physical, mechanical, chemical, and electrical properties of the materials per se. All of the implant materials should be biologically inert without producing any host tissue reactions.5 The concept of osseointegration was developed and the term conceived by Dr Per Ingvar Branemark.2,6 Branemark’s experimental and clinical applications have been replicated in several centers and indicate an important advance in the field of tissue-integrated prostheses.7–11 The concept of osseointegration is based on research that began in 1952 with microscopic in situ of bone marrow in the fibula of rabbits.2 There are various reports4,12 about the use of titanium in its pure form or its alloys as implant materials. There are many reports13–15 to substantiate the soft-tissue biocompatibility of pure titanium. It has been demonstrated that the epithelial cells attach to the titanium surface in the same manner, as observed around the surface of natural teeth.16 There are reports regarding the nontoxic and noncarcinogenic nature of titanium implants.1

Many companies abroad are producing different

1 Department of Prosthodontics, ITS-CDSR, Muradnagar, India.
2 Government Dental College, Hyderabad, India.
3 Army Dental College, Secunderabad, India.
* Corresponding author, e-mail: prosthoranjan@yahoo.com
DOI: 10.1563/AAID-JOI-D-09-00099

Journal of Oral Implantology 575
types of dental implants. The Defense Metallurgical Research Laboratory in Hyderabad and Institute of Nuclear Medicine and Allied Science (INMAS) in Delhi, India, have collaborated to launch an indigenous pure titanium dental implant system in India. These implants are economical for common prosthetic applications. Multicenter clinical trials have been completed to establish the acceptability of the indigenously manufactured implants. These implants meet American Society for Testing and Materials and Bureau of Indian Standards standards and are approved by the drug controller of India and Indian Council of Medical Research.

**Materials and Methods**

The indigenous pure titanium metal dental implant was used as the test specimen in this study. An experimental design using animals was done to examine the amount of ordered bone formation on cylindrical and screw-type forms of pure titanium metal implant specimens. Six male adult New Zealand white rabbits (Centre for Cellular and Molecular Biology, Hyderabad, India) were used as experimental animals for this study. All animals were between 1 to 1½ years of age, and the weight of the animals was about 2–3 kg.

The pure titanium dental implants used in this study were designed in the form of cylinders and screws to suit available bone where the implant is to be placed. To facilitate implantation into the rabbit tibial bone, 12 pure titanium dental implants were used as test specimens for this animal experimental study; 6 were screw type and 6 were cylindrical type. Each pure titanium dental implant test specimen is 2 mm in length and 2 mm in diameter, to facilitate easy implantation into the rabbit tibial bone. Twelve samples of chrome-cobalt alloy cylindrical-shaped implants of similar dimensions to the pure titanium dental implants were used as controlled samples. All surgical instruments and implant specimens were sterilized prior to surgical use. The animals were anesthetized with Intravan (thiopental sodium) injection. An aseptic technique was used throughout the procedure. One cylinder and one screw type of the indigenous pure

**Figures 1–4.**

**Figure 1.** Rabbit right tibial bone with both screw type and cylinder type of pure titanium test specimens.

**Figure 2.** Radiograph showing the pure titanium test specimens in the rabbit right tibial bone.

**Figure 3.** F1 (16 weeks): A cross section showing the presence of young ordered bone (YOB) around implant site (X). Mature bone (MB) was seen adjacent to the young ordered bone (×100).

**Figure 4.** F2 (16 weeks): A cross section showing the formation of young ordered bone (YOB) toward the implant site (X). Mature bone (MB) was seen adjacent to the young ordered bone (×250).
titanium dental implant sample were placed in the right tibial bone of the experimental rabbit (Figures 1 and 2). The 2 chromium-cobalt samples were placed in the left tibial bone of the same rabbit. A uniform pattern of using right and left tibial bone for implantation of both of the specimens is followed to avoid confusion at any stage during the study. After the animal was anesthetized, hair around the surgical site was removed with scissors. A full-thickness incision was made in the mid-thigh region with a No. 11 B.P. blade, and the muscles were carefully separated to expose the underlying metaphysis of the tibia. Using a surgical bur of 1.7-mm diameter in a hand drill bit with continued saline irrigation, 2 osteotomy sites were prepared over the right side of the tibial bone. One cylinder and one screw type of pure titanium dental implant specimens were place into the osteotomy sites prepared on the right side of the tibial bone. A minimum 3-mm gap was maintained between the 2 osteotomy sites. Two similar osteotomy sites were prepared in the left tibial bone region following the same procedure to accommodate 2 chromium-cobalt alloy specimens. With gentle tapping, the samples were implanted into the osteotomy sites, ensuring the snug fitting of the test specimen. After placement of test specimens, the muscle layer was closed with an ethicon resorbable suture and the skin approximated with 5-0 silk suture material. The same surgical procedure was followed subsequently for all other animals used in this study.

The animals were divided into 6 groups. Group A was killed at 4 weeks, group B at 6 weeks, group C at 8 weeks, group D at 12 weeks, and groups E and F at 16 weeks after the insertion of implant material. In the group A animal, the test specimens were subgrouped into A1, A2, A3, and A4 for histological interpretation.

A1: Screw-type pure titanium metal implant specimen
A2: Cylinder-type pure titanium metal implant specimen
A3: Cylinder-type cobalt-chromium alloy implant specimen
A4: Cylinder type chromium-cobalt alloy implant specimen

The same procedure of subgrouping was followed for the other specimens. All of the experimental animals were placed in separate cages, and the postoperative health of all the animals was also evaluated by recording the weight of the animals at periodic intervals. The specimens were sacrificed and the implants along with the surrounding bone were resected at time points of 4, 6, 8, 12, and 16 weeks from the date of implantation. All of the specimens were subjected to histopathological observation under stereomicrograph at the National Institute of Nutrition, Hyderabad, India.

**Results**

All animals were found apparently healthy during the postoperative phase of the study. Feeding habits and the general activity of the animals were within normal limits. According to Branemark, the healing time of the tissue after fixture insertion has been empirically estimated in large clinical trials in humans at about 3 to 6 months.2

Group A animals (4 weeks). A1 and A2 specimens revealed chronic inflammatory cell formation around screw- and cylinder-type pure titanium metal implants. Small areas of bone necrosis were also seen around the implant site.

Group B animals (6 weeks). B1 and B2 specimens had shown the presence of osteoblastic cell proliferation around the implant and tissue interface. The areas of necrosis and chronic inflammatory cells were not seen.

Group C animals (8 weeks). C1 specimens had shown the presence of a few layers of collagen tissue (CT) around the implant site. The C2 specimen had shown the osteogenesis of bone with osteoblasts lined up toward the implant site. There was no CT formation.

Group D animals (12 weeks). The D1 specimen had shown the presence of osteogenesis of bone with osteoblasts and also collagen tissue (CT) around the implant site. Mature bone (MB) was seen adjacent to the implant site. The D2 specimen had shown the proliferating CT along the bone-implant interface. Osteoblasts were seen adjacent to the collagen matrix.

Group E and F animals (16 weeks). E1 and E2 specimens had shown the young immature and young ordered bone formation (YOB) toward the bone-implant interface, indicating the signs of osseointegration. There was no CT. The MB was...
seen adjacent to the early ordered bone. F1 and F2 specimens had shown the presence of new ordered bone formation (YOB) around the implant-bone interface. The MB was adjacent to the YOB (MB). The lamellar bone formation with osteoblasts was seen within the YOB (Figures 3 and 4).

All of the chromium-cobalt control specimens have shown a similar type of histopathological reactions as compared with the indigenously produced pure titanium metal implants used in this study.

**DISCUSSION**

Generalizations on the various histological aspects of implants are valuable guides in evaluating the success of an intervention and predicting the future of implantology. In this study, soft-tissue reactions to the indigenously produced pure titanium were not observed. For analyzing biocompatibility, animal models were used for testing hard-tissue response to implant materials.

In this study, rabbits were used as animal models, which was considered to be adequate for simulating the human bone response to pure titanium implant material. The thickness of the tibial bone of rabbit is sufficient to implant indigenously produced pure titanium metal and also chromium-cobalt alloy test specimens.

The histological observations at 4 weeks revealed the presence of acute and chronic inflammatory cells, small areas of bone necrosis, and an intervening fibroblasts along with inflammatory cells on the screw-type indigenously produced pure titanium metal implant specimen. Similar tissue reactions were observed on the cylinder-type indigenously produced pure titanium test specimens, with significant growth of fibroblasts toward the implant site. The reaction of bone tissue around the 2 cylindrical chromium-cobalt alloy test specimens had shown the presence of chronic inflammatory cells, small areas of necrosis, and CT formation. The necrosis of bone may be due to its functional response, and remodeling of the bone occurs slowly after a few weeks. Eriksson et al suggested that these necrotic zones were insignificant as the bone may remodel slowly following several weeks of implantation.

The histological observations at the 6-week time point revealed the absence of chronic inflammatory cells with no evidence of bone necrosis around indigenously produced pure titanium and chromium-cobalt alloy test specimens. The most remarkable feature was formation of osteoblasts toward both the screw and cylinder types of indigenous pure titanium metal test specimens. The 2 cylinder-type chromium-cobalt test specimens had also shown the presence of osteoblast formation around the implant site. All of these reactions indicate the normal bone healing response toward the implant site. Branemark et al reported that healing of bone differs from healing of other kinds of tissue in that the injured bone is replaced by healthy bone, leaving the healed site as strong as it was before injury. Basically, inflammation, revascularization, collagen tissue formation, and finally substitution by new bone cells derived are from adjacent endosteum and periosteum.

The histological observation of cross section of the implant site at the 8-week time point had shown the presence of few layers of CT, osteogenesis of the bone with the osteoblasts lined up toward the implant site in screw-type indigenous pure titanium implant test specimen. Osteoblast formation with new ordered bone formation was also seen around the cylinder type of indigenous pure titanium implant test specimen. The 2 cylinder-type chromium-cobalt alloy test specimens had shown the presence of osteoblastic activity toward the implant site. Linder suggested that osseointegration should be regarded not as an exclusive reaction to a specific implant material but as the expression of a nonspecific and basic healing potential in bone. However, when any foreign material is placed in the bone, the initial tissue response occurs immediately. The acceptance or rejection of any material is predicted by doing histological observations of tissue reactions around the implant-bone interface. Secord and Breck reported the normal healing response of bone to the chromium-cobalt alloy implants.

Histological observations at 12 weeks revealed the formation of new ordered bone around both the screw and cylinder types of pure titanium test specimens. Johansson and Albrektsson, in their study of rabbits, and Branemark et al, in their studies of dogs, have observed true osseointegration around pure titanium implants. Osteogenesis of bone with proliferating osteoblasts and new
ordered bone formation was seen around both cylinder types of chromium-cobalt alloy test specimens. There was slow bone-healing response around chrome-cobalt alloy test specimens from the 4-week to 12-week time points.

Histological observations at the 16-week time point revealed the presence of new ordered bone formation around both screw and cylinder types of indigenous pure titanium metal implant test specimens. Weinaender has proposed that for the complete understanding of stimulation of bone growth around dental implants, a thorough knowledge is necessary regarding the reaction of bone to trauma and to a variety of implant materials. Atraumatic preparation of the bone implant bed serves to create the most favorable situation for the formation of bone around implant material. New ordered bone formation is also seen around both cylinder-type chromium-cobalt alloy test specimens. Venable first reported that chromium-cobalt alloy could be considered an acceptable implant material because of its excellent corrosion resistance. The histological study under the stereomicrograph had shown normal bone healing to indigenously produced pure titanium metal implant test specimens over a period of 4 weeks to 16 weeks after implantation. Histological observations of a cross section of the implant site at 16 weeks were suggestive of osseointegration of bone around indigenously produced pure titanium metal implant test specimens. Many studies are still going on to assess the osseointegration of dental implants.

**CONCLUSION**

There was ample evidence indicating the bioacceptability of indigenously produced pure titanium dental implant material. There was no variation in tissue reactions to both screw and cylinder types of pure titanium dental implant test specimens. New ordered bone was formed around indigenously produced pure titanium dental implant material over a period of 16 weeks after implantation, suggestive of osseointegration around the bone-implant interface. Results of this research indicate the suitability and acceptability of indigenously produced pure titanium metal dental implants.

**ABBREVIATIONS**

CT: collagen tissue  
MB: mature bone  
YOB: young ordered bone

**ACKNOWLEDGMENTS**

I express my immense gratitude and indebtedness to my professor and guide, Late B. Sreerama Murthy, for his help, suggestions, and constant encouragement throughout this study. I am thankful to former Lt Gen T. Ravindranath for his kind help in providing the test specimen samples and encouragement for this study. This work was supported by the Institute of Nuclear Medicine and Allied Science, New Delhi, and the Defense Metallurgical Research Laboratory, Hyderabad, which supplied the indigenously produced pure titanium implant specimens for this study. The study was done on rabbits at the Center for Cellular and Molecular Biology, Hyderabad, India. The histological findings of the specimens were done at the National Institute of Nutrition, Hyderabad, India.

**REFERENCES**

10. Mehta RK, Ravindranath T, Khandelwal BL. Indigenously...