Custom Cast Post Treatment on an Implant Platform in 2 Patients

Erhan Dilber, PhD, DDS1*
Ebru Nur Baytaroğlu, DDS1
Haluk Barış Kara, PhD, DDS2
Özlem Kara, PhD, DDS3

INTRODUCTION

The use of implant-supported prostheses to replace missing natural teeth has become an accepted treatment approach in dentistry. Although implant prostheses have a high overall success rate, numerous complications have been reported, and the device sometimes fails. The biological complications associated with the use of the device include peri-implant radiolucency, peri-implantitis, and loss of osseointegration radiographically. Mechanical failure of implant components can manifest in the form of loosened screws, loss of retention, screw or fixture fracture, and porcelain or framework fracture.1–3

Screw complications are caused by screw-joint instability, which may occur due to bruxism, unfavorable superstructure, overloading, malfunction, interceptive occlusal contact, metal fatigue after screw loosening, and component misfit.4–6 While several factors may affect screw complications, the most important are (1) adequate preload, (2) a precise fit of the mating implant components, and (3) basic antirotational characteristics of the implant and abutment interface. To avoid screw loosening, a precise fit between the mating implant components is very important; once a screw is loosened, the resulting metal fatigue may lead to screw fracture.1 The most catastrophic mechanical complication is fixture fracture, which is usually caused by loss of the implant.7 The causes of fixture fractures in the posterior region include cantilevers, bruxism, and heavy occlusal forces; all lead to bending overload.8,9 To avoid fixture fracture, the manufacturer currently recommends the use of a wider diameter fixture and a second fixture, and heavy occlusal forces; all lead to bending overload.8,9

When an abutment screw is fractured or deformed, it must be removed without damaging the implant body for the new abutment.11 Location of the fracture along the abutment screw dictates the removal method of the broken fragments. If a fracture occurs above the implant head, an explorer, hemostat forceps, or straight probe may be successful in removing the fractured fragments. When the fracture occurs below the implant head, other specialized removal systems are required, such as retrieval instruments (Nobel Biocare, Zurich, Switzerland), the Neo Screw Remover Kit (Neobiotech, Seoul, Korea), and the Implant Repair Kit (ITI Dental Implant System. Institute Straumann, AG, Waldenburg, Switzerland).12–15

Removal and replacement of the fractured fragment with a new abutment is the appropriate option for most patients, but in some patients, an alternative solution may be required. The present clinical report presents an alternative method for removal of a deformed abutment screw and trapped healing cup without damaging the implant components.

CLINICAL REPORTS

Patient 1

A 67-year-old partially edentulous women patient with type 2 diabetes was examined at the Department of Prosthodontics, Sifa University Faculty of Dentistry, Izmir, Turkey, due to a missing implant crown at teeth number #6, #7, and #8. On clinical and radiographic examination of the implant site, the abutment at right maxillary central incisor was healthy with no visible deformation, but at right maxillary lateral and canine, deformation was observed in the implant screw thread (Figure 1). Severe thread and neck deformation limited us to connect the abutment so that we did not try to solve the problem with searching the manufacturer’s brand name.

The screw was impossible to retrieve due to the thread deformation, and the implants could not be removed because they were well osseointegrated and showed no signs of peri-implantitis. Furthermore, the duration of healing required to achieve a second osseointegration has not been determined in diabetic patients.16 An alternative treatment option was needed in this situation; therefore, a custom cast post was elected for the implant platform.

To secure the custom cast post, a hole was drilled into the implant screw with a diamond bur (Super Coarse, 180 to 200 µm, No:544; Acurata GmbH, Thurmansbang, Germany) in a high-speed handpiece (320 000 rpm) under water-cooling. An impression of the implant site was obtained using an endodontic file and a small amount of vinyl polysiloxane impression material (Speedex Light Body; Coltane/Whaledent, Altstätten, Switzerland; Figure 2). A second impression was then made using with a heavy-body silicone (Speedex Heavy Body, Coltane/Whaledent; Figure 3). Custom cast posts were fabricated in the dental laboratory using a chrome-cobalt alloy (Figure 4).
In a subsequent appointment, the custom cast posts were fitted at the implant site for proper fit. The posts were then cemented onto the implant platform with self-polymerize resin cement Panavia F 21 (Kuraray Medical Inc, Tokyo, Japan) and an impression was made for the metal-ceramic restorations with silicone mold (Speedex, Coltane/Whaledent; Figure 5). Metal-ceramic restorations for right maxillary central, lateral, and canine incisors were fabricated in the dental laboratory. The restorations were adjusted for retention, stability, vertical dimension, occlusal, and esthetic criteria, and then cemented with provisional implant resin cement (Premier Implant Cement, Premier Dental Product Company, Plymouth, Pa; Figures 6 and 7). The patient was scheduled for periodic referrals and 1 year following the initial treatment, no mobility, bleeding, radiolucency, nor peri-implantitis were observed. The surgeon put 2 implants at the posterior region with bone graft (Figure 8).

Patient 2

A 45-year old male partially edentulous patient was examined at the Department of Prosthodontics, Selçuk University Faculty of Dentistry, Konya, Turkey, due to a missing crown at mandibular left second premolar. The patient had a standard Straumann 4.1-mm platform diameter regular neck (RN) implant with wedged healing cap at mandibular left second premolar.

On clinical and radiographic examination of the implant site, an implant with a wedged healing cap was observed at mandibular left second premolar (Figure 9a). The healing cap could not be removed with torque meter with reverse direction. Therefore, a custom cast post was recommended for the implant platform using the same clinical and laboratory preparation as described for patient 1.

To secure the custom cast post, a hole was drilled into the implant screw using a diamond bur (Super Coarse, 180 to 200 μm, No:544; Acurata GmbH) in a high-speed handpiece (320 000 rpm) under water-cooling, and a direct impression was made on the implant platform with silicone mold (Speedex, Coltane/Whaledent; Figure 9b). The custom cast post was fabricated in the dental laboratory, cemented onto the implant platform with C & B Metabond (Parkell Products, Farmingdale, NY), and the impression made for the metal-ceramic restoration with silicone mold (Speedex, Coltane/Whaledent). The metal-ceramic restoration of mandibular left second premolar was fabricated in the dental laboratory and cemented onto the implant platform with provisional implant resin cement (Premier Implant Cement, Premier Dental Product Company; Figure 9c). The patient was scheduled for periodic referrals and 1 year following the initial treatment (Figure 9d).

**DISCUSSION**

At present, only 2 reports describe a technique to convert the screw chamber into a custom cast post space and construct a post-core for prosthetic treatment. Both these reports present a similar solution for prosthetic treatment of a screw fracture.

In this clinical report, the first patient underwent prosthetic treatment of an implant with a deformed screw thread, and the second patient had a lodged healing cap that could not be removed from the implant platform. The implant manufacturer for the first patient was unknown. Implant removal was not
considered in either situation because the sites were healthy except for the screw thread deformation. The implants were osseointegrated, the bone showed no signs of peri-implantitis, and the patients declined implant removal. Moreover, removal of the deformed and wedged screws was impossible. The first patient was diabetic and the duration of bone remodeling and healing time has not been established for diabetic patients; thus, implant removal was not considered. In both patients, an individual cast post was used as an abutment for restoration with fixed metal-ceramic crowns, minimizing the time and cost of a new implant.

Previous studies recommend removal and replacement of a fractured screw with a new screw, being sure to avoid damage to the internal implant threads. However, in some patients, implant removal is impossible, as in the patients described in the present study. An alternative protocol was used in the present clinical report; namely, custom cast posts on the implant platform served as an abutment for restoration with a fixed prosthesis. This method is conservative, easy to perform, cost-effective, quick, and does not require additional equipment, but it should be employed judiciously to prevent further complications such as loosening or fracturing of the custom cast posts. Several factors are important to consider avoiding these complications, including effective cementation of the custom post and implant components, control of occlusion, elimination of interceptive contact, and avoidance of excessive masticatory force and parafunctional activities such as bruxism. In this report, the custom cast posts were cemented onto the implant platform with self-cure resin cement Panavia F 21 containing MDP to improve its adhesive performance to the titanium, as a previous report strongly suggests that MDP is an effective resin.

**Conclusion**

Custom cast posts as an abutment may be an alternative option when a deformed screw thread and wedged healing cup cannot be removed.

**References**


