Restrict relaxants, be aware, and know the limitations of your depth of anaesthesia monitor

G. Schneider* and S. Pilge

Department of Anaesthesiology, HELIOS Clinic Wuppertal, Witten/Herdecke University, Heusnerstr. 40, Wuppertal 42283, Germany

*Corresponding author. E-mail: gerhard.schneider@uni-wh.de

In this issue of the British Journal of Anaesthesia, Schuller and colleagues examined the effect of neuromuscular block on the EEG bispectral index (BIS) in awake subjects. The researchers induced neuromuscular block in awake volunteers, and BIS decreased after administration of mivacurium. This pharmacologically induced decrease may lead to a misinterpretation of neuromuscular block as (deep) anaesthesia. This pharmacologically induced decrease of muscle activity (EMG) is not related to sedative or hypnotic anaesthetic effects. Therefore, analysis of the EMG may not be a useful basis for an index of the level of anaesthesia, and this decrease may lead to a misinterpretation of neuromuscular block as (deep) anaesthesia.

For a previous version of the BIS monitor (BIS A-1000 monitor, BIS version 3.31), a small study in volunteers showed the influence of neuromuscular blocking agents on the BIS index value: with isolated forearm technique, neuromuscular block was induced in awake volunteers, and BIS decreased after administration of succinylcholine, while subjects were able to move the isolated hand to command.

This study has often been cited, and subsequently the A-2000 monitor and BIS XP™ platform were released. This version of the BIS included a new sensor with an additional electrode above the eyebrow. This additional electrode was designed to identify signal contents related to muscle activity and the monitor now provides an indicator of EMG activity.

Accordingly, the manufacturer suggested that the new hardware and software had solved the problem, but in daily clinical practice, attention had been directed towards the interference of EMG and EEG signals. Dahaba and colleagues tried to analyse the influence of different degrees of mivacurium-induced neuromuscular block on BIS XP™ in patients. They found little influence of mivacurium when administered during propofol anaesthesia, with BIS-values between 40 and 50. This confirmed results of a volunteer study with propofol and mivacurium, which did also not identify a decrease of BIS values when mivacurium was administered at baseline.
BIS between 40 and 50. Both studies have in common that they analyse the influence of neuromuscular block on BIS values, which are already low after propofol administration. After propofol-induced loss of consciousness, both high frequency components of the EEG and (high frequency) EMG activity decrease. In this situation, additional neuromuscular block may not add much changes to the EEG.

Only if EMG activity is present, administration of neuromuscular blocking agents may change the index value. These changes have been observed in patients during anaesthesia8 9 and in the intensive care unit.10

The clinical interpretation of this EMG influence requires caution. In many instances, the effect of EMG on BIS was treated as artifactual neuromuscular block may not add much changes to the EEG.

The described misreading of EMG influence arises - at least in part - from the fact that the BIS algorithm is proprietary and unknown to the clinical user: it can only be observed that EMG has an influence on BIS, but it cannot be deducted from the algorithm how much EMG contributes to BIS in general, or how much EMG contributes to calculation of low and high BIS values. The results of Schuller’s study show that the influence of EMG on BIS is so high that the absence of EMG leads to BIS values representing ‘surgical anaesthesia’.

As a consequence of Schuller’s findings, several recommendations and guidelines should carefully be revised: BIS monitoring has been recommended in ICU-patients, in particular when neuromuscular blocking agents are administered.11 As the present data show, this may in particular be a situation with misleading BIS values.

Despite of these limitations, EEG-based monitoring of the hypnotic component of anaesthesia, has introduced a monitor of the anaesthetic effect on the main target organ of general anaesthesia, into daily clinical practice. With the broader application of monitors of the hypnotic component of anaesthesia, EEG-based monitoring has evolved from a research method to a clinical tool. It has been demonstrated that after a brief structured training in EEG reading and practical application in the operating theatre, anaesthetists are able to estimate the BIS value from the unprocessed EEG.12 This demonstrates the feasibility of intraoperative EEG monitoring as an integral part of anaesthesia monitoring. EEG-based monitoring allows a specific assessment of anaesthetic effects on the main target organ of anaesthesia. With the knowledge of its limitations, even the application of an anaesthesia index may be useful. But if such an index is used, it is essential to know not only its advantages, but also its limitations, to avoid misinterpretation of index values: as shown by Schuller and colleagues, neuromuscular block may mimic deep anaesthesia index values, even in awake subjects. Thus, the risk of awake paralysis is increased with possible critical consequences for the patient. Therefore, it may be useful to use an EEG-based monitor, but its usefulness under neuromuscular block is limited. This limitation is because of the use of high frequency components of the EEG and the probabilistic approach.

now, our knowledge about mechanisms behind anaesthesia-induced unconsciousness has increased and future research should focus on the development of an index, which is based on underlying mechanisms of anaesthesia-induced unconsciousness. As long as such an indicator is not available, it may be useful ‘to relax, be aware, and know what you are doing’.13 but more appropriate to restrict neuromuscular block, be aware, and know the limitations of your anaesthesia hypnosis monitor.

Declaration of interest

None declared.

References