The ‘left’ ventricle during pulsatile mechanical assistance: reliability of cardiac output monitoring with an uncalibrated pulse contour method

Sabino Scioletta1, Luigi Muzzi2*, Salvatore Mario Romano3, Igor D. Gregoric4, and Howard O. Frazier4

1Department of Surgery and Bioengineering, University of Siena, Siena, Italy; 2Department of Heart and Great Vessels, University of Rome “Sapienza”, Rome, Italy; 3Department of Critical Care Medicine and Surgery, University of Florence, Florence, Italy; and 4Department of Cardiovascular Surgery, Texas Heart Institute at St. Luke’s Episcopal Hospital, Houston, Texas

* Corresponding author. Tel: +39 0773 651473, Fax: +39 0773 489403, Email: luigimuzzi@hotmail.com

The determination of cardiac output (CO) during mechanical circulatory support (MCS) is crucial since low-output syndrome is the main cause of death in such patients.

A new uncalibrated pulse contour method (PCM) named PRAM (pressure recording analytical method) has recently been introduced in the clinical practice and validated in animals, humans, and patients assisted with axial flow pumps.

The figure illustrates CO monitoring by PRAM in a patient during pulsatile left ventricular assist device assistance (HeartMate-I Thoratec Corporation, Pleasanton, CA, USA) (Panel A). The discrepancy between pump (operating in fixed-rate mode at 50 b.p.m.) and patient heart rate (paced at 85 b.p.m.) shows that some spontaneous ventricular contraction still occurred and resulted in a residual ventricular ejection (Panel B).

A good agreement between PRAM-CO and ThD-CO estimations was found in all the determinations whereas an apparent bias (about 10% overestimation) with respect to values of pump console (device calculated output) was observed (Panel C).

A retrospective analysis by PRAM (Panel D) demonstrated that, depending on loading conditions, each residual systolic-arterial wave resulted from an adjunctive ventricular stroke volume of about 5–8 mL. Although this is relatively small, with a heart rate of 85 b.p.m., left ventricle actually contributed to ‘total’ CO with 400–600 mL/min (about 10% of ‘total’ PRAM estimated CO).

PRAM technique overcomes the limitations inherent to thermodilution (ThD)-based devices (unreliable during right or biventricular support because of the ‘indicator loss’ occurring in right heart sections) and other PCMs based on ‘cold bolus’ trans-pulmonary thermodilution calibration which are not applicable during any type of MCS. It allows a less-invasive, beat-by-beat monitoring, deriving CO values from peripheral arterial pressure waves (radial artery), and seems to provide an actual estimation of the ‘total’ systemic blood flow (device derived plus residual ventricular ejection) in patients assisted with pulsatile VADs.

Published on behalf of the European Society of Cardiology. All rights reserved. © The Author 2009. For permissions please email: journals.permissions@oxfordjournals.org.