Off-pump correction of an apical pseudoaneurysm after transcatheter aortic valve implantation

Diego Felipe Gaia*, João Roberto Breda, Enio Buffolo and José Honório Palma

Department of Cardiovascular Surgery, Federal University of São Paulo, São Paulo, Brazil

* Corresponding author. Department of Cardiovascular Surgery, Federal University of São Paulo, Napoleão Barros 715, 3th Floor, 04038-000 São Paulo, Brazil.
Tel: +55-11-55764055; fax: +55-11-55712719; e-mail: drgaia@terra.com.br (D.F. Gaia).

Received 12 September 2012; received in revised form 26 September 2012; accepted 1 October 2012

Keywords: Aortic valve replacement • Aneurysm • Myocardial injury

A 61-year old patient presenting with an apical pseudoaneurysm after transcatheter aortic valve implantation (Braile Inovare) (Fig. 1). The pseudoaneurysm was punctured and a Foley catheter was placed inside the left ventricle. The Foley catheter was pulled in order to temporarily occlude the pseudoaneurysm (Fig. 2) allowing pledget sutures to close it.

Figure 1: (A) Echocardiogram. An apical view revealing the pseudoaneurysm sac. (B) Echocardiogram. Doppler revealing flow inside the aneurysmal sac.

Figure 2: (A) Echocardiogram. A Foley catheter inside the left ventricle cavity. (B) Surgical aspect. Foley catheter in position.