How to remove subannular pannus formation beneath the prosthetic valve

Celalettin Gunay¹, Faruk Cingoza, Murat Taylasoglu²,* and Bilgehan Savas Oz²

¹ Department of Cardiovascular Surgery, Gulhane Military Medical Academy, Etlik, Ankara, Turkey
² Department of Cardiovascular Surgery, Diyarbakir Military Medical Hospital, Yenisehir, Diyarbakir, Turkey

* Corresponding author. Department of Cardiovascular Surgery, Diyarbakir Military Medical Hospital, 21100 Yenisehir, Diyarbakir, Turkey. Tel: +90-412-2288221; fax: +90-412-2236237; e-mail: mrttvls@gmail.com (M. Tavlasoglu).

Received 22 January 2013; received in revised form 28 January 2013; accepted 3 February 2013

Keywords: Pannus • Subvalvular

The subvalvular pannus was removed with a hook, a forceps and a scalpel in a 61-year-old female patient. The ‘hook’ was used for separating the pannus from the inferior border of the ring of the mechanical valve prosthesis (Fig. 1). After rotating the leaflets, the remaining pannus was completely excised (Fig. 2).

Figure 1: It was almost impossible to remove the pannus completely by forceps and an open tipped suction, so we used a hook to reach the area beneath the leaflets. The pannus was separated from the inferior border of the ring of the mechanical valve prosthesis. The hook is a surgical instrument with a curved tip used to catch, drag, suspend or fasten something, most frequently the suture material (arrow).

Figure 2: After the pannus was separated from the prosthesis, it was grasped by the help of forceps and cut by a scalpel and removed.