Let me out—of the Synthes fixation system

Filip W.N. Haenen*, Tim Smith and Edgar Daeter

Department of Cardiothoracic Surgery, St. Antonius Hospital, Nieuwegein, Netherlands

* Corresponding author. Department of Cardiothoracic Surgery, St. Antonius Hospital, 3435 CM Nieuwegein, Netherlands. Tel: +32-473-840324; e-mail: filip.haenen@gmail.com (F.W.N. Haenen).

Received 5 October 2018; received in revised form 24 October 2018; accepted 30 October 2018

Keywords: Sternal refixation • Sternal non-union • Thoracic surgery • Titanium sternal fixation system

Figure 1: Recurrent sternal pain—status after the refixation with the Synthes® Sternal Fixation System, with (arrows) upward migration of the emergency release pin to prevent migration and subsequent luxation of the titanium sternal fixation system.