Three-Dimensional Cataract Crystalline Lens Imaging With Swept-Source Optical Coherence Tomography

Alberto de Castro,1 Antonio Benito,1 Silvestre Manzanera,1 Juan Mompeán,1 Belén Cañizares,2 David Martínez,2 Jose María Marín,2 Ireneusz Grulkowski,3 and Pablo Artal1

1Laboratorio de Óptica, Universidad de Murcia. Campus de Espinardo, Edificio 34, 30100 Murcia, Spain
2Servicio de Oftalmología, Hospital Virgen de la Arrixaca, Ctra. Madrid-Cartagena, El Palmar, Murcia, Spain
3Institute of Physics, Faculty of Physics, Astronomy and Informatics, Nicolaus Copernicus University, Toruń, Poland

Correspondence: Pablo Artal, Laboratorio de Óptica, Universidad de Murcia. Campus de Espinardo, Edificio 34, 30100 Murcia, Spain; pablo@um.es.

Submitted: December 9, 2017
Accepted: January 15, 2018

Purpose. To image, describe, and characterize different features visible in the crystalline lens of older adults with and without cataract when imaged three-dimensionally with a swept-source optical coherence tomography (SS-OCT) system.

Methods. We used a new SS-OCT laboratory prototype designed to enhance the visualization of the crystalline lens and imaged the entire anterior segment of both eyes in two groups of participants: patients scheduled to undergo cataract surgery, n = 17, age range 36 to 91 years old, and volunteers without visual complaints, n = 14, age range 20 to 81 years old. Pre- cataract surgery patients were also clinically graded according to the Lens Opacification Classification System III. The three-dimensional location and shape of the visible opacities were compared with the clinical grading.

Results. Hypo- and hyperreflective features were visible in the lens of all pre–cataract surgery patients and in some of the older adults in the volunteer group. When the clinical examination revealed cortical or subcapsular cataracts, hyperreflective features were visible either in the cortex parallel to the surfaces of the lens or in the posterior pole. Other type of opacities that appeared as hyporeflective localized features were identified in the cortex of the lens. The OCT signal in the nucleus of the crystalline lens correlated with the nuclear cataract clinical grade.

Conclusions. A dedicated OCT is a useful tool to study in vivo the subtle opacities in the cataractous crystalline lens, revealing its position and size three-dimensionally. The use of these images allows obtaining more detailed information on the age-related changes leading to cataract.

Keywords: cataract type, cataract models, optical coherence tomography, lens opacity

Cataract is the leading cause of blindness worldwide,1 and is a condition characterized by the progressive loss of the transparency of the crystalline lens that results in visual impairment. Multiple factors, such as aging, disease, genetics, nutritional or metabolic deficiencies, trauma, congenital factors, and environmental stress (e.g., radiation), can contribute to the development of cataracts, with age being the major contributor.2–5 Cataracts are classified according to their location or cause. Nuclear cataracts are characterized by an increase of light scattering in the nucleus of the crystalline lens and can be accompanied by a myopic shift and an increase in yellow coloration due to the absorption of wavelengths in the blue end of the spectrum. A cataract is called cortical when located in the cortex. These have typically a spike-like shape, are thicker in the periphery, progress slowly, and have been observed to expand to adjacent fiber cells.2,4,5 A posterior subcapsular cataract is located just beneath the posterior capsule and affects vision significantly very early due to its location along the visual axis and close to the nodal point of the eye.8

In clinical practice, a slit lamp is routinely used to visualize the opaque lens and determine if the patient should undergo cataract surgery. Although this is ultimately decided by estimating the impact of the cataract in a patient’s vision, different metrics have been proposed to quantify the opacities using slit lamp images with the purpose of evaluating its influence and studying its progression. The presence and severity of the cataract can be determined by trained graders comparing the photographs with a series of standards. Several of these systems exist,1,7–10 and most of them are based on input data from slit lamp images. Although some are very complete but difficult to apply clinically,7 others focus on the possibility to quickly evaluate the cataract in a simple and reproducible way1,8 or are designed to grade a specific type of cataract.10 Currently, the most widely used system is the Lens Opacities Classification System III (LOCS III),9 which evaluates the cataract using slit lamp images of the lens with either direct focal or retro illumination. Direct focal illumination allows observing an image of a section of the lens. It is achieved by directing a bright thin beam of light obliquely into the eye and focusing it so that only a section of the lens is illuminated. Retro-illumination technique is used to obtain an aerial view of the opacities of cornea and lens and is performed by aligning the beam of light with the observation axis so that the light bounces off the fundus and returns to the observer back through the pupil. The cataracts are graded by comparing the observed images with a standard using four aspects: the nucleus opalescence (NO) and the nucleus color (NC), the
cortical cataract (C), and the posterior subcapsular cataract (P). Although the first two values, NO and NC, evaluate the scattering properties of the nucleus, C and P are estimations of the percentage of the pupillary area occupied by the cortical or subcapsular opacities, respectively.

Other imaging techniques, such as Scheimpflug imaging or optical coherence tomography (OCT), also have been used extensively to obtain information of the crystalline lens. Different parameters to grade a given cataract using Scheimpflug have been proposed. For example, the number of images affected by cortical cataract or the number of opaque pixels in the cortex were suggested to evaluate the degree of cortical cataract, and although some studies showed that the average signal in the lens nucleus was shown to be related to the nuclear cataract grading, other authors suggested that more complex metrics using the full shape of the image intensity profile with depth should be used to correctly classify the opacity. OCT studies on cataract classification are not so common, but this imaging technique is becoming extensively to obtain information of the crystalline lens. Different protocols that kept the imaging time below 1.9 seconds. A raster scan pattern with 1990 × 50 A-scans allowed high lateral-resolution images (4 μm and 8 μm for 8 × 8 mm² and 16 × 16 mm² imaging range, respectively), whereas a pattern with 300 × 300 A-scans allowed equal scan density in the horizontal and vertical axis (26 μm and 53 μm for 8 × 8 and 16 × 16 mm², respectively). The axial resolution of the OCT was 8 μm, and an imaging range of 22.2 mm in air was spanned over 4096 pixels in the OCT image.

Subjects
The anterior segment was studied in two groups of participants: 15 healthy volunteers without complaints about their vision (age range 13–81, mean 45 years old) and 16 precataract surgery patients (age range 36–91, mean 67 years old) who had been selected by their ophthalmologist to undergo cataract surgery in a local hospital. All patients were imaged 2 weeks before surgery, and one to two drops of 1% Tropicamide was administered to dilate the pupil and paralyze accommodation. After dilation, a clinical examination of the anterior segment was performed in the pre- cataract surgery patients with a slit lamp, and the opacity present in the crystalline lens was graded according to the LOCS III standard by an experienced ophthalmologist. Then, several 3-D volumetric images of the entire anterior segment were acquired with the SS-OCT. The complete examination time took less than 30 minutes. All practices and research adhered to the tenets of the Declaration of Helsinki and were approved by the institutional review boards of the University of Murcia. An informed consent was obtained from all the subjects in the study after explanation of the procedures and the possible consequences.

Image Analysis
A MATLAB (MathWorks, Natick, MA, USA) routine was written to load all the B scans corresponding to a 3-D volumetric data.
set, display them with the right aspect ratio, and project laterally or axially the maximum intensity. Either the whole volume or a section could be used to generate projection images (Fig. 2). The 1900 \times 50 OCT images allowed the visualization of different horizontal sections of the lens in detail and the 300 \times 300 images were used to construct the volumetric image and to project the maximum intensity either laterally or axially. From these series of images, 3D video clips of the anterior segment can be produced (see Supplementary Movie S1).

We observed hyper- and hyporeflective features in the lens of all the pre-cataract patients imaged. These seemed to correspond with different types of cataracts and were grouped visually by their similarity and their characteristics compared with the score in the LOCS III grading.

Additionally, a semiautomatic algorithm was developed to calculate the average OCT signal in the central area of the lens. Although the power of the SS laser and the working distance was kept constant, to account for possible differences in the signal strength, the average signal in the area behind the iris was used as a background. The pupil was manually segmented and the average signal in the A-scans corresponding to the central 1 mm was evaluated. The anterior and posterior lens surfaces appeared in the image densitometry curves as narrow spikes and were used to locate the crystalline lens. The percentage corresponding to the anterior cortex, nucleus, and posterior cortex was calculated using an age-dependent model \(^{20}\) and the intensity of the OCT signal was compared with the LOCS III standard score. Pearson correlation coefficient was used to assess statistical significance.

**RESULTS**

**Cataract Imaging**

We observed hypo- and hyperreflective features in the crystalline lenses of every pre-cataract surgery patient. Because these were never observed in the images of young crystalline lenses, and due to their shape and because some of them blocked the OCT signal, we assumed that these structures corresponded to cataract opacities. Access to volumetric images enabled generation of the projections of the maximum intensity in the lateral and axial directions. Those projections allowed a better visualization of the opacities present in some of the lenses and a better understanding of the similarities and differences between them.

The most common and notable opacity extended parallel to either the anterior or the posterior surface of the lens and seemed to be more pronounced in the periphery of the pupil. These were always hyperreflective and probably corresponded to cortical cataracts. As an example, in Figure 3, the central B-scan and the 3-D projections in both the meridional and axial directions of an eye with a cortical cataract can be observed. We observed cortical cataracts in 13 of the 17 pre-cataract surgery patients studied, bilaterally on 6 of them. They were located in the anterior or the posterior cortex only in 3 and 5 lenses, respectively, and in both the anterior and the posterior cortex in 11 lenses. In one of the older participants without visual complaints (age 62), we identified one of these cataracts in the posterior cortex of the lens. In every pre-cataract surgery patient where these structures were observed, the cortical cataract grading of LOCS III was different from 1.

Subcapsular cataracts appeared in the OCT images as hyperreflective that grew next to the posterior capsule of the crystalline lens (Fig. 4). These were observed in 4 of 17 pre-cataract surgery patients, bilaterally in 1 of them. Small features that looked like small subcapsular cataracts were observed in two of the participants without visual complains, binocularly in one of them (age 62) monocularly in the other (age 81).

A different kind of feature that was observed only in pre-cataract surgery patients was hyporeflective localized areas that looked like defects on the crystalline lens tissue (Fig. 5).
Their size, measured in the cross-sectional images, was relatively small (range, 20–200 μm). They were always located in the cortex of the crystalline lens and centered in the pupil.

Densitometry Measurements

The anterior and posterior cortex and the nucleus were identified in all the images, and the average OCT signal at the nucleus in the central 1 mm, which can be considered a measurement of the amount of light reflected and backscattered by the tissue in the area, was studied as a function of age and the nuclear opalescence grading on the LOCS III scale. We observed a statistically significant correlation between the average OCT signal in the nucleus of the lens and the nuclear opalescence grading on the LOCS III scale (Fig. 6A). Also, the values of OCT signal in the nucleus increase, on average, with age, indicating an increment on the scattering of the nucleus with age (Fig. 6B).

DISCUSSION

We have performed volumetric imaging of the crystalline lens of pre–cataract surgery patients using a dedicated noncontact long-depth-range SS-OCT system. In the images, we were able to visualize different types of opacities and obtain precise information about their size and location in the crystalline lens. We used high-resolution B-scan images to observe two-dimensional sections of the lens and we projected the maximum intensity laterally and axially to improve the visualization of the opacities and to locate them in the lens.

Other imaging systems, such as Scheimpflug, have been used in the past to study the presence of cataracts in the crystalline lens. Problems related to the dynamic range of the sensor in different systems can be solved by calibrating the instrument with different neutral density filters to calculate the optical intensity instead of relying on the pixel intensity.\(^{21}\) It was observed that different features of the lens correlated well with LOCS III grading and hence could be used to grade the cataract.\(^{11,16}\) However, due to its configuration, blockage of eyelids and eyelashes can affect the intensity of Scheimpflug images, and the visible wavelength used can be absorbed by the cataract itself, decreasing densitometry values and the amount of light transmitted to deeper structures.\(^{22}\) Using polarized light in biomicroscopy, it was shown that polarized light can be used to observe structures not visible with standard biomicroscopic techniques.\(^{23}\) This suggests that polarization could improve the contrast when imaging cataracts with both Scheimpflug and OCT systems.

We have illustrated the appearance of different opacities in the crystalline lens of pre–cataract surgery patients in a comprehensive way when imaged with a 3-D volumetric SS-OCT. We computed the average OCT signal in the central 1 mm of the pupil and observed that the image intensity in the nucleus of the crystalline lens correlated well with the
subjective nuclear opalescence score assigned by an ophthalmologist using a slit lamp, suggesting that the average OCT signal in the nucleus can be informative of the degree of nuclear cataract in the crystalline lens. This was recently reported in studies in which the nucleus was semiautomatically detected in two-dimensional images of the anterior segment.\textsuperscript{17,18} The SS-OCT system can rapidly acquire 3-D images of the crystalline lens using longer wavelengths, which should improve the images of the lens behind a cataract due to its better penetration. The intensity of the OCT signal can be used to quantify the scattering properties of the nucleus or other type of opacities, and the ability to rapidly obtain high-resolution 3-D images of the crystalline lens can help locating the cataract in both the axial and meridional plane, determining its size, the pupil area occupied by the opacity, or measuring small changes as the cataract develops. Finally, the images may be informative of the cataract hardness, as has been proved with other imaging techniques, such as ultrasound biometry or Scheimpflug camera. Using an ultrasound probe, acoustical parameters such as velocity, attenuation or backscattered signal were observed to be predictive of cataract hardness in animal models,\textsuperscript{24–26} and the image intensity in the lens nucleus in Scheimpflug images was found to correlate with phacoemulsification time or average phacoemulsification power,\textsuperscript{14,27} suggesting that imaging before the surgery may be useful to plan some of these parameters.

It can be argued that the OCT light wavelength is far from the visible wavelength and that the images are obtained due to the backscattering properties of the opacities and not the forward scattering, which is what the patient will finally experience. There are methods to calculate the amount of forward scattering in visible wavelengths either requiring participation from the subject using psychophysical techniques\textsuperscript{28} or objectively with double pass images.\textsuperscript{29} These methods can be used to determine the amount of forward scattering introduced by the ocular media and have been found to correlate well with the LOCS III classification system.\textsuperscript{30} These indices do not determine where the scattering originates, but they calculate the magnitude of the intraocular scattering that can be used to estimate the influence in the image projected in the retina.

This study focused on imaging the cataracts and provided qualitative data on the location of the lens opacifications imaged with OCT systems, which is rapidly becoming a common technique to image the anterior segment. Although the advantage of SS-OCT modality includes access to volumetric information with micrometer resolution, the limitations of the study stem from the corneal specular reflection (which saturates the OCT images), as well as from the inability to visualize the crystalline lens behind the iris (the periphery of the lens is usually the place of formation of opacifications at early stages).

To summarize, 3-D SS-OCT enables comprehensive visualization of the opacifications of the crystalline lens in vivo, revealing their positions and sizes. The access to micrometer-resolution information on optical properties of the aging lens may allow a detailed study of the age-related changes leading to cataract.
FIGURE 5. Hyporeflective localized structures localized in the posterior capsule of a 91-year-old female (A–D) and in the anterior capsule of a 69-year-old male (E–H). The hyporeflective defect can be clearly observed in the two-dimensional images (A, E), and the axial projection reveals the extent that, as can be seen in the second example (G), can be quite large. Shadows of the cataract can be observed in the projection of the posterior part of the lens (H). Scale bars: 1 mm.

FIGURE 6. (A) Correlation between the OCT intensity in the nucleus and the clinical LOCS III grading. The intensity of the OCT signal in the non pre–cataract surgery patient crystalline lens images was added to the plot using empty symbols for comparison. (B) OCT signal in the nucleus as a function of age. The points were colored using the subjective NO LOCS III grade and empty symbols were used to represent participants without visual complains.
Cataract Crystalline Lens Imaging With SS-OCT

Acknowledgments


Disclosure: A. de Castro, None; A. Benito, None; S. Manzanera, None; J. Mompeán, None; B. Cañizares, None; D. Martínez, None; J.M. Marín, None; I. Gruulkowski, None; P. Artal, None.

References