Patterns of Fundus Autofluorescence Lifetimes In Eyes of Individuals With Nonexudative Age-Related Macular Degeneration

Lydia Sauer, Rebekah H. Gensure, Karl M. Andersen, Lukas Kreilkamp, Gregory S. Hageman, Martin Hammer, and Paul S. Bernstein

1Department of Ophthalmology and Visual Sciences, John A. Moran Eye Center, University of Utah, Salt Lake City, Utah, United States
2Department of Experimental Ophthalmology, University Hospital Jena, Jena, Germany
3Geisinger Commonwealth School of Medicine, Scranton, Pennsylvania, United States
4Sharon Eccles Steele Center for Translational Medicine, John A. Moran Eye Center, University of Utah, Salt Lake City, Utah, United States

Correspondence: Paul S. Bernstein, John A. Moran Eye Center, University of Utah, 65 Mario Capecchi Drive, Salt Lake City, UT 84132, USA; paul.bernstein@hsc.utah.edu.
Submitted: January 1, 2018
Accepted: May 11, 2018

PURPOSE. To investigate fundus autofluorescence (FAF) lifetimes in patients with nonexudative AMD.

METHODS. A total of 150 eyes of 110 patients (mean age: 73.2 ± 10.7 years) with nonexudative AMD, as well as a healthy group of 57 eyes in 38 subjects (mean age: 66.5 ± 8.7 years), were included. Investigations were conducted at the University Eye Clinic in Jena, Germany, as well as the Moran Eye Center in Salt Lake City, Utah, USA, using the Heidelberg Engineering Spectralis-based fluorescence lifetime imaging ophthalmoscope (FLIO). A 30° retinal field centered at the fovea was investigated. FAF decays were detected in short (498–560 nm) and long (560–720 nm, LSC) spectral channels. The mean fluorescence lifetimes (τm) were calculated. Optical coherence tomography scans and fundus photographs were also recorded.

RESULTS. In patients with nonexudative AMD, FLIO shows a ring-shaped pattern of prolonged τm in the LSC. This pattern occurs in all patients with AMD (including very early stages) and in one-third of the healthy controls. FAF lifetimes were longer with more advanced stages. The presence of drusen is associated with prolonged τm when compared with the healthy fundus, but drusen identification is difficult with FLIO only.

CONCLUSIONS. FLIO detects a clear pattern of changes within the fundus, which appears to be AMD-associated. These changes are already visible in early AMD stages and not masked by the presence of other coexisting retinal diseases. These findings may be useful for the early diagnosis of AMD and to distinguish AMD from other retinal diseases.

Keywords: FLIO, fluorescence lifetime imaging, AMD, lipofuscin

AMD is a major cause of vision loss in individuals older than 65 years. The number of affected individuals is still rising, due to the aging of the population. Genetic risk, as well as environment, are involved in AMD pathogenesis. Whereas exudative AMD can be treated with injections of anti-VEGF antibodies and antibody fragments, no treatment is available for nonexudative, early-stage AMD. A protective benefit of carotenoid supplementation has been discussed. Drusen, the hallmark pathological feature of AMD, are extracellular debris deposits located between the basal lamina of the RPE and Bruch membrane’s inner collagenous layer. Chronic inflammation caused by cellular remnants and debris, as well as complement dysregulation, seem to play a role in their development. Currently, nonexudative AMD is clinically diagnosed according to drusen and pigment changes identified on fundus examination as well as optical coherence tomography (OCT) and autofluorescence findings.

Early detection of AMD may provide opportunity to intervene with supplementation and may thus result in a better visual outcome with preserved central visual acuity. In many cases, the initial clinical diagnosis of AMD is correct. However, accumulation of a variety of types of material may also occur in diseases other than AMD. Such diseases may be misdiagnosed as AMD due to the similar appearance between these drusen-like deposits and true AMD drusen. Additionally, various diseases may cause retinal changes and may therefore also be misdiagnosed as the very common AMD. An accurate determination would be helpful for cases of early-onset drusen, which are not related to AMD. Additionally, AMD should be distinguished from other retinal diseases with similar appearance.

Fluorescence lifetime imaging ophthalmoscopy (FLIO) is a novel method to investigate metabolic and disease-related changes within the retina. Measurements based on fluorescence lifetime imaging are very sensitive and may pick up small environmental changes at the human fundus. In the same manner, the investigation procedure should be conducted carefully and consistently. In addition to conventional fundus autofluorescence (FAF) intensity imaging, FLIO also detects the fluorescence decay over time at each pixel, which is known as...
the FAF lifetime. According to the retinal status (healthy or otherwise), FLIO has been shown to exhibit different FAF lifetime patterns. Patterns of healthy eyes have been thoroughly investigated in previous studies. Changes in FAF lifetimes also have been described in other disease states, such as macular holes, Stargardt disease, diabetic retinopathy, central serous chorioretinopathy, macular telangiectasia type 2, retinitis pigmentosa, and AMD-associated geographic atrophy (GA).  

Retinal drusen in AMD were recently investigated in previous studies. Changes in FAF lifetimes also have been described in other disease states, such as macular holes, Stargardt disease, diabetic retinopathy, central serous chorioretinopathy, macular telangiectasia type 2, retinitis pigmentosa, and AMD-associated geographic atrophy (GA).  

The present study shows in vivo imaging results of patients affected with AMD and focuses on early and intermediate stages. Previously, a general prolongation of FAF lifetimes in AMD was described. In the current study, we find that these prolongations appear in a specific FAF lifetime pattern in all eyes affected with early- and intermediate-stage AMD and in one-third of the healthy controls. This pattern is likely disease-associated. In addition, characteristics of different drusen types are investigated.

**METHODS**

This cross-sectional study was conducted at the Department of Ophthalmology at the University Hospital in Jena, Germany, and the John A. Moran Eye Center of the University of Utah in Salt Lake City, Utah, United States. It was approved by a local ethics committee in Jena and by the University of Utah Institutional Review Board. This study adhered to the Declaration of Helsinki. Informed written consent was obtained from all patients before any investigations. All measurements in Jena were performed between April 2014 and April 2016 at the University Hospital in Jena. The measurements in Salt Lake City were performed between March and June 2017 at the Moran Eye Center in Salt Lake City, Utah, United States.

**Procedure**

All patients were examined by an ophthalmologist and diagnosed with nonexudative AMD before inclusion. Eyes with a history of exudative AMD were excluded. Best corrected visual acuity was obtained, and pupils were dilated. Each underwent an FLIO measurement, and all but the healthy controls was 66.5 ± 8.7 years. A detailed characterization of all subjects is given in Table 1.

**Fluorescence Lifetime Imaging Ophthalmoscopy**

The FLIO device setup, safety, and image acquisition have been previously described in detail. Briefly, the prototype FLIO is based on a Heidelberg Engineering Spectralis and records FAF lifetimes in vivo relying on the principle of time-correlated single-photon counting. Two different FLIO devices were used at the two different institutions. FAF lifetime and intensity images were acquired from a 50° field centered at the fovea (excitation wavelength 475 nm). Photons were detected in two separate spectral channels: a short spectral channel (SSC: 498 to 560 nm) and a long spectral channel (LSC: 560 to 720 nm). A high-contrast confocal infrared reflectance image for eye tracking was included.

Fluorescence data were analyzed using the software SPCImage 4.4.2 (Becker & Hickl GmbH, Berlin, Germany). The fluorescence decay was approximated by calculating the least-square fit of a series of three exponential functions; 3 × 3-pixel binning was applied. The amplitude weighted mean fluorescence decay time ($\tau_m$) was used for further analysis. Further details may be found elsewhere.

FAF lifetimes showed significant differences between both devices, as the Jena device presents shorter FAF lifetimes. This is caused by the different calibration of the devices. Nevertheless, even with these differences, both devices showed comparable results with regard to the pattern described below. Therefore, a multicentered study is possible.

SPCImage and FLIMX were used to illustrate the FAF lifetimes. The FLIMX software is documented and freely available for download online under the open source BSD-license (in the public domain, http://www.flimx.de).

All drusen masks were generated according to a combination of the FAF intensity image and fundus photograph. They were marked in the FAF lifetime image, which uses the same cursor as the FAF lifetime image in the SPCImage software.

**Statistical Analysis**

SPSS 21 (SPSS, Inc., Chicago, IL, USA) was used in all statistical analyses. To test for significant $\tau_m$ differences between regions in one eye, a t-test for paired samples was used. To compare hard drusen with soft drusen, a t-test for independent samples was used. Our data followed normal distribution (checked with the Kolmogorov-Smirnov test), and all results are provided as mean ± SD.

**RESULTS**

**Subjects**

This study included a total of 150 eyes from 110 patients with nonexudative AMD without prior evidence of progression to exudative AMD. The mean age over all patients was 73.2 ± 10.7 years. Of particular interest were early and intermediate AMD stages, with 104 of the investigated AMD eyes (mean age: 71.8 ± 10.3 years); 40 of the investigated early/intermediate AMD eyes were pseudophakic. A total of 57 healthy eyes also were included and compared with the eyes with early and intermediate AMD. The mean age of these controls was 66.5 ± 8.7 years. A detailed characterization of all subjects is given in Table 1.

Patients with late AMD (GA, 30 eyes) as well as eyes with AMD and other diseases (AMD and macular telangiectasia type 2 [MacTel]; 8 eyes; AMD and macular hole: 3 eyes) were investigated to check for the AMD-specific pattern (as mentioned below). These eyes were not included in any statistical analyses.

**FLIO Pattern in Eyes With AMD**

FAF lifetimes in AMD show a characteristic pattern of prolonged mean fluorescence decays when looking at the
### Table 1. Characterization of Investigated Subjects

<table>
<thead>
<tr>
<th></th>
<th>Healthy</th>
<th>AMD</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Jena</td>
<td>Salt Lake City</td>
</tr>
<tr>
<td></td>
<td>12</td>
<td>32</td>
</tr>
<tr>
<td>Number of eyes</td>
<td>45</td>
<td>72</td>
</tr>
<tr>
<td>Number of subjects</td>
<td>12</td>
<td>32</td>
</tr>
<tr>
<td></td>
<td>26</td>
<td>44</td>
</tr>
<tr>
<td>Mean age, y, ± SD</td>
<td>67.0 ± 8.0</td>
<td>70.4 ± 7.6</td>
</tr>
<tr>
<td></td>
<td>66.2 ± 9.1</td>
<td>72.0 ± 11.9</td>
</tr>
<tr>
<td>IOL, no. eyes (%)</td>
<td>5 (42)</td>
<td>12 (38)</td>
</tr>
<tr>
<td></td>
<td>14 (51)</td>
<td>28 (39)</td>
</tr>
<tr>
<td>Sex, F/M, n (%)</td>
<td>8 (67)/4 (33)</td>
<td>19 (59)/13 (41)</td>
</tr>
<tr>
<td></td>
<td>13 (50)/13 (50)</td>
<td>27 (38)</td>
</tr>
<tr>
<td>Early AMD, no. eyes (%)</td>
<td>7 (22)</td>
<td>25 (78)</td>
</tr>
<tr>
<td></td>
<td>27 (38)</td>
<td>45 (62)</td>
</tr>
<tr>
<td>Intermediate AMD, no. eyes (%)</td>
<td>25 (78)</td>
<td>45 (62)</td>
</tr>
<tr>
<td>Number of eyes</td>
<td>57</td>
<td>104</td>
</tr>
<tr>
<td>Mean age, y, ± SD</td>
<td>66.5 ± 8.7</td>
<td>71.8 ± 10.3</td>
</tr>
<tr>
<td>Additional eyes</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Late AMD, no. eyes (mean age, y, ± SD)</td>
<td>Jena</td>
<td>19 (79.2 ± 6.0)</td>
</tr>
<tr>
<td></td>
<td>16 (82.6 ± 7.0)</td>
<td></td>
</tr>
<tr>
<td>MacTel + AMD, no. eyes (mean age, y, ± SD)</td>
<td>0</td>
<td>8 (66.5 ± 8.2)</td>
</tr>
<tr>
<td>Macular hole + AMD, no. eyes (mean age, y)</td>
<td>2 (68)</td>
<td>1 (79)</td>
</tr>
<tr>
<td>Total</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Number of eyes</td>
<td>57, 38 subjects</td>
<td>150, 110 patients</td>
</tr>
<tr>
<td>Mean age, y, ± SD</td>
<td>66.5 ± 8.7</td>
<td>73.2 ± 10.7</td>
</tr>
</tbody>
</table>

Bold shows the number of eyes used for statistical analysis.

### Figure 1. FAF lifetime images from the short (498–560 nm, SSC) and the long (560–720 nm, LSC) spectral channel as well as FAF intensity images of two healthy eyes and two eyes with nonexudative AMD.
The area exhibiting this pattern corresponds to the outer ring (OR) from a standardized ETDRS grid. Figure 3A depicts the OR, as well as other regions of interest (ROIs). Investigations conducted across all early and intermediate AMD eyes (both clinical sites) showed foveal \( t_m \) (ROI central area) [ps] that were significantly shorter than \( t_m \) of the OR in both spectral channels (\( P < 0.001 \)) (Table 2). In the case of drusen within the foveal region, foveal \( t_m \) appeared prolonged, but in mean still shorter than at the OR. The differences in FAF lifetimes between the OR and the foveal center were 147 ± 46 ps (LSC) and 103 ± 46 ps (LSC).

By further dividing the OR into four regions, the pattern was most prominent at the superior-nasal side. Here, the longest decay constants were observed (\( t_m \) for regions superior [S]: 417 ± 99 ps; nasal [N]: 419 ± 103 ps; temporal [T]: 382 ± 96 ps; inferior [I]: 390 ± 99 ps). \( t_m \) in S and N regions were significantly longer than in T and 1 regions (\( P < 0.05 \)). No significant differences were found when comparing S with N (\( P = 0.94 \)) and T with I (\( P = 0.56 \)). Figure 3B shows this.

### AMD Compared With Healthy Eyes

FAF lifetimes from eyes with AMD were compared with healthy eyes. Mean FAF decays of the foveal ROI (area C) as well as the pattern-related ROI of the OR were hereby investigated. The FAF lifetimes of the ROIs in healthy as well as AMD eyes are highlighted in form of a boxplot in Figure 3C. Table 2 depicts FAF lifetime differences of healthy eyes as compared with AMD eyes across the different ROIs for both spectral channels. At the fovea, no significant difference was found between healthy and AMD eyes. \( t_m \) in the ROI of the OR, however, did show significant differences between those groups (LSC: \( P < 0.001 \)). Age-matched healthy eyes showed significantly shorter FAF lifetimes at the OR as compared with AMD eyes.

Additional to the investigation of all eyes, the two study sites were also investigated separately. In the smaller Jena cohort, significances were less strong (\( P < 0.05 \)). Comparing the FAF lifetimes from both study sites, lifetimes from area C and the ROI of the OR are significantly shorter in Jena. As mentioned within the Methods section, this is due to a different calibration method. However, when looking at differences between these regions, we did not find any significant difference between the two study sites. Patterns in AMD can be seen similarly in patients from both sites. Nevertheless, to conduct a clean analysis, all further subgroup statistical analyses are presented only on measurements from the Moran Eye Center.

Setting the color range to 300 to 500 ps within the group of presumably healthy eyes from Utah, 6 eyes (mean age: 64 years) showed the same pattern and an additional 10 eyes (mean age: 68.7 years) showed the pattern in a less intense form (trace pattern). In total, 36% of our healthy individuals (mean age: 65.2 years) was found in 41 (64%) of the presumably healthy eyes (mean age: 65.2 years).

The area exhibiting this pattern corresponds to the outer ring (OR) from a standardized ETDRS grid. Figure 3A depicts the OR, as well as other regions of interest (ROIs). Investigations conducted across all early and intermediate AMD eyes (both clinical sites) showed foveal \( t_m \) (ROI central area) [ps] that were significantly shorter than \( t_m \) of the OR in both spectral channels (\( P < 0.001 \)) (Table 2). In the case of drusen within the foveal region, foveal \( t_m \) appeared prolonged, but in mean still shorter than at the OR. The differences in FAF lifetimes between the OR and the foveal center were 147 ± 46 ps (LSC) and 103 ± 46 ps (LSC).

By further dividing the OR into four regions, the pattern was most prominent at the superior-nasal side. Here, the longest decay constants were observed (\( t_m \) for regions superior [S]: 417 ± 99 ps; nasal [N]: 419 ± 103 ps; temporal [T]: 382 ± 96 ps; inferior [I]: 390 ± 99 ps). \( t_m \) in S and N regions were significantly longer than in T and 1 regions (\( P < 0.05 \)). No significant differences were found when comparing S with N (\( P = 0.94 \)) and T with I (\( P = 0.56 \)). Figure 3B shows this.

### AMD Compared With Healthy Eyes

FAF lifetimes from eyes with AMD were compared with healthy eyes. Mean FAF decays of the foveal ROI (area C) as well as the pattern-related ROI of the OR were hereby investigated. The FAF lifetimes of the ROIs in healthy as well as AMD eyes are highlighted in form of a boxplot in Figure 3C. Table 2 depicts FAF lifetime differences of healthy eyes as compared with AMD eyes across the different ROIs for both spectral channels. At the fovea, no significant difference was found between healthy and AMD eyes. \( t_m \) in the ROI of the OR, however, did show significant differences between those groups (LSC: \( P < 0.001 \)). Age-matched healthy eyes showed significantly shorter FAF lifetimes at the OR as compared with AMD eyes.

Additional to the investigation of all eyes, the two study sites were also investigated separately. In the smaller Jena cohort, significances were less strong (\( P < 0.05 \)). Comparing the FAF lifetimes from both study sites, lifetimes from area C and the ROI of the OR are significantly shorter in Jena. As mentioned within the Methods section, this is due to a different calibration method. However, when looking at differences between these regions, we did not find any significant difference between the two study sites. Patterns in AMD can be seen similarly in patients from both sites. Nevertheless, to conduct a clean analysis, all further subgroup statistical analyses are presented only on measurements from the Moran Eye Center.

Setting the color range to 300 to 500 ps within the group of presumably healthy eyes from Utah, 6 eyes (mean age: 64 years) showed the same pattern and an additional 10 eyes (mean age: 68.7 years) showed the pattern in a less intense form (trace pattern). In total, 36% of our healthy individuals from Utah showed the pattern. Of these eyes, however, eight eyes also showed a few small drusen (<63 \( \mu m \)) but no further signs of AMD. A positive family history of AMD was very common in these patients. Figure 4 shows the less intense pattern in a healthy eye, as well as trace pattern. No pattern was found in 41 (64%) of the presumably healthy eyes (mean age: 65.2 years).

### AMD Compared With Healthy Eyes

FAF lifetimes from eyes with AMD were compared with healthy eyes. Mean FAF decays of the foveal ROI (area C) as well as the pattern-related ROI of the OR were hereby investigated. The FAF lifetimes of the ROIs in healthy as well as AMD eyes are highlighted in form of a boxplot in Figure 3C. Table 2 depicts FAF lifetime differences of healthy eyes as compared with AMD eyes across the different ROIs for both spectral channels. At the fovea, no significant difference was found between healthy and AMD eyes. \( t_m \) in the ROI of the OR, however, did show significant differences between those groups (LSC: \( P < 0.001 \)). Age-matched healthy eyes showed significantly shorter FAF lifetimes at the OR as compared with AMD eyes.

Additional to the investigation of all eyes, the two study sites were also investigated separately. In the smaller Jena cohort, significances were less strong (\( P < 0.05 \)). Comparing the FAF lifetimes from both study sites, lifetimes from area C and the ROI of the OR are significantly shorter in Jena. As mentioned within the Methods section, this is due to a different calibration method. However, when looking at differences between these regions, we did not find any significant difference between the two study sites. Patterns in AMD can be seen similarly in patients from both sites. Nevertheless, to conduct a clean analysis, all further subgroup statistical analyses are presented only on measurements from the Moran Eye Center.
However, no significant difference was found between healthy eyes with the pattern and AMD eyes. We further investigated these differences within the healthy eyes. Eyes with only trace pattern did not show significant differences to eyes without the pattern. However, eyes with a strong pattern showed significantly different FAF lifetimes in the ROI of the OR than the other groups ($P < 0.01$). Figure 5B depicts this finding.
FAF Lifetimes in Different Disease Stages

We investigated all AMD stages in this study. Figure 5C focuses on differences between early and intermediate AMD stages in the Utah cohort. Table 3 shows the corresponding FAF lifetime differences between AMD stages. In the ROI of the OR, intermediate AMD (456 ± 78 ps) shows significantly more prolonged FAF lifetimes ($P < 0.05$) than early AMD (416 ± 86 ps).

As late AMD has previously been investigated, we here simply focus on describing the AMD pattern in late-stage AMD. The 35 investigated eyes with late AMD (GA) also showed the pattern of prolonged FAF lifetimes. Similar to early and intermediate AMD, the color has to be adjusted (300 to 500, as described above). If done so, the pattern appears surrounding the area of atrophy. Figure 6A shows this finding and depicts a representative eye with GA. In these late AMD stages, the pattern appears most prominent of all investigated eyes. Due to atrophic processes in the areas of interest, which extremely prolong FAF lifetimes, no statistical analysis was conducted for these eyes.

### Table 3. Mean FAF Lifetimes in Different AMD Stages

<table>
<thead>
<tr>
<th></th>
<th>Early AMD</th>
<th>Intermediate AMD</th>
<th>$P$</th>
<th>Mean Difference</th>
</tr>
</thead>
<tbody>
<tr>
<td>C area, ps</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>SSC</td>
<td>214 ± 72</td>
<td>236 ± 131</td>
<td>0.43</td>
<td>22 ± 27</td>
</tr>
<tr>
<td>LSC</td>
<td>351 ± 80</td>
<td>344 ± 82</td>
<td>0.49</td>
<td>14 ± 19</td>
</tr>
<tr>
<td>OR, ps</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>SSC</td>
<td>347 ± 82</td>
<td>400 ± 134</td>
<td>&lt;0.05</td>
<td>53 ± 26</td>
</tr>
<tr>
<td>LSC</td>
<td>416 ± 86</td>
<td>456 ± 78</td>
<td>&lt;0.05</td>
<td>40 ± 20</td>
</tr>
<tr>
<td>Difference, OR – C, ps</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>SSC</td>
<td>135 ± 28</td>
<td>164 ± 55</td>
<td>&lt;0.01</td>
<td>31 ± 10</td>
</tr>
<tr>
<td>LSC</td>
<td>85 ± 34</td>
<td>111 ± 57</td>
<td>&lt;0.05</td>
<td>26 ± 11</td>
</tr>
</tbody>
</table>

AMD Combined With Other Diseases

The typical AMD pattern most prominently presents in the LSC, whereas other concurrent diseases, such as MacTel or

**Figure 3.** (A) ROIs demonstrated on an FAF intensity image from a representative patient with AMD: area C and OR. (B) Boxplot showing significant differences between S, N, T, and I regions of the OR ROI. No significant difference was found between S-N and T-I; all other regions were significantly different from each other. $^*P < 0.05$. (C) Boxplot showing mean FAF lifetimes from ROIs (C, OR) in healthy eyes and AMD as well as the difference (OR minus C, Diff) for both groups. $^{***}P < 0.001$. (D–F) Creation of masks for drusen in FAF lifetime image (E) based on FAF intensity image (D) and fundus photo (F). FAF lifetime and intensity images use the same cursor.
macular holes, are easier to see in the SSC. Figures 6B through 6D show these findings for MacTel. Eyes with AMD show the typical signature in the LSC (Fig. 6B). Eyes with MacTel show a different, characteristic signature in the SSC (Fig. 6C). Eyes affected with both diseases show both patterns (Fig. 6D). The same applies for macular holes (no image shown).

FAF Lifetimes of Drusen

Figure 7 illustrates the AMD pattern of $\tau_m$ in three different representative patients. Patient A has hard drusen; patient B has soft drusen, and patient C has reticular pseudodrusen. The fluorescence lifetimes of the macular region are prolonged for each of these patients within the LSC compared with non-AMD individuals.

The FAF lifetimes of drusen were analyzed within all AMD eyes investigated at the Moran Eye Center. Eyes with only one type of drusen (hard, soft, or pseudodrusen) were included in the analysis. In total, 60 of the 72 eyes investigated in Utah matched these criteria. In these eyes from the Utah recruitment group, 17 (28%) showed hard drusen (63–125 $\mu$m), 33 (55%) showed soft drusen (>125 $\mu$m), and 10 (17%) showed pseudodrusen. Masks of regions containing drusen were manually outlined for each of these subjects as described in the Methods section and presented in Figures 3D through 3F. A mask of retinal regions without drusen was generated for each subject similarly, finding drusen-free areas between the large vessels. Drusen are often difficult to observe in FLIO images, as shown in Figure 7. Whereas the FLIO study subject depicted in Figure 7A shows an obvious prolongation within the hard
**FIGURE 5.** Mean FAF lifetimes from the ROI of the OR from the LSC. (A) All included eyes compared with regard to their pattern/disease status. (B) All healthy eyes compared with regard to their pattern. (C) AMD eyes compared with regard to the stage of the disease. *P < 0.05, **P < 0.01, ***P < 0.001.
drusen, the soft drusen in Figure 7B are less apparent on the FLIO image. Reticular pseudodrusen are visibly prolonged in FAF lifetimes. However, the described ring pattern is often more obvious than the drusen themselves. Drusen in dry AMD mostly showed longer or similar FAF decays as compared to the retina without drusen. Spots of short FAF lifetimes in the LSC tended to appear in exudative AMD (data not shown, as this article focuses on nonexudative AMD only).

Mean FAF lifetimes of each drusen type can be found in Table 4. We performed a paired-sample t-test to individually compare different lifetimes in the different patients. Including all 60 patients, regardless of their drusen type, we found that drusen showed significantly longer FAF lifetimes as compared with the retina without drusen ($P < 0.001$ in both spectral channels). Individually comparing each drusen type, all types showed significantly longer FAF lifetimes as compared with the

<table>
<thead>
<tr>
<th>Type</th>
<th>Channel</th>
<th>Drusen</th>
<th>Adjacent Retina</th>
<th>Mean Difference</th>
<th>Test</th>
<th>$P$</th>
</tr>
</thead>
<tbody>
<tr>
<td>Hard, ps</td>
<td>SSC</td>
<td>356 ± 118</td>
<td>312 ± 92</td>
<td>44 ± 56</td>
<td>PS</td>
<td>&lt;0.01</td>
</tr>
<tr>
<td></td>
<td>LSC</td>
<td>416 ± 86</td>
<td>370 ± 66</td>
<td>46 ± 26</td>
<td>I</td>
<td>0.235</td>
</tr>
<tr>
<td>Soft, ps</td>
<td>SSC</td>
<td>421 ± 145</td>
<td>392 ± 144</td>
<td>29 ± 56</td>
<td>PS</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td></td>
<td>LSC</td>
<td>474 ± 71</td>
<td>421 ± 72</td>
<td>53 ± 18</td>
<td>I</td>
<td>&lt;0.01</td>
</tr>
<tr>
<td>Pseudo, ps</td>
<td>SSC</td>
<td>362 ± 87</td>
<td>320 ± 77</td>
<td>42 ± 37</td>
<td>PS</td>
<td>&lt;0.01</td>
</tr>
<tr>
<td></td>
<td>LSC</td>
<td>468 ± 102</td>
<td>405 ± 87</td>
<td>62 ± 43</td>
<td>I</td>
<td>&lt;0.001</td>
</tr>
</tbody>
</table>

I, independent t-test; PS, paired-sample t-test.
corresponding retina without drusen (Table 4). The strongest significance was found for soft drusen.

Following the statistical method used in previous articles on drusen in FLIO,29 we additionally performed an independent-sample t-test to compare mean FAF lifetimes of drusen with the adjacent retina without drusen. Here, only soft drusen showed significantly longer FAF lifetimes, and only in the LSC ($P < 0.01$). Hard drusen ($P = 0.089$) as well as pseudodrusen ($P = 0.161$) only showed nonsignificant trends toward longer decays in the drusen.

Comparing different drusen types, no significant differences were found between hard drusen and pseudodrusen, as well as soft drusen and pseudodrusen. However, soft drusen appeared slightly more prolonged than hard drusen, which showed significance in the LSC ($P < 0.05$).

**DISCUSSION**

AMD is a vision-threatening disease, especially in its late forms. Metabolic changes may occur in early stages even before they are detectable with conventional imaging techniques.34 This study hints that such metabolic alterations may be detectable with FLIO. Although treatment is available for exudative AMD, no sufficient treatments for early-stage AMD and/or end-stage GA have been developed thus far.34 However, several clinical trials are in progress, and the approach targeting the complement cascade seems promising.35 Therefore, setting a focus on the diagnosis of AMD at very early stages is reasonable. Here, FLIO may be very helpful.

The principle of in vivo autofluorescence lifetime imaging at the retina was first introduced by Schweitzer and colleagues in 2002.36 Since then, the method has been improved and investigated, and specific patterns were found for healthy eyes as well as retinal diseases.15–19,22,37

FAF lifetime patterns in healthy eyes have been thoroughly described in the literature.18,19,38 Here, the fovea shows short FAF lifetimes caused by the fluorescence properties of the macular pigment carotenoids, which are especially visible within the SSC.18 Intermediate-long FAF lifetimes are believed to be caused by lipofuscin and are homogeneously found across the entire retina; in macular holes they can be found inside the area of the hole.24 The longest FAF lifetimes in healthy eyes are found at the area of the optic nerve.

Patterns of FAF lifetimes in early and intermediate AMD vary from those of healthy eyes, and recently a general prolongation of FAF lifetimes in patients with AMD has been found.29 In the present study, we were able to show a very specific pattern that we found in all eyes affected with AMD: these eyes presented a ring-shaped prolongation of the intermediate mean FAF lifetimes within the macula, which is especially visible within the LSC. This pattern seems to be associated with specific pathophysiologic changes that occur in AMD. It is visible in very early stages of the disease and also in patients

**FIGURE 7.** FAF intensity and lifetime images of three different patients with different types of drusen (A–C); the SSC (498–560 nm) and the LSC (560–720 nm) are shown.
who have AMD and other retinal diseases. However, color scales must be adjusted accordingly for the pattern to be visible. In our study, 300 to 500 ps seemed appropriate. Previous studies often depicted FLIO images on a scale of 200 to 10000 ps; with this range, the pattern is less obvious.

All the arguments are cross-sectional studies of cross-studying patients at one time point only, we believe that the pattern is not a fixed feature of AMD but rather progresses with disease progression and progressing changes in the retina due to AMD. This assumption is because the pattern is significantly longer in eyes with more advanced disease stages. The pattern in some of our healthy eyes shows less intense forms. Follow-up investigations will give a better idea on the exact progression of the pattern.

In late AMD stages, this pattern is visible when the color is adjusted. GA in nonexudative AMD has previously been analyzed. Mean FAF lifetimes of atrophic regions, delineated with the FLIMX software as described elsewhere, were 616 ± 343 ps in the SSC and 615 ± 154 ps in the LSC, which were also markedly different from unaffected retina and demonstrated even more prolongation of FAF lifetimes in comparison. If the GA area is smaller than the typical AMD pattern of approximately 20°, this is visible around the edges of the atrophy. The pattern appears very prominent in GA, which is likely because the disease is at a very advanced stage. GA sometimes spares the fovea. Foveal sparing has been described in conditions other than GA; a ring-shaped distribution of reticular drusen with sparing of the fovea has been identified. In this context, a connection to the choroidal blood flow or photoreceptor distributions has been suggested. We also agree that there may be some protective factor present within the foveal region. The pattern we see in FLIO images seems not to affect this region (especially in early stages of AMD), and we did not see significant differences at the fovea between AMD and healthy eyes. The mechanisms behind this still need to be further investigated.

We can only hypothesize in which retinal layer the observed FLIO changes may occur. The prolongation of $\tau_{\text{m}}$ in the observed typical patterns for AMD appear strongest within the LSC. This finding suggests that the affected fluorophores must be ones with most of their fluorescence emission within this channel. It has previously been discussed that the prolongation of mean FAF lifetimes may be an early sign for the accumulation of bis-retinoids in the RPE, which not only of mean FAF lifetimes may be an early sign for the progression of AMD. This finding suggests that the affected fluorophores must be ones with most of their fluorescence emission within this channel.

The RPE is not the only potential source for autofluorescence lifetime changes in AMD. For example, sub-RPE basal laminar and basal linear deposits might be causative of the prolongation of FAF lifetimes and could reflect an increase of connective tissue due to remodeling processes at the level of the RPE-photorceptor band. Moreover, Spaide and Curcio reported accumulations of poorly characterized debris in the subretinal space in AMD that correlate with clinically observed reticular pseudodrusen. The same group showed a spatial correlation of these subretinal deposits with damage to the rods. Given that FLIO, as currently implemented, is a noninvasive in vivo imaging technique, we can only speculate as to these correlations without further histologic and biochemical evidence.

We were able to exclude an influence of other retinal diseases, and furthermore, we were able to distinguish AMD from other diseases, such as MacTel. However, with respect to the group of presumably healthy subjects, we must say that the described pattern has been found in 36% of the healthy Utah subjects. Although there was no age difference between healthy eyes that did and did not show the pattern, we cannot exclude that this may be a natural effect caused by aging. However, as the number of eyes affected with AMD rises with age, so does the number of early-stage/high-risk. We assume that we have enrolled some presumably healthy subjects who will eventually develop AMD. Additionally, of the 16 presumably healthy eyes with the pattern, 8 eyes also showed a few small drusen. These drusen were <63 μm, and therefore these subjects were graded as healthy according to the Beckman classification. All of these eight eyes showed the described FLIO pattern. None of the healthy eyes without the pattern had any drusen. Additionally, a positive family history (AMD in first-degree family members) was common in subjects with the pattern. Therefore, we hypothesize that we may be able to detect at least a risk for the development of AMD based on this pattern, but longitudinal studies following up on this pattern and the disease progression related to it are necessary to support or negate this hypothesis.

Investigating drusen in AMD, we agree with Dysli and colleagues that it is difficult to identify them with FLIO. Although drusen often prolong the mean FAF lifetimes, individual drusen do not always present themselves with high contrast in FLIO images. To characterize drusen, clinical fundus examination and other imaging modalities, such as OCT, FAF intensity imaging, and fundus photography, were indispensable. Nevertheless, we did observe that drusen in general significantly prolong FAF lifetimes. Especially soft drusen showed the strongest differences to the retina without drusen. The association of soft drusen with the development of GA in a subset of AMD patients may explain this finding. In a previous study, a two-tailed t-test was used to compare drusen with the retina, but it is not clear whether this was paired or unpaired. When we conducted unpaired t-tests on our data, the only significance we found was for soft drusen. When conducting paired-sample t-tests, however, all drusen types showed significantly longer FAF decays relative to the adjacent retina.

A second difference with the previous study lies within the occurrence of drusen with shortened FAF lifetimes. Although Dysli and colleagues observed individual drusen with such shortened FAF lifetimes, we did not find this in our study. However, Dysli and coworkers also included patients with exudative AMD (33% of their study population), whereas exudative AMD was an exclusion criterion in our study. In eyes with exudative AMD, we also observed short FAF lifetimes in the LSC (Sauer and Bernstein, unpublished data, 2018). This difference in the study population likely accounts for the differences in our results.

This study has some limitations. First the number of eyes, especially for the analysis of drusen, is still relatively small. The second limitation is the inclusion of subjects who show a different AMD stage in the fellow eye. The Jena recruitment group included only one eye from each subject, which did not allow for further analysis of stage comparison between eyes of the same subject. Although the typical AMD pattern in FLIO images was very consistent in our two cohorts from different institutions, subsequent validation studies would be an important step to assess the reproducibility of these findings.
Additionally, there are some differences between the two FLIO devices due to a different calibration method. Although we did not include any healthy subjects younger than 50, there was an age difference of 5.3 years between the statistically investigated groups of healthy and non-GA AMD eyes, which was statistically significant ($P < 0.05$). Including eyes with GA as well results in an age difference of 6.7 years; however, these eyes were not statistically compared with each other. This age difference was due to the difficulty of recruiting healthy elderly patients from the Moran Eye Center clinic, but we did include healthy patients up to the age of 85 years. The FLIO differences we see between healthy and AMD eyes were very striking, and we do not think that they can solely be accounted for by age.

Recently, Dysli and colleagues described a dependence of the FAF lifetimes in eyes with AMD on the lens status. Other FLIO-based studies did not find significant differences between natural lenses and IOLs. Moreover, previous studies found no significant difference of lens status when investigating differences between ROIs. In our study, we found a significant difference between the lens status only in the SSC; here eyes with IOLs showed FAF lifetimes that were approximately 80 ps shorter than eyes with a natural lens ($P < 0.05$). However, there was no significant difference ($P = 0.4$) between IOL and natural lenses for the “Difference (OR minus C)” in the SSC. No significant differences between IOL and natural lens were found in the LSC. Additionally, we focus on the specific pattern that is visible in all eyes, regardless of the lens status. Similarly, the differences between different regions, which we investigate, were independent of the lens status. As the specific pattern is visible with either lens status, the lens influence is negligible for this study.

In conclusion, this study describes patterns of FAF lifetimes in AMD, which have a characteristic ring-shaped prolongation of mean FAF lifetimes identified in distinct cohorts from two academic institutions. The FAF lifetime patterns can be found in early stages of the disease and may carry important prognostic ability as a very early predictor for patients at risk of developing AMD. We believe that this pattern may progress with disease progression, which needs to be investigated in longitudinal studies. This study also sheds light on an anatomical component to the FAF patterns in AMD, which was most often found to begin in the S-N side of the macula. Although we investigated these patterns for nonexudative AMD only, we strongly suspect that they may be detected in exudative AMD as well. This needs to be further investigated. Likewise, longitudinal studies are indispensable to prove a relation of this pattern to the development of AMD in healthy individuals who also exhibit this pattern. These promising findings in patterns of FAF lifetimes observed in early AMD represent an important step toward earlier identification, monitoring, and treatment of AMD.

Acknowledgments

The authors thank Heidelberg Engineering for providing the FLIO as well as for their technical assistance, Yoshikiko Katayama, PhD, for his technical assistance, and Matthias Klemm, PhD, for providing the FLIMX software, and all colleagues from the John A. Moran Eye Center and the Sharon Eccles Steele Center for Translational Medicine who helped recruit and image the patients.

Supported in part by an unrestricted departmental grant from Research to Prevent Blindness and National Institutes of Health Grants EY11600 and EY14800.

Disclosure: L. Sauer, None; R.H. Gensler, None; K.M. Andersen, None; L. Kreikamp, None; G.S. Hageman, Vroyant Biotherapeutics, LLC (F, I, S); AGTC, Inc. (C); M. Hammer, None; P.S. Bernstein, None

References


