Purpose: To assess the fluidics of double-vitreous cutter blade (DB) compared with single-blade (SB) guillotine with 23-, 25-, and 27-gauge vitrectomy probes. To assess flow characteristics and flow rates in viscous and viscoelastic fluids.

Methods: We used Particle Image Velocimetry to measure the flow field close to the tip of each cutter probe and we derived kinematic quantities of interest, such as kinetic energy and acceleration. We performed measurements both on a balanced salt solution (BSS) and on a viscoelastic artificial vitreous (AV).

Results: The flow rate is significantly higher with DB than SB vitrectomy probes, for a given pumping pressure and cutting rate. The fluid flow observed is very different between BSS and AV tests.

Conclusions: The DB has more efficient fluidics than SB vitrectomy probe in all tested conditions. Fluid acceleration depends on the cutting frequency, especially in the case of measurements in AV. The flow rate strongly depends on the pressure and it is little affected by the cutting frequency, in a range of clinical interest. The 27-G DB produces flow rates similar to the 23- and 25-G SB, with significantly smaller acceleration. The flow induced in the AV is different from that in BSS and oscillates at different frequencies.

Translational Relevance: DB cutters prove to be more efficient in terms of lower acceleration for a given flow rate. The latter is mainly controlled by aspiration pressure and less by cut rates. The influence of vitreous rheology deserves further investigations.
blade) and double-cutting blades (DB), both currently available in different sizes and port geometrical design. DB cutters have been found to have several advantages over SB ones. Previous studies have highlighted that DB cutters, owing to their better duty cycle, are capable of producing larger flow rates, which allows the user to overcome the limits of smaller needles, related to the reduced flow rate and vitreous chamber stability. In 23-, 25-, and 27-G SB probes it has been demonstrated that, for a fixed aspiration pressure, a biased open-duty cycle is associated with a decrease in flow rate as the cut rate increases and the opposite happens for the biased closed-duty cycle. In the case of the 50/50 duty cycle the flow rate was found to only slightly increase with the cut rate. In DB cutters the duty cycle is optimized to virtually 100% because the port is never completely closed, allowing smoother flow with continuous cutting, regardless of blade position and cut speed.

DB probes cut vitreous twice during each cycle due to the presence of two cutting edges, which effectively doubles the cut rate up to 16,000 cpm. Moreover, the vitreous is also kept engaged to the DB port during the entire cycle movement, without abrupt vitreous incarcerations.

It has been postulated that, being the vitreous a viscoelastic and heterogeneous fluid, higher cut-rates fragment the vitreous into smaller pieces, resulting in reduced vitreal viscosity and resistance to flow. The hypothesis of reduced vitreous viscosity related to the generation of smaller vitreous fragments was not supported by recent data, which showed that the hydraulic resistance did not change using SB and DB cutters at cutting rates over 1500 and 2000 cpm, respectively. It has also been shown experimentally that increasing the cutting frequency reduces retinal tractions.

Teixerira et al. developed a method to quantify the retinal traction exerted by vitreous cutters, identifying several significant factors, such as cut speed, vacuum rate, cutter size, and distance between cutter and retina. The authors found that retinal tractions decreased at higher cut rates and increased with higher aspiration vacuum and greater closeness to the retina. Moreover, cutter size appeared to be directly related to the strength of traction, as recently confirmed by the demonstration of the progressive shortening of membrane attraction distance decreasing the cutter gauge. However, using smaller gauge instrumentation and high cut rates, a high aspiration pressure is required to achieve effective vitreous removal and reasonable flow rates.

Several experimental works on vitrectomy fluidics have been carried out using BSS solutions or egg albumen. Experiments on vitreous from animal eyes have also been performed. The above studies focused on the measurement of the flow rate and its dependency on the working conditions. In recent years Particle Image Velocimetry (PIV) measurements have been introduced to measure the flow field around the tip of vitreous cutters in vitro. The use of this optical technique increases significantly the amount of information that can be obtained from experiments, because the spatial and temporal evolution of the velocity field can be measured on different planes, which allows one to compute various kinematic quantities, such as fluid acceleration and kinetic energy.

In this study we performed PIV measurements of the fluidic of DB and SB guillotine with 23-, 25-, and 27-G vitrectomy probes, under various surgical scenarios. Measurements have been taken both in BSS and using an artificial viscoelastic vitreous, of which we measured the rheologic properties, showing that they are similar to those of the real vitreous. Using an artificial vitreous instead of egg albumen or pig eyes allows for a reliable experiment reproducibility.

Material and Methods

Experimental Setup

We studied the flow induced by different cutters connected to the EVA vitrectomy system (DORC International, Zuidland, The Netherlands), equipped with the VTi control system. We performed experiments with different cutters (23, 25, and 27 G) and, for each gauge, we tested both the high speed SB and DB (named two-dimensional cutter, TDC) in a cubical experimental chamber (dimension 3 x 3 x 3 cm), filled with either balanced salt solution (BSS) or an artificial vitreous (AV). The chamber employed in the present study is similar to the one used in Rossi et al.

Particle Image Velocimetry and Postprocessing of the Experimental Data

The flow field induced by the vitreous cutter was measured using PIV, which is an optical technique used to measure the motion of fluids. In the standard configuration, measurements are taken on
a plane on which it is assumed that the flow is almost
two-dimensional (or axisymmetric).

For the present experiments, we used a solid-state
laser (wave length of 532 nm, continuous emission
with variable power, up to 2 W; Laser Quantum Ltd,
Stockport, UK), a high-speed digital camera (model
IDT Xstream Xs3; Integrated Design Tools, Pasadena,
CA), with a resolution of $1280 \times 1024$ pixels and a
maximum acquisition frequency of $25,000$ fps de-
pending on the selected resolution. We mounted a 90-
mm macro lens (Tamron SP AF 90-mm F/2.8; Tamron
Europe GmbH, Cologne, Germany) on the camera,
in order to obtain a field of view around the
cutter aperture ranging from $14 \times 18$ mm to $9 \times 11$
mm, depending on the selected resolution. With the
chosen PIV settings, we measured from a minimum of
7 to a maximum of 25 velocity fields with a cutting
cycle, depending on the cutting rate.

From the measured velocity fields $u(x, y, t)$, we
derived various quantities of interest; in particular, we
computed fluid acceleration $a$, defined as:

$$ a = \frac{\partial u}{\partial t} + (u \cdot \nabla)u. \quad (1) $$

Note that the acceleration consists of the sum of
the local time derivative of the velocity and the
convective acceleration, which accounts for spatial
derivatives of $u$. We also computed the fluid kinetic
energy per unit mass $k$, defined as $k = \frac{1}{2}u \cdot u$.

In the present study, we make extensive use of
quantities obtained through spatial and temporal
averages of the local and instantaneous measured
quantities. Spatial averaged quantities have been
calculated over a circular area centered in correspon-
dence of the cutter port and with a radius of 3 mm.
Obviously, the values of spatially averaged quantities
depend on the size of the region over which the spatial
average is taken.

Flow Rate Measurements

In order to measure the flow rate for a set of
operational parameters, we took pictures of a vertical
plane of the whole reservoir containing the fluid.
Tracking in time the position of the interface from the
images, surface position accuracy of $\approx 14 \ \mu m$, and
knowing the cross-sectional area of the reservoir, we
evaluated the flow rate pumped by the vitreous cutter
with an accuracy of $\approx 0.68 \ mL/min$. With this method
we were able to measure the “average” flow rate,
disregarding the small oscillations occurring during a
cutting cycle.

Working Fluids

We performed two series of experiments using
different fluids. In the first series, the vitreous cutter
was tested in a BSS, which is representative, from the
mechanical point of view, of an extensively liquefied
vitreous and is a Newtonian fluid.

In the second series of experiments, we adopted a
vitreous phantom, referred to as AV in the following,
with properties similar to those of the real healthy
vitreous. This was prepared as a solution of acid
sodium salt (HA) mixed in deionised water, without
adding the agar powder as proposed in Kummer et
al., with the aim to produce a perfectly transparent
fluid that is a strict requirement for PIV.

In order to guarantee the reproducibility of
measurements and to characterize the mechanical
properties of the AV we performed rheologic test. In
particular, we carried out oscillatory tests by subject-
ing the material sample to harmonic periodic strains $\gamma$
of small amplitude and measuring the corresponding
stress $\tau$. The output of the tests are two moduli, called
the elastic $G'$ and loss $G''$ moduli, see Tanner. The
former is a measure of the elasticity of the fluid and
the latter of its viscosity. We also performed steady
rheologic tests, studying the stress generated in the
fluid when the sample was subjected to a constant
shear rate $\dot{\gamma}$.

All rheologic tests were performed with the
rotational viscometer Physica Anton Paar MCR 301
(Anton Paar Italia s.r.l, Rivoli, Italia). The instrument
is equipped with a synchronous motor, with a high-
resolution optical encoder and an air bearing, to allow
a torque resolution of 0.1 nN-m in a range between
0.05 $\mu$N-m and 200 mN-m. Measurements were taken
both at $23^\circ C$ and $37^\circ C$.

In Figure 1a we show the two moduli $G'$ and $G''$
of the fluid AV versus the oscillation frequency. We note
that our results are quite close to those relative to
porcine vitreous. In fact Nickerson et al. found $G' = 10 \ Pa$ and $G'' = 3.9 \ Pa$ at 10 rad/s and Swindle
et al. found $G' = 3.46 \ Pa$ and $G'' = 0.71 \ Pa$ at 12.57
rad/s. Moreover, both Nickerson et al. and Sharif-
Kashani et al. found on porcine vitreous that $G'$ and
$G''$ grow with the testing frequency, as we also observe
in our rheologic tests.

The results of the tests performed at a constant
rotational velocity are reported in Figure 1b right
panel. It appears that the fluid has shear thinning
properties, because the slope of the stress rate of
strain curve decreases with $\dot{\gamma}$. This means that the
apparent viscosity decreases as the shear rate grows.
Description of the Experiments

We performed experiments with three different cutters (23, 25, and 27 G). For each gauge we tested both SB and TDC cutters. Moreover, for each case we considered “core” and “shaving” working modalities of the device. For all configurations we took measurements on two different planes, one across the cutter gap (“lateral view”) and one orthogonal to it (“frontal view”). In the following sections, the plane of measurement and the position of the port will be indicated in the figures. With BSS we performed two series of experiments. In the first (BSS1), we used the cutters with settings typical in the surgical practice (in terms of pumping pressure/flow rate and cutting frequency). In the second series (BSS2), we fixed either the pressure or the cutting frequency and varied the other, in order to understand the role of each parameter on the performance of the cutter. With AV we only performed experiments in “core vitrectomy” mode in similarity with experiments of BSS2. In the Table we report a summary of all experiments performed.

Results

Experiments With BSS

Figure 2 shows the results of a typical experiment with BSS, showing maps of the time averaged velocity (Fig. 2a) and acceleration (Fig. 2b) magnitudes on a frontal plane of measurement, with the cutter port facing the reader. We note that the quality of the measured flow fields was comparable in all experiments and, therefore, the choice of this specific experiment shown in the figure is arbitrary. In both maps of Figure 2 we show the flow on the front view. The velocity field, Figure 2a, is very regular and the slight departure from symmetry could be attributed to vibrations of the cutter and experimental error. The velocity field on the lateral view looks very similar (not shown); therefore, we can conclude that in the case of BSS the flow approximately satisfies a radial symmetry and resembles the flow induced by a point sink.

One of the main observables of the present analysis is fluid acceleration, the time average of which is shown in Figure 2b. From our measurements we could compute both terms of Equation 1 and we found that the convective term is largely subdominant assuming, in all cases, values approximately 1 to 4 mm/s², whereas the time derivative of the velocity is always of the order of 10² mm/s².

The power spectra of the kinetic energy per unit mass show that, in all cases, a clear peak in the power spectrum is present in correspondence of the cutting frequency (i.e., 100 Hz corresponding to 6000 cpm, see Fig. 3). This is a good indication of the fact that the experiments properly resolved this time scale. Peaks corresponding to the superharmonics of the cutting frequency were also found, because the cutter motion was not monochromatic.

Regarding the experiments of the series BSS2, the flow rate is reported as a function of the cutting
Table. Table of the Parameters Characterizing the Experiments

<table>
<thead>
<tr>
<th>Working Fluid</th>
<th>Cutter</th>
<th>Mode</th>
<th>Pressure, mm Hg</th>
<th>cpm</th>
<th>Flow, mL/min</th>
<th>N Runs</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Experiment series BSS1: clinical parameters</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>BSS</td>
<td>23 SB</td>
<td>Core vitrectomy</td>
<td>400</td>
<td>5000</td>
<td>-</td>
<td>1</td>
</tr>
<tr>
<td></td>
<td>23 SB</td>
<td>Shaving</td>
<td>200</td>
<td>8000</td>
<td>4</td>
<td>1</td>
</tr>
<tr>
<td></td>
<td>23 TDC</td>
<td>Core vitrectomy</td>
<td>400</td>
<td>5000</td>
<td>-</td>
<td>1</td>
</tr>
<tr>
<td></td>
<td>23 TDC</td>
<td>Shaving</td>
<td>200</td>
<td>8000</td>
<td>4</td>
<td>1</td>
</tr>
<tr>
<td></td>
<td>25 SB</td>
<td>Core vitrectomy</td>
<td>600</td>
<td>6000</td>
<td>-</td>
<td>1</td>
</tr>
<tr>
<td></td>
<td>25 SB</td>
<td>Shaving</td>
<td>200</td>
<td>8000</td>
<td>4</td>
<td>1</td>
</tr>
<tr>
<td></td>
<td>25 TDC</td>
<td>Core vitrectomy</td>
<td>600</td>
<td>6000</td>
<td>-</td>
<td>1</td>
</tr>
<tr>
<td></td>
<td>25 TDC</td>
<td>Shaving</td>
<td>200</td>
<td>8000</td>
<td>4</td>
<td>1</td>
</tr>
<tr>
<td></td>
<td>27 TDC</td>
<td>Core vitrectomy</td>
<td>600</td>
<td>6000</td>
<td>-</td>
<td>1</td>
</tr>
<tr>
<td></td>
<td>27 TDC</td>
<td>Shaving</td>
<td>200</td>
<td>8000</td>
<td>4</td>
<td>1</td>
</tr>
<tr>
<td><strong>Experiment series BSS2: pressure and cpm dependence</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>BSS</td>
<td>23 SB</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>5000–8000</td>
<td>-</td>
<td>8</td>
</tr>
<tr>
<td></td>
<td>23 TDC</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>5000–8000</td>
<td>-</td>
<td>8</td>
</tr>
<tr>
<td></td>
<td>25 SB</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>5000–8000</td>
<td>-</td>
<td>8</td>
</tr>
<tr>
<td></td>
<td>25 TDC</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>5000–8000</td>
<td>-</td>
<td>8</td>
</tr>
<tr>
<td></td>
<td>27 SB</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>5000–8000</td>
<td>-</td>
<td>8</td>
</tr>
<tr>
<td></td>
<td>27 TDC</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>5000–8000</td>
<td>-</td>
<td>8</td>
</tr>
<tr>
<td><strong>Experiment series AV: pressure and cpm dependence</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>AV</td>
<td>23 SB</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>1000–8000</td>
<td>-</td>
<td>11</td>
</tr>
<tr>
<td></td>
<td>23 TDC</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>1000–8000</td>
<td>-</td>
<td>11</td>
</tr>
<tr>
<td></td>
<td>25 SB</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>1000–8000</td>
<td>-</td>
<td>11</td>
</tr>
<tr>
<td></td>
<td>25 TDC</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>1000–8000</td>
<td>-</td>
<td>11</td>
</tr>
<tr>
<td></td>
<td>27 SB</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>5000–8000</td>
<td>-</td>
<td>8</td>
</tr>
<tr>
<td></td>
<td>27 TDC</td>
<td>Core vitrectomy</td>
<td>300–600</td>
<td>1000–8000</td>
<td>-</td>
<td>11</td>
</tr>
</tbody>
</table>

Figure 2. Time-averaged maps of the magnitude of (a) velocity and (b) acceleration. In both panels arrows represent time averaged velocity vectors. The position of the cutter is indicated in the figure and the cutter port (*black hollow circle*) is centered in \( x = (0, 0) \). Experiment with BSS, 25-G cutter, SB, and core mode. Note that we did not compute the acceleration close to the image border, because we used a least square centered scheme for spatial derivatives, which requires five measurement points, not available close to the boundary of the domain.
frequency for all vitreous cutters in core mode in Figure 4a. The flow rate has a very weak dependency of the cutting frequency. Moreover, for a given cutting frequency, the dependency of flow rate on the pressure was found to be linear to a very good degree of approximation in all cases (Fig. 4b).

Figure 4c shows how time and space averaged fluid acceleration depends on the cutting frequency. The
results do not show a clear trend, but in all cases a minimum acceleration exists, for a cutting frequency of approximately 6000 cpm (7000 for the case of SB 25-G cutter). The magnitude of the acceleration induced by the SB and the TDC cutters is similar in spite of the fact the TDC is capable of pumping more than twice as much fluid than the SB.

Finally, Figure 4d shows the dependency of the average acceleration on the pressure. The results do not show a clear trend.

**Experiments With AV**

In Figure 5, we report time averaged maps of the velocity field on the “front” and “lateral” views. The flow field is remarkably different in this case with respect to experiments with the BSS solution (see Fig. 2a for a comparison). In the case of BSS the flow has approximately a radial symmetry and, interestingly enough, such a symmetry is lost in the case of a viscoelastic fluid. Figure 5b shows that the flow remains confined within a relatively narrow region facing the cutter port and inclined with respect to the needle by an angle greater than right. Out of this confinement region of the flow the velocity is directed away from the cutter (Fig. 5). The complete details of the flow are difficult to grasp from knowledge of the velocity field only on two orthogonal planes; the experiments suggest, however, the existence of a complicated and highly three-dimensional flow field, whereby fluid particles move away from the needle port everywhere but in a relatively narrow region of flow confinement in front of the needle aperture. In this confinement region, the velocity attains large values and also decays quite slowly with the distance from the needle. Qualitatively similar results were obtained for all cutters and all operating conditions.

A notable difference between SB and TDC, however, is the orientation of the confinement region with respect to the cutter needle. In the SB case, at low values of the cutting frequency the confinement region (and thus the main flow direction) is approximately at a right angle with the needle. This angle decreases at higher cutting frequencies and becomes acute, whereas the angle is always obtuse in the case of the TDC cutter and decreases with the cutting frequency.

In Figure 6, we report power spectra of the kinetic energy of the flow, analogous to those of Figure 3. The power spectra obtained with the experiments with AV have common features that distinguish them from those relative to BSS tests. The spectra shown in the figure have many clear peaks, the most intense of which typically corresponds to the cutting frequency, as in BSS experiments. However, subharmonic and superharmonic frequencies (i.e., submultiples and multiples of the dominant frequency) are typically characterized by higher peaks in the experiments with AV than with BSS. Moreover, the new feature that characterizes the experiments in AV is the existence of a peak (often of significant magnitude) at a frequency...
that is not related to the cutting frequency (e.g., the third peak in Fig. 6, green curve). This originates as a consequence of the existence of natural frequencies of oscillation of the system, which is something inherently associated with the elastic component of the fluid. In some cases, such peaks are the most intense.

In Figures 7a to 7d we report plots analogous to those of Figures 4a to 4d for the AV. As for the case of experiments with BSS, we find that the flow rate does not depend strongly on the cutting frequency, Figure 7a. The flow rates are higher for larger cutters and, for a given size, in the case of the TDC cutter. In analogy with the experiments with BSS also in the case of AV the flow rate grows almost linearly with the pressure, the rate of growth being slightly higher for larger needles (Fig. 7b).

In Figure 7c we show how the magnitude of the time and spatially averaged fluid acceleration depends on the cutting frequency. We have adopted the same averaging area in the experiments with AV and BSS, thus the two cases are comparable. The average fluid acceleration decreases with the cutting frequency in all cases but for the 27-G TDC for which it remains approximately constant. This is different with respect to the case of experiments performed with BSS, where the acceleration slightly grew with the frequency (at least for high frequencies). The values of the acceleration obtained with the AV are smaller than those corresponding with BSS.

Finally, Figure 7d shows the dependency of the average fluid acceleration on the pumping pressure. As expected, the acceleration grows with the pressure in all cases. An exception is, again, the 27-G TDC, for which we find that the acceleration is almost independent of the pressure.

**Discussion**

The aim of this study was to achieve a reliable assessment of fluidics of SB and TDC cutters of different sizes (23, 25, and 27 G), in order to optimize vitrectomy settings. A flow rate as steady as possible is the mainstay for an efficient and safe procedure. Indeed, fluid acceleration has been identified as a crucial causative factor and predictor of retinal traction.\(^\text{25}\) We tested all the cutters under several surgical scenarios, setting the parameters in both core and shaving mode as it is commonly done in the surgical practice. We measured the flow field using the PIV technique, which allowed us to obtain a good description of the spatial and temporal evolution of the velocity field near the cutter tip. We adopted both BSS and AV in our experiments, as representative of the liquefied vitreous (BSS) and of the vitreous in its gel phase (AV) in order to reproduce as closely as possible, the working conditions during the vitrectomy. Other authors in the past tested vitreous cutters with non-Newtonian viscoelastic fluids, in particular using egg albumen\(^\text{2,13–17}\) or porcine eyes\(^\text{5,15,18}\); however, information on the rheologic properties of the fluids were not provided. Using AV, we could test the rheology of the fluid and tune it in such a way that is has properties similar to those of the healthy vitreous. Moreover, working with a fluid of known composition makes our experiments reproducible.

Interestingly, we found that the flow field in the case of BSS and AV are very different from the qualitative point of view. In the case of experiments with BSS the flow has an almost perfect radial symmetry and resembles the flow induced by a
three-dimensional sink (see Fig. 2). This symmetry is entirely lost in the case of the viscoelastic vitreous: the motion toward the cutter port keeps confined in a relatively narrow region in front of the port (Fig. 5). This finding is independent of the cutter size and of the device operational conditions and seems in agreement with some of the flow fields shown in Rossi et al.\textsuperscript{2,4} This means that different orientations of the cutter during surgery will induce very different mechanical stresses on the retina. Moreover, the velocity decays more slowly moving away from the cutter port in the case of AV than BSS. Thus, in the former case, the region affected by the presence of the cutter is significantly larger. This observation has clinical relevance because it implies that the cutter will transmit stresses to the retina from larger distances if the vitreous is in the gel phase.

Another important difference between the experiments in BSS and AV is related to the fluid response to the unsteady suction generated by the guillotine motion. In the case of BSS, fluid velocity oscillates at the frequency of the cutter and at frequencies that are multiples or submultiples of it. In the case of the AV, on the other hand, we also invariably found an additional frequency in the flow, unrelated to the cutting frequency. This can be interpreted as a “natural frequency” of the system, which arises owing to the elasticity of the fluid and depends on the properties of the fluid and the shape of the domain but not on the motion of the cutter blade. It is known that when a natural frequency of a system exists, it can possibly be resonantly excited by a forcing at a similar frequency. Resonance excitation in a fluid leads to large velocities and accelerations. A similar mechanism is discussed in detail in previous works\textsuperscript{26,27} where resonant excitation of vitreous motion induced by eye rotations is studied. Therefore, we conclude that care needs to be taken to avoid...
operating the cutter at a frequency close to one of its natural frequencies. We believe that this topic is worth a specific investigation; in particular, it would be interesting to study how variations in fluid properties would affect the system dynamics, an endeavor that is beyond the scope of the present study, in which we have only considered one AV.

In order to characterize the efficiency of the cutters and following previous authors, we focus on two synthetic quantities, flow rate and average fluid acceleration.

It is well known that the aspiration pressure affects the flow rate. In the present work, we found, for a given cutting frequency, this dependency was approximately linear. This is true for all cutters and both for BSS and AV (Figs. 4b, 7).

In order to compare directly SB and TDC devices, we reported the flow rate as a function of the cutting frequency for all vitreous cutters, keeping the driving pressure constant. We found, for a given cutter size and pressure, the 23- and 25-G TDC cutters are able to pump a flow significantly larger (almost doubled) than in the corresponding SB and, in all cases, the flow rate has a very weak dependency on the cutting frequency in the range of counts per minute investigated (Figs. 4a, Fig. 7a). This is essentially due to the fact that the needle port is never entirely closed during the cutting cycle. Abulon et al performed experiments using 23- and 25-G dual-pneumatic probes at 5000 and 7500 cpm with a different vitrectomy system operated at various vacuum settings. The flow rates reported by the authors are significantly smaller compared with those measured in the present study using the TDC probes of the corresponding size, regardless of the cut rate.

The flow rate is significantly reduced in the case of AV with respect to BSS. For example, in the case of the 23-G TDC cutter, the flow rate is reduced from approximately 28 to 13 mL/min at a pressure of 600 mm Hg and cutting frequency of 6000 cpm. Similar results were observed for all cutters, even if this reduction is less dramatic as the cutter dimension decreased. It is difficult to compare the present results obtained with AV regarding the flow rates with published data because, in all previous studies, measurements were taken on different media without reporting their rheologic properties.

With regard to fluid acceleration, the averaged accelerations measured in BSS and AV showed similar dependency on the pressure and cutting frequency (Figs. 4, 7). The values of acceleration measured in the case of AV were lower compared with the same experimental conditions with BSS as a consequence of the fact that the flow rate is smaller in the former case.

The experiments performed in shaving mode were all characterized by a similar flow rate and similar acceleration (Fig. 8).
Rossi et al. proposed a scattergram plot reporting BSS and egg albumen average acceleration versus flow rate in order to classify cutter behavior in terms of efficiency and safety. In principle, the most suitable blade/settings combination would be characterized by high flow and low acceleration. We propose a similar plot in Figure 8, containing data obtained with both BSS and AV. For BSS we used the clinical parameters reported in the Table. For the AV we did not explicitly reproduce the clinical parameters; however, owing to the weak dependency of the flow rate on the cutting frequency (see Fig. 7a), we used the data taken at slightly different cutting frequencies to produce the plot. The 27-G TDC reaches flow rate values comparable with the larger size 23- and 25-G SB cutters, both in BSS and AV. Although the flow rates were comparable, the resulting acceleration is much smaller for the 27-G TDC than for the 23- and 25-G SB. TDC cutters, regardless their dimensions, produce higher flow rates with accelerations comparable to their SB counterparts.

The reader is probably now tempted to directly compare the results Figure 8 with the corresponding results reported in Rossi et al. We first note that we computed the acceleration according to Equation 1, while Rossi et al. only considered the first term of the equation. However, being the convective term more than two orders of magnitude smaller than the local time derivative of the velocity, the different approach adopted by Rossi et al. seems to be justified. Moreover, as mentioned above, the value of the spatially averaged acceleration strongly depends on the averaging area, because the flow intensity rapidly decays with distance from the cutter port. Rossi et al. did not explicitly declare the averaging area. The values obtained in the present work are invariably smaller than those reported in Rossi et al. Assuming that the authors used the entire field of view shown in their images, which is significantly larger than the circle of 3 mm of radius used here, this would imply that we calculated significantly smaller accelerations than they did. Obviously, the differences in the device itself may contribute to this mismatch in the results.

In conclusion, we found that for all cutters the flow rate depends linearly on the aspiration pressure and it is almost double with TDC probes. Moreover, the flow rate is almost independent of the cutting frequency both for SB and TDC cutters in the range of frequencies investigated. The magnitude of fluid acceleration depends on the cut rate and on the aspiration pressure, without a significant increase with TDC with respect to SB cutter probes at constant flow rate. Comparing TDC and SB vitrectomy probes the increase of flow rate with TDC is much more pronounced than the corresponding increase of acceleration, therefore, we can state that the former has more efficient fluidics than the latter. The behavior of the cutters strongly depends on the rheology of the vitreous and this aspect deserves further specific investigations.

Acknowledgments

Supported by grants from by DORC International, Zuidland, The Netherlands through a research grant to the Department of Civil, Chemical, and Environmental Engineering. DORC that also provided the EVA system for the experimental measurements.

Disclosure: M.R. Romano, None; A. Stocchino, None; M. Ferrara, None; A. Lagazzo, None; R. Repetto, None

References


