Development and Preliminary Evaluation of a Smartphone App for Measuring Eye Alignment

Shrinivas Pundlik\(^1\), Matteo Tomasi\(^1\), Rui Liu\(^2,3\), Kevin Houston\(^1\), and Gang Luo\(^1\)

\(^1\) Schepens Eye Research Institute of Mass Eye & Ear, Harvard Medical School, Boston, MA, USA  
\(^2\) Eye & ENT Hospital, Fudan University, Shanghai, China  
\(^3\) NHC Key Laboratory of Myopia (Fudan University), Laboratory of Myopia, Chinese Academy of Medical Sciences, Shanghai, China

Correspondence: Rui Liu, Eye & ENT Hospital, 83 Fenyang Road, Shanghai, China 200031. e-mail: rui_liu@aliyun.com

Received: 11 June 2018  
Accepted: 20 October 2018  
Published: 8 February 2019

Keywords: smartphone app; eye alignment; strabismus


Purpose: We evaluate a smartphone application (app) performing an automated photographic Hirschberg test for measurement of eye deviations.

Methods: Three evaluation studies were conducted to measure eye deviations in the horizontal direction. First, gaze angles were measured with respect to the ground truth in nonstrabismic subjects (\(n = 25\)) as they fixated monocularly on targets of known eccentricity covering an angular range of approximately \(\pm 13^\circ\). Second, phoria measurements with the app at near fixation (distance \(d = 40\) cm) were compared with the modified Thorington (MT) test in normally-sighted subjects (\(n = 14\)). Third, eye deviations using the app were compared to a cover test with prism neutralization (CTPN; \(n = 66\)) and Synoptophore (\(n = 34\)) in strabismic subjects. Regression analyses were used to compare the app and clinical measurements of the magnitude and direction of eye deviations (prism diopters, \(\Delta\)).

Results: The gaze angles measured by the app closely followed the ground truth (slope = 1.007, \(R^2 = 0.97\), \(P < 0.001\), root mean squared error (RMSE) = 2.4\(\Delta\)). Phoria measurements with the app were consistent with MT (slope = 0.94, \(R^2 = 0.97\), \(P < 0.001\), RMSE = 1.7\(\Delta\)). Overall, the strabismus measurements with the app were higher than with Synoptophore (slope = 1.15, \(R^2 = 0.91\), \(P < 0.001\)), but consistent with CTPN (slope = 0.95, \(R^2 = 0.95\), \(P < 0.001\)). After correction of CTPN values for near fixation, the consistency of the app measurements with CTPN was improved further (slope = 1.01).

Conclusions: The app measurements of manifest and latent eye deviations were consistent with the comparator clinical methods.

Translational Relevance: A smartphone app for measurement of eye alignment can be a convenient clinical tool and has potential to be beneficial in telemedicine.

Introduction

Proper alignment of the eyes is important for normal binocular vision. Strabismus (or tropia) refers to the misalignment of the eyes under binocular viewing. Strabismus is a main cause of amblyopia in children,\(^1\)\(^-\)\(^3\) leading to permanently reduced vision in one eye if not identified and treated early.\(^4\)\(^-\)\(^7\) Adults with various neurologic conditions as a result of stroke or traumatic brain injuries also can suffer strabismus,\(^8\) and consequently are more likely experience double vision, increased risk of fall with injury,\(^9\) and decreased quality of life.\(^10\)

Measurement of eye alignment is difficult and requires a high degree of training and experience. With present methods, patients must hold precise fixation on a target as the examiner alternately covers an eye while introducing a series of prism lenses (cover test with prism neutralization [CTPN], or also referred to as alternate prism cover test). The examiner watches for elimination of refixation eye movements with gradually increasing prism power, which, even in cooperative patients, requires a high degree of observational skill and experience to determine correctly. Accurate measurement becomes more challenging when patients are unable to fully participate in the exam, such as young children\(^11\) or
adults with brain injuries. Intermittent strabismus and smaller magnitudes of deviations that are not visually obvious (<15 prism diopters [Δ]) may cause cases to remain undiagnosed.

The photographic or automated Hirschberg method, which is based on comparison of the displacement of corneal reflections between the eyes, has been known for strabismus measurement for many decades, but was limited originally by insufficient camera resolution. As camera resolution capability has rapidly improved over the last approximately 10 years, computer-aided approaches for processing digital photographs and stand-alone commercial devices that use the photographic Hirschberg method have emerged (e.g., Volk Eye Check, Spot Vision Screener). Compared to these standalone systems, modern smartphone cameras provide better value, improved accessibility, and better cameras. Based on our calculations using a Hirschberg ratio (HR) of approximately 22 Δ/mm, currently available smartphone cameras can theoretically be accurate to 1.3Δ, slightly better than the current resolution in the clinical gold standard (steps on a typical prism bar used for cover tests in strabismus measurement). Therefore, it should be feasible technically to use images from a smartphone camera for measurement of strabismus.

We have developed a smartphone application (app), EyeTurn, which implements the photographic Hirschberg method and also uses a novel video analysis mode that enables automated dissociated measurements (i.e., prism-free cover test) in an attempt to address measurement in intermittent strabismus and phoria. Our goal was to determine baseline feasibility of the smartphone-based eye alignment measurement approach. This study describes the core functionalities of the app and reports the results of laboratory and preliminary comparison to common clinical measurements of eye misalignment. Our hypotheses were: (1) the app would provide accuracy consistent with our resolution-predictions of ±2Δ, and (2) that the app measurements would be correlated significantly with clinical methods. We also aimed to evaluate individual measurement of the HR (calibration) compared to use of the population norm.

**Methods**

**Core Functionalities of the EyeTurn App**

Using a conventional smartphone with a high resolution rear camera and flash (for example, Samsung Galaxy S4 and above; Samsung, Seoul, South Korea, and iPhone 5 and above; Apple, Cupertino, CA), the EyeTurn app automatically detects the difference in corneal reflection position relative to the eye center (based on fitting a curve to the limbus boundary) to calculate ocular misalignment, and provide an objective measure of eye deviation from the captured image of the patient’s eyes (Fig. 1). The captured images are processed entirely within the smartphone using custom image processing algorithms, and the eye deviation measurements are displayed on the screen usually within a couple of seconds. We use iris center (center of the eye, or the center defined by the limbus curve) instead of pupil center as the reference for computing the corneal reflection decentration, as it has been reported...
to be a more robust reference for measuring ocular alignment, especially when computing binocular differences.\textsuperscript{17} Also, for darker iris colors, the limbus boundary is better-delineated than the pupil boundary in visible spectrum images captured by a typical smartphone camera. The corneal reflection decentration distance is converted to prism diopters (D) using an HR in the range of previously reported values.\textsuperscript{15,16}

The EyeTurn app was evaluated in three separate studies to test different aspects and operational modes of the app as described below. The study was conducted in accordance with the tenets of the Declaration of Helsinki at three different sites: Schepens Eye Research Institute (Boston, MA), Spaulding Rehabilitation Hospital (Boston, MA) and Eye & ENT Hospital of Fudan University (Shanghai, China). Informed consent was obtained from all the participants or their proxies (parents or guardians) in case of underage subjects. Selection was affected neither by sex nor age. The study was approved by the local institutional review boards of the study sites.

**Study 1: Monocular Eye Deviation Measurement**

The accuracy and reliability of the app related to the measurement of the angle of deviation was determined by inducing eye gaze shift in nonstrabismic subjects. The subjects sequentially fixated on targets of known eccentricity placed on the rear surface of the smartphone along the horizontal direction with their head stabilized in a chin–forehead rest (Fig. 3). The app does not need to be used in this manner in actual practice; however, for the purpose of establishing the true deviation values for the fixation targets, such a controlled setup was necessary. The test setup covered an angular range of $\pm 13^\circ$ (approximately $\pm 23D$ with respect to a central fixation corresponding to camera lens). Two trials were performed per subject to determine test–retest
repeatability. A total of 25 nonstrabismic normally-sighted subjects between 20 and 40 years old, of various different iris colors participated in the study. All subjects were able to resolve the 1 cm separation of the fixation targets at 30 cm without refraction correction.

The HR for each subject was determined using data from all 13 fixation points by plotting the app measurement against the known angular deviation for each fixation point, and determining best fit of this scatter plot using linear regression. The slope of this function represents the individual’s HR and the y-intercept is the individual’s angle $\gamma$ (the angle between the visual and optical axes, represented as $\gamma$). We measured the within-subject test–retest repeatability of the app in estimating the HR and $\gamma$ using a Bland-Altman plot to compute 95% confidence interval (CI) of the difference between two trials. Furthermore, we tested the accuracy of using a population average value of the HR by comparing the absolute gaze angles estimated by the app measurements and the true deviation of the fixation targets (via regression analysis using MATLAB; Mathworks, Natick, MA). The HR used for a subject was the average HR of the rest of the subjects to ensure statistical robustness.

Study 2: Laboratory Evaluation of App Cover Test Mode

In a second study, dissociated phoria measurements with the app were compared to the Modified Thorington (MT) test. Inclusion criteria were uncorrected near visual acuity of 20/30 or better in each eye, no suppression, and no other visual impairments. Fourteen normally-sighted subjects participated in the study (age $\leq$ 40 years), including one subject with intermittent exotropia, but with equal acuity in each eye. Subjects rested their head in a chin–head rest and the phone was mounted 40 cm from the eyes. A 20/30 size letter attached below the phone camera lens served as a fixation point and controlled accommodation. The eyes were alternately covered and then uncovered by an examiner with an occluder while the subject maintained fixation. The app generated auditory tones to guide the examiner when to change the cover from one eye to the other. A higher-pitched tone was a cue to stop alternate cover and to uncover both eyes. The app recorded for 2 seconds after the final higher-pitched tone, resulting in 30 recorded frames. The app displayed the recorded frames and the user swiped through the frames to find and select the first frame after uncovering the eyes, which then was processed by the app to output the measurement value. Each subject was tested three times with the app in quick succession. Phoria also was measured using an MT near card (at 40 cm). The order of MT and the app testing was balanced. Linear regression analysis was used to compare the app and MT measurements.

Study 3: Comparison of the App to CTPN in Patients With Strabismus

A diverse population of strabismic patients were recruited from Spaulding Rehabilitation Hospital and Eye & ENT Hospital of Fudan University. Inclusion criteria were prior diagnosis of horizontal strabismus (constant or intermittent exotropia or esotropia) and no other visual impairments. A total of 74 subjects were enrolled, and valid data for 66 subjects were collected (subject details in the Table). Use of picture mode or cover test (dissociated) mode in the EyeTurn app was left to the discretion of the examiners, which included a pediatric ophthalmologist specialized in strabismus (RL) and an optometrist specialized in vision rehabilitation who routinely performs CTPN in clinic (KH). The clinical staff tested the patients first with CTPN and then with the EyeTurn app to prevent bias of the cover test results by the objective app measurement (there is a subjective component to the
Table. Strabismus Measurement Study Participant Characteristics

<table>
<thead>
<tr>
<th>Total patients</th>
<th>Recruited</th>
<th>n = 74</th>
</tr>
</thead>
<tbody>
<tr>
<td>Excluded</td>
<td>n = 8 (6 app error, 1 operator error, 1 statistical outlier)</td>
<td></td>
</tr>
<tr>
<td>Valid data</td>
<td>n = 66</td>
<td></td>
</tr>
<tr>
<td>Age (years)</td>
<td>Overall</td>
<td>Median = 13, IQR = 19, Min = 4, Max = 63</td>
</tr>
<tr>
<td></td>
<td>Children</td>
<td>n = 36 (Median = 10, IQR = 4)</td>
</tr>
<tr>
<td></td>
<td>Adults</td>
<td>n = 26 (Median = 31.5, IQR = 29.75)</td>
</tr>
<tr>
<td>Sex</td>
<td>Male</td>
<td>n = 36</td>
</tr>
<tr>
<td></td>
<td>Female</td>
<td>n = 30</td>
</tr>
<tr>
<td>Measurement mode</td>
<td>Picture</td>
<td>n = 32 (11 children, 21 adults)</td>
</tr>
<tr>
<td></td>
<td>Video</td>
<td>n = 34 (25 children, 9 adults)</td>
</tr>
<tr>
<td>Eye deviation (Δ) in horizontal directiond</td>
<td>Exo-deviation</td>
<td>n = 47 (Median = 23.5, IQR = 16.62, Min = 5.6, Max = 58.2)</td>
</tr>
<tr>
<td></td>
<td>Eso-deviation</td>
<td>n = 19 (Median = 24, IQR = 16, Min = 9.25, Max = 58.2)</td>
</tr>
</tbody>
</table>

IQR, interquartile range.

a App failed to provide a result due to captured image (software errors, such as inability to detect eyes or errors in fitting the limbus curve).
b Points lying outside the 99% observational bounds for the data involving clinical test measurements versus app measurements.
c Exact age was not available for four adult subjects.
d Summary statistics using corrected prism values are reported.

cover test in deciding when there is reversal of movement. The CTPN testing was performed as is typically done clinically using prism bars.21 For deviations larger than 45Δ, two prisms were separately put on each eye. Measurements with Synoptophore (Model: SBISA Synoptophore, Florence, Italy) were available for a subset of the strabismic subject population (n = 34) at the Eye & ENT Hospital of Fudan University site and are reported as well (Supplementary Table S1).

Linear regression analysis was used to compare the app measurements of strabismus angle with CTPN and Synoptophore measurements. Since the CTPN measurements were done at near fixation to facilitate direct comparison with the app measurements, corrections were made to the recorded CTPN values during data processing to account for the finite distance between the prism and center of rotation of the eye.22 We arrived at a value of the distance between prism and center of rotation of eye by assuming a population average value of 24 mm for axial length and a back vertex distance of 10 mm.

Results

Study 1: Monocular Eye Deviation Measurement

Bland-Altman plots in Figure 4 show the within subject test–retest repeatability of the app-measured values for the HR (slope), χ (intercept), and the $R^2$ values for the lines fitting the scatter of the app-measured deviation and the known eccentricity of fixation targets. The mean ± standard deviation (SD) HR measured for our sample was 19.26 ± 1.78 Δ/mm, χ was 3.13 ± 1.98° (nasal), and $R^2$ over the study population was 0.99 ± 0.003. The mean ± 95% CI of the difference between the test–retest values of HR, $\chi$, and $R^2$ values was 0.13 ± 1.57Δ, −0.01 ± 0.82°, and −0.0 ± 0.01, respectively.

The app-measured deviation angles were consistent with the true deviation for different angles of fixation (slope = 1.007, intercept = −0.19, $R^2 = 0.97$, $P < 0.001$; Fig. 5, Left). Population average value of the HR was used to convert the app linear displacement measurement (mm) to angular deviations. The data showed that the root mean squared error (RMSE) of the measured deviation (in Δ) increases with the true deviation magnitude (Fig. 5, Right) across all subjects for two cases: when using the population average value for HR (min, 1.3; max, 3.6; average, 2.5) and using individual HR values (min, 1.4; max, 2.5; average, 1.9).

Study 2: Dissociated Phoria Measurements

Based on MT measurements, more people had esophoria (n = 12) than esophoria (n = 2) in our study population, with an overall range between −24Δ and 15Δ (esodeviations, positive sign; exodeviations, negative sign). The mean and 95% CI of within-subject differences for MT measurements were −1Δ and ±2.8Δ, respectively. In the case of the app, there was no significant difference between measurement trials (repeated measures ANOVA, $F(2,41) = 0.198$, $P = 0.98$), and the mean and 95% CI of the within-subject measurement difference was 0.4A and ±2.3A, respectively. The app measurements closely matched the MT measurements (Fig. 6; linear regression: slope...
= 0.94; intercept = −1.12; \( R^2 = 0.97, P < 0.001 \). The root mean squared difference between app and MT was 1.7Δ.

**Study 3: Strabismus Measurement**

Based on the CTPN measurements, the range of strabismus angle was between approximately ±60Δ (negative values denoting exotropia), with the smallest magnitude of strabismus angle being 6Δ. There were twice as many subjects with exotropia (\( n = 49 \)) than esotropia (\( n = 18 \)) within the study population (Table). The app measurements of strabismus angles were consistent with CTPN measurements (linear regression: slope = 0.95, intercept = −0.86, \( R^2 = 0.95, P < 0.001 \); Fig. 7, Left). The strabismus measurements with the app also were strongly correlated with the Synoptophore measurements, but unlike the CTPN comparison, the angular estimates of deviation with the app were higher than Synoptophore measurements (linear regression: slope = 1.15, intercept = −3.19, \( R^2 = 0.91, P < 0.001 \)).

After correction of CTPN values to account for the distance between the center of rotation of the eye and the prism surface when using near fixation, the slope of the regression line between app and CTPN...
measurements increased to 1.01 (Fig. 7, Right). The mean ± SD absolute difference between the app and CTPN measurements was 5.4 ± 4.2°. The difference between the app and corrected CTPN measurements were similar (5.4 ± 4.1°), with a root mean squared difference of 6.8°. The mean ± SD absolute difference between the app and Synoptophore measurements was 10.1 ± 11°.

Discussion

The results of the in-lab and clinical evaluation showed that through its various operating modes, the EyeTurn app measurements are repeatable (95% CI of within-subject HR differences = ± 1.57°), accurate with respect to the ground-truth (average RMSE of 2.5° for eye deviation measurements), and generally consistent with the commonly used clinical methods, such as the CTPN test, MT with red Maddox rod, or Synoptophore (slope of regression lines is close to 1). For strabismus measurements, CTPN generally is considered the clinical gold standard. While the app measurements were consistent with it, there are some important underlying issues related to use of prisms and the app for measuring eye deviations that must be considered when comparing the two methods.

The first issue is related to measurements with prisms at near fixation (the app and CTPN measurements were obtained at near fixation). At near fixation, the distance between the prism and the center of rotation of the eye becomes a factor affecting the magnitude of the prism power required for neutralization. The actual prism power required for neutralization is larger than the true deviation as the distance between the prism and center of rotation of the eye increases. It should be noted that no such limitation exists for the use of the app at near fixation.
Since there always is a finite distance between the center of rotation of the eye and the physical location of the prism (approximately back vertex distance + half of axial length), it leads to an overestimation of deviation when neutralizing at near fixation. After this error is corrected, CTPN and app measurements become even more consistent (slope becomes 1.01). It should be noted that precise measurement of the distance between the eye and prism was not possible in actual clinical testing, and the above compensation was based on average prism-to-eye distance for all subjects while assuming that the fixation distance was constant. While there was a good agreement between the overall app and CTPN measurements, individual differences existed (6.8A root mean squared difference). While CTPN may be the clinical gold standard for eye deviation measurement, it cannot be considered as ground-truth. Hence, the variability comes from the app and the CTPN, especially when measuring a diverse population including cases of intermittent strabismus. Here, we limited the discussion to the probable causes of error within the app that might lead to differences with respect to CTPN.

One possible source of error in the app measurements is the use of a population average HR value for computing the deviation (HR value of 19.26A/mm corresponding to the mean of 25 normally sighted adult subjects tested in the eye-deviation study in the lab). Normally, we would expect some variance in the HR values in a randomly sampled population, which would lead to noise in the estimates around the mean, but the mean itself should not change considerably (for example, larger error bars around the mean in Fig. 5, Left). Hence, use of population average HR can lead to an error in individual measurements (Fig. 5, Right). However, at lower deviation magnitudes (<15A), use of the population average HR has a relatively low impact on accuracy (both curves overlap at lower angles before diverging for larger angles in Fig. 5, Right). Even at the highest measured deviation magnitude (23A), the difference between RMSE for the population average HR and individual HR curves is approximately 1A, indicating that the difference is small compared to the measured magnitude. Thus, the app is more accurate in lower angular ranges where it needs to be more accurate to reliably measure small angle strabismus, and the decrease in the accuracy at higher deviations is still comparable with the resolution of measurement offered by the prism bar, which is currently the clinical gold standard. In the context of providing prism correction for strabismic individuals, the accuracy of the app at lower angle deviations is important as 10A power is considered the upper range of feasible prism prescription (weight and aberration are problematic at higher values). Even for higher prism values the app provides a good starting point for trialing prism lenses, which can then be refined.

HR for an individual depends on two factors: the corneal curvature and anterior chamber depth.\textsuperscript{16,24,25} It is likely that there are age-, sex-, or ethnicity-related differences in HR values. Ethnicity-related differences in corneal curvature\textsuperscript{26–28} and anterior chamber depth\textsuperscript{29} age-related differences in anterior chamber depth,\textsuperscript{30} and sex-related differences in the corneal curvature\textsuperscript{31} have been reported. While overall our app measurement closely matched CTPN measurements for our study population, the HR value used in the app could be customized for a given individual or population in the future (for example, when using the app for screening children of a particular race), if sound biometric data are available. This is future work as we further tune the app for use in diverse scenarios.

We included comparisons of app measurements with Synoptophore as it also is an accepted clinical method for strabismus measurement in addition to or instead of CTPN. On average, the app measurements were higher than Synoptophore measurements (slope of line fitting = 1.15). A possible reason for this discrepancy could be the differences in the setup of Synoptophore measurements (taken with far fixation targets) compared to the app (near fixation). The measurement setup of Synoptophore may result in an increase in the measured angle in subjects with esotropia and a decrease in the case of exotropia.\textsuperscript{32–34} In our study population of strabismic subjects, we had more subjects with exotropia than esotropia, which may result in relatively smaller deviations with Synoptophore compared to the EyeTurn app.

With phoria measurements, our aim was to determine if the alternating cover test method with the video recording mode of the app can detect eye deviations in dissociated conditions. Since some amount of phoria is present even in nonstrabismic individuals, this allowed app evaluation in obtaining clinically meaningful eye deviation measurements. The MT method has been more reliable/repeatable than other phoria measurement methods\textsuperscript{35} and the app measurements were consistent with it. The app measurements were slightly more repeatable than MT (95% CI of within subject differences ± 2.3A with the app compared to ± 2.8A for MT).

The EyeTurn app presented in this study is an early prototype that is undergoing further develop-
ment. Thus, the app and preliminary evaluation studies presented here have some limitations. In this study, we evaluated the ability of the app to measure eye alignment only at near fixation distances, in primary gaze, and only along horizontal direction. We also did not evaluate the effect of glasses on the accuracy of the app. Since the evaluation was limited to assessing the baseline ability of the app with commonly used clinical examinations, this study did not test any special or complicated patient cases. Future studies will involve evaluation of an updated version of the app to address the above issues.

The EyeTurn app has many unique features and differences compared to existing devices for strabismus detection and/or measurement, such as photoscreeners (Spot, Plusoptix, iScreen, Volk Eye Check),14 vision screeners for detecting amblyogenic factors,36 and vision screening mobile apps (GoCheckKids37). First, it is self-contained within a conventional smartphone and does not require any external accessories or smartphone attachments for measurement. Second, it provides an objective measure of strabismus in terms of prism diopters without requirement of any explicit calibration or tightly controlled measurement conditions. Third, the app uses a semi-automated video analysis mode to enable dissociated measurements in intermittent strabismus and phoria; thus, combining the aspects of traditional cover testing with photographic Hirschberg method. In conclusion, the results showed that the app can reliably measure binocular and dissociated eye deviations in the horizontal direction and the app measurements are consistent with the clinical gold standard.

Acknowledgments

Supported by the National Eye Institute (Bethesda, MD; NIH SBIR R43EY025902) and by the Mass Eye & Ear Curing Kids Grant.

Disclosure: S. Pundlik, EyePhone, LLC (I), Mass Eye & Ear (P); M. Tomasi, EyePhone, LLC (I), Mass Eye & Ear (P); R. Liu, None; K. Houston, EyePhone, LLC (I), Mass Eye & Ear (P); G. Luo, EyePhone, LLC (I), Mass Eye & Ear (P)

References

5. Williams C, Northstone K, Harrad RA, Sparrow JM, Harvey I. Amblyopia treatment outcomes after screening before or at age 3 years: follow up from randomised trial. BMJ. 2002;324:1549.
15. Hasebe S, Ohtsuki H, Tadokoro Y, Okano M, Furuse T. The reliability of a video-enhanced


