Subvalvular pannus formation causing aortic stenosis in patient with a normal prosthetic aortic valve: computed tomography finding

Mi Sun Chung1, Dong Hyun Yang1*, Dae-Hee Kim2, Joon-Won Kang1, and Tae-Hwan Lim1

1Department of Radiology and Research Institute of Radiology, Cardiac Imaging Center, Asan Medical Center, University of Ulsan College of Medicine, Asanbyeongwon-gil 86, Seoul 138-736, South Korea; and 2Division of Cardiology, Cardiac Imaging Center, Asan Medical Center, University of Ulsan College of Medicine, Seoul, South Korea

* Corresponding author. Tel: +82 2 3010 5820; Fax: +82 2 476 8127. E-mail: donghyun.yang@gmail.com

A 60-year-old woman was admitted to evaluate the reason of recent cardiac arrest. She had undergone replacement of the aortic valve 17 years earlier (Carbomedics, 21 mm). Echocardiography showed a high-pressure gradient across the valve with interval progression during 2 years (mean gradient from 42 to 49 mmHg). Fluoroscopy showed normal leaflet movement (see Supplementary data online, Video S1). Although pannus formation was suspected, the exact aetiology could not be identified. Cardiac computed tomography (CT) revealed a crescent-shaped low-density tissue growth, suggesting pannus formation, near the suture ring of subvalvular area (Panels A and B). Three-dimensional CT, simulated surgical field, also demonstrated ring-like pannus formation in the subvalvular area (Panel C). In the surgical field, removal of the prosthesis revealed a circumferential fibrotic pannus (Panel D) that reduced the effective orifice area. The size and shape of the pannus were exactly correlated with those illustrated by the CT. Although smaller size of the valve was implemented (Sorin, 18 mm), postoperative echocardiography showed a marked decrease in pressure gradient (12 mmHg). Even though pannus growth did not involve the hinge point, effective orifice area of the prosthetic valve can be significantly decreased if pannus overgrowth obstructs blood flow through the valve orifice. CT can also detect and differentiate other causes of valve dysfunction such as thrombus or calcification. In previous reports, thrombus showed lobular or amorphous shape and a lower CT attenuation value than pannus. Although echocardiography is still considered as a standard method for diagnosis of prosthetic valvular dysfunction, subvalvular area may be a blind spot of echocardiography due to acoustic shadowing. In that case, CT could depict morphological alteration of subvalvular area as well as the prosthetic valve itself, and may contribute to appropriate surgical decision-making. AO, ascending aorta; LV, left ventricle; PA, pulmonary artery; LA, left atrium; LCA, left coronary artery; RCA, right coronary artery.

Funding: This research was supported by Basic Science Research Program through the National Research Foundation of Korea (NRF) funded by the Ministry of Science, ICT & Future Planning (NRF-2013R1A1A058711).

Supplementary data are available at European Heart Journal – Cardiovascular Imaging online.

Published on behalf of the European Society of Cardiology. All rights reserved. © The Author 2014. For permissions please email: journals.permissions@oup.com.