Evaluation of the Flexibility, Efficacy, and Safety of a Foldable Capsular Vitreous Body in the Treatment of Severe Retinal Detachment

Xiaofeng Lin,1,2 Jian Ge,1,2 Qianying Gao,1 Zhenfang Wang,1 Chongde Long,1 Liwen He,1 Yaqin Liu,1 and Zhaoxin Jiang1

PURPOSE. To determine the flexibility, efficacy, and safety of a novel foldable capsular vitreous body (FCVB) in the treatment of severe retinal detachment in human eyes.

METHODS. The study involved 11 patients with 11 severe retinal detachments. A standard three-port pars plana vitrectomy was performed, and the FCVB was triple-folded and implanted into the vitreous cavity. Balanced salt solution was then injected into the capsule of the FCVB to support the retina. The treated eyes were examined by ophthalmoscopy, fundus photography, and tonometry during a 3-month implantation period. B-scan ultrasonography, optical coherence tomography (OCT), ultrasound biomicroscopy (UBM), and electroretinography (ERG) were also performed. The FCVB was triple-folded and examined in the laboratory at the end of the 3-month treatment time.

RESULTS. The FCVB was easily implanted into the vitreous cavity through a 2-mm scleral incision and was easily removed through a 2-mm scleral incision. Retinal reattachment was found in 8 (73%) of 11 eyes at the end of the 3-month treatment time. The fundus, B-scan, and OCT showed that the FCVB was well distributed in the vitreous cavity and evenly supported the retina. IOP and visual acuity in the FCVB-treated eyes did not show a significant difference when compared with the preoperative measurements. UBM showed that the FCVB smoothly contacted but did not crush the ciliary body. Laboratory examinations showed no significant inflammatory cells in the balanced salt solution, no decrease in spectral transmittance, and no blocking of tiny apertures from the FCVB after a 3-month implantation period.

CONCLUSIONS. The FCVB was shown to be flexible, effective, and safe as a vitreous substitute over a 3-month implantation time. (ClinicalTrials.gov number, NCT00910702.) (Invest Ophthalmol Vis Sci. 2011;52:374–381) DOI:10.1167/iovs.10-5869

T

The vitreous body is a transparent, gelatinoid structure that occupies four-fifths of the volume of the eye. It consists of approximately 99% water and 1.0% inorganic salts, organic lipids, and hyaluronan, which can maintain a certain spatial relationship with dipolar water molecules.1 The physiological function of the vitreous body involves support of adjacent posterior segment structures, provision of ocular refractive media, and provision of a cell barrier to inhibit cell migration from the retina to the vitreous cavity.2

Pars plana vitrectomy (PPV), with artificial vitreous substitutes, can restore vision in many patients, such as those affected by proliferative diabetic retinopathy (PDR), proliferative vitreoretinopathy (PVR), traumatic PVR, and endophthalmitis—patients whose ocular conditions would previously have been regarded as hopeless.3–9

Several artificial vitreous substitutes (e.g., silicone oil, heavy silicone oil, and hydrogels) have been adopted.10–19 Among these, silicone oil, reported by Cibis in 1962, is one of the most common ones used in the clinic. Although it has saved many patients from blindness over the past 50 years, it still causes concomitant complications, such as glaucoma, cataracts, corneal degeneration, and emulsification. Moreover, the low-density silicone oil cannot support the inferior retina, and it induces a hyperopic shift in the optical system. Although silicone oil is a relatively safe vitreous substitute, it may flow into the anterior chamber, subretina, or even out of the eyeball and result in difficult removal because of the free fluid characteristics within the eye. Therefore, despite a half century of effort to replace the vitreous body of the eye, an ideal and permanent vitreous body has yet to be found.20,21

In our previous studies, we proposed a novel strategy to replace the natural vitreous body: a foldable capsular vitreous body (FCVB).22–24 The FCVB consists of a thin vitreous-shaped capsule with a tube-valve system made with computer and industrial technology. After the folded body is installed in the eye, balanced salt solution is then injected into the capsule, inflating it to support the retina. The tube-valve system allows control of the intraocular pressure (IOP).22 Interestingly, FCVB changes the refraction very little when compared with silicone oil and heavy silicone oil, based on the Gullstrand-Emsley and Liou-Brennan schematic eyes.25 Reports from the State Food and Drug Administration in China show that the FCVB has good mechanical, optical, and biocompatible properties (No. G20080656).25 The FCVB is composed of a liquid silicone rubber, which is a non-toxic and stable material.24 In regard to its mechanical properties, the liquid silicone rubber has suitable hardness and high strain capability that allows the 60-μm thin FCVB to stretch its capsule to evenly and gently support the detached retina. Optical properties indicate that the material has high light transmission and laser irradiation stability.24 Because the FCVB has never been used in human eyes anywhere in the world, we conducted an exploratory study at Zhongshan Ophthalmic Center to evaluate its flexibility, safety, and efficacy and to provide experiences and standards for a multiple-center clinical trial.

From the 1State Key Laboratory of Ophthalmology, Zhongshan Ophthalmic Center, Sun Yat-sen University, Guangzhou, China. 2These authors contributed equally to the work presented here and should therefore be regarded as equivalent authors.

Supported by Grant 2009AA2Z404 from the National High-tech R&D Program of China (865 Program). Submitted for publication May 12, 2010; revised July 22 and August 4, 2010; accepted August 8, 2010.

Disclosure: X. Lin, None; J. Ge, None; Q. Gao, None; Z. Wang, None; C. Long, None; L. He, None; Y. Liu, None; Z. Jiang, None. Corresponding author: Qianying Gao, Xianlie Road 54, Guangzhou, Guang Dong, China 510060; gaoqy@mail.sysu.edu.cn.

Copyright 2011 The Association for Research in Vision and Ophthalmology, Inc.
PATIENTS AND METHODS

Study Design

The study protocol was reviewed and approved by the Sun Yat-sen University Medical Ethics Committee (Zhongshan Ophthalmic Center Medical Ethics [2009] No. 07). The clinical trials adhered strictly to the principles of The World Medical Association Declaration of Helsinki and were registered with the National Institutes of Health and the Chinese Clinical Trial Registry (ChiCTR-TNC-00000396). All patients gave written informed consent.

To be included in the study, patients had to have a severe retinal detachment that could not be easily reattached with silicone oil tamponade, such as posterior scleral ruptures with large disruptions of the retina or severe scleral ruptures with retinal and choroidal detachments, or they had to have rigid retinal redetachments or inferior holes that occurred after silicone or heavy oil tamponade had been attempted. An independent committee of experts confirmed that the detached retina could not be easily reattached with silicone oil. The surgeon who was to install the FCVB again confirmed the committee’s conclusion during the placement. If the surgeon believed that the detachment could be treated with oil tamponade, he could stop the procedure and deny the patient FCVB treatment.

Excluded from participating were patients with serious heart, lung, liver, or kidney dysfunction; serious eye inflammation; only one eye; inferior holes that occurred after silicone or heavy oil tamponade; or diseases that made them unsuitable for inclusion.

### Table 1. Demographic and Ocular Characteristics of Patients at Baseline Examination

<table>
<thead>
<tr>
<th>Patient</th>
<th>Age (y)</th>
<th>Sex</th>
<th>History of Surgery</th>
<th>Diagnosis</th>
</tr>
</thead>
<tbody>
<tr>
<td>01</td>
<td>53</td>
<td>Male</td>
<td>Scleral wound exploration and repair + eyelid skin laceration suture</td>
<td>Ocular contusion (OD)</td>
</tr>
<tr>
<td>02</td>
<td>13</td>
<td>Male</td>
<td>Corneal wound suturing + formation of anterior chamber; PPV + C3F8</td>
<td>Penetrating ocular injury (OS)</td>
</tr>
<tr>
<td>03</td>
<td>19</td>
<td>Male</td>
<td>Corneal wound suturing; lensectomy + PPV + silicone oil</td>
<td>Ocular contusion (OD)</td>
</tr>
<tr>
<td>04</td>
<td>38</td>
<td>Male</td>
<td>Corneal wound suturing</td>
<td>Penetrating ocular injury (OD)</td>
</tr>
<tr>
<td>05</td>
<td>13</td>
<td>Male</td>
<td>Corneal wound suturing; PPV + silicone oil</td>
<td>Penetrating ocular injury (OD)</td>
</tr>
<tr>
<td>06</td>
<td>30</td>
<td>Female</td>
<td>Corneal wound suturing; lensectomy + PPV; encircling scleral buckling + PPV + silicone oil</td>
<td>Penetrating ocular injury (OD)</td>
</tr>
<tr>
<td>07</td>
<td>43</td>
<td>Male</td>
<td>Scleral wound exploration and repair + eye skin laceration suture</td>
<td>Ocular contusion (OS)</td>
</tr>
<tr>
<td>08</td>
<td>18</td>
<td>Male</td>
<td>Corneal wound suturing</td>
<td>Ocular contusion (OD)</td>
</tr>
<tr>
<td>09</td>
<td>25</td>
<td>Male</td>
<td>Intraocular foreign body extraction; PPV; PPV + C3F8; PPV + heavy silicone oil</td>
<td>Ocular contusion (OD)</td>
</tr>
<tr>
<td>10</td>
<td>19</td>
<td>Male</td>
<td>Corneal wound suturing; PPV + scleral cryosurgery + silicone oil; silicone oil removal</td>
<td>Penetrating ocular injury (OS)</td>
</tr>
<tr>
<td>11</td>
<td>30</td>
<td>Male</td>
<td>Corneoscleral trauma suturing</td>
<td>Penetrating ocular injury (OS)</td>
</tr>
</tbody>
</table>
tion, and 3-months after removal and included determination of visual acuity with Snellen eye charts and IOP with Goldmann applanation tonometry (BM 900; Haag-Streit, Bern, Switzerland), slit lamp biomicroscopy, direct ophthalmoscopy, and fundus photography (TRC-50EX; Topcon, Tokyo, Japan). B-scan ultrasound (CineScan A/B; Quantel Medical, Bozeman, MT) was performed at baseline; at 2, 4, and 8 weeks and 3 months after FCVB insertion; and at 3 months after removal. A-scan ultrasound (CineScan A/B; Quantel Medical), optical coherence tomography (OCT, Visante; Carl Zeiss Meditec, Dublin, CA), ultrasound biomicroscopy (UBM, SW-3200 Kinscan; Suoer, Tianjin, China), noncontact specular microscopy (SP-3000P; Topcon, Tokyo, Japan), and electroretinogram (ERG, UTAS-3000 ERG System; LKC, Gaithersburg, MD) were performed at baseline and 3 months after implantation. The postoperative IOP could be restored by injection of balanced salt solution through the valve with a 2-mL syringe. Then, the FCVB was removed, and the eye was filled with balanced salt solution (n = 4 eyes), inert gas (n = 2 eyes), or silicone oil (n = 5 eyes), depending on the condition of the eye, and was observed for 3 months after removal.

**Outcome Measures**

The primary outcome measure was the complete retinal reattachment rate determined by B-scan ultrasound at the end of the 3-month implantation time. If the fundus was clear, OCT was also performed.

The secondary outcome measures included visual acuity, IOP, and axial length, as determined by the Snellen chart, Goldmann applanation tonometry, and A-scan, respectively. Visual acuity was graded...
according to the following system: no light perception, 0; light perception 1; hand motion perception, 2; finger count perception, 3; \( \approx 0.05 \) acuity, 4; and \( \approx 0.1 \) acuity, 5. The preoperation vision acuities were very low, scoring from 0.5 to 2.

All photographically derived outcomes were determined by independent grading of retinal photographs, performed by graders at the Fundus Photograph Reading Center who were unaware of treatment assignments.

**Laboratory Examinations**

Because of the 300-nm tiny apertures in the capsule of the FCVB, we tested whether the level of balanced salt solution in the FCVB changed during the 3-month implantation period. The solution was withdrawn with a 5-mL syringe before the removal of the FCVB and subjected to pathologic hematoxylin and eosin (HE) staining. The FCVB was then removed and tested with spectral transmittance and a scanning electron microscope. Spectral transmittance tests were carried out according to ISO 11979-2:1999. Spectral transmittance is the ratio of the transmitted radiant flux (regular and diffuse) to the incident radiant flux when a parallel beam of monochromatic radiation of a given wavelength passes through a specimen. The capsule of the FCVB was cut into the appropriate size and cleaned, coated with gold, and fixed on a specimen stub. The image of the specimen surface was captured on a scanning electron microscope.

**Statistical Analysis**

Bonferroni multiple comparisons were used to compare preoperative IOP and visual acuity with IOP and visual acuity at each time point after FCVB implantation. A paired-samples test was used for comparison of axial length, corneal edema, and corneal endothelial cells between baseline and 3 months after implantation. The Wilcoxon signed-rank test was used for conjunctival congestion, keratic precipitate, and aqueous flare between baseline and 3 months after implantation. Statistical significance was set at the 5% level.

**RESULTS**

**Flexibility Studies**

The FCVB was easily inserted into the vitreous cavity through a 3-mm incision and was easily removed through a 2-mm scleral incision (Supplementary Movies S1 and S2, http://www.iovs.

![Figure 2](http://www.iovs.org/)

**FIGURE 2.** A 3-month FCVB implantation in patient 9. (A) The retina had redetached after heavy silicone oil tamponade. The retina was reattached, and the FCVB capsule supported the retina and eye during the 3-month observation time (cataract occurred at 3 months). The retina was still reattached at 3 months after cataract extraction and FCVB removal. (B) OCT indicated that the capsular membrane provided even support for the retina. (C) The B-scan showed a capsulelike arc reflective signal from the retina.
org/lookup/suppl/doi:10.1167/iovs.10-5869/-/DCSupplemental). During the implantation time, IOP was regulated with balanced salt solution injected or removed through a 2-mL syringe.

Efficacy Evaluations

Primary and Secondary Endpoints. Retinal reattachments were found by B-scan in 8 (73%) of the 11 eyes at the end of the 3-month treatment time. A good profile of the eye was visible in the FCVB-implantation eye. The fundus of the FCVB-filled eyes was clearly visible and the FCVB was well distributed in the vitreous cavity at 3 days. The retina was reattached and the capsule of the FCVB supported it and the whole eye well, without any wrinkles forming in the retina during the 3-month implantation period (Figs. 1A, 2A). OCT indicated that the 60-μm-thick capsular membrane evenly supported the retina. In addition, a very thin gap between the film and the retina prevented sticking (Figs. 1B, 2B). The B-scan showed a capsule-like arc reflective signal from the retina (Fig. 1C, 2C). Retinal reattachments were observed in 8 and in 5 of 8 eyes at 1 and 3 months after FCVB removal, respectively. Based on these data, it appears that the FCVB was well distributed in the vitreous cavity and supported the retina evenly.

IOP is essential to sustain the shape of the eye. It seemed that the IOP at the 3-month implantation time was slightly lower than at baseline. However, the IOPs at each time point in the FCVB-treated eyes did not show a significant difference, except at 4 weeks (P = 0.015) during the 3-month implantation and 3 months after capsule removal (P > 0.05, Fig. 5A). Similarly, the scores for visual acuity at each time point did not show a significant difference from those at baseline (P > 0.05, Fig. 3B). Compared with preoperative data, no difference was found for axial length at 3 months in the FCVB-treated eyes (Fig. 3C, P > 0.05). The ERG could not be recorded before or after FCVB implantation.

Safety Evaluation. There was a slight conjunctival hyperemia by day 7 after surgery in the FCVB-filled eyes. No serious complications (e.g., corneal keratopathy or intraocular inflammation) were observed. There was no statistically significant conjunctival congestion, corneal edema, keratic precipitate, or aqueous flare at baseline or at 3 months after implantation (Fig. 4). The Wilcoxon signed rank test was used to test for conjunctival congestion (τ = 2.50, P = 0.317), keratic precipitate (τ = 0, P = 0.083), and aqueous flare (τ = 0, P = 0.102), and the paired-samples test was used to test for corneal edema (τ = 0.514, P = 0.763).

In two cases, anterior chamber hyphema was observed, owing to the relief of epiretinal traction during the surgery. UBM showed that the FCVB smoothly contacted but did not crush the ciliary body. No edema or atrophy of the ciliary body was observed (Fig. 5). There were no statistically significant corneal endothelial cell counts at baseline or after 3 months of implantation (paired samples test: t = 0.487, P = 0.674). Laboratory examinations showed that there were a few translucent membranes in the balanced salt solution in the 3-month FCVB-implanted eyes, and there were no inflammatory cells, bacteria, or fungi present. The spectral transmittance test of the FCVBs revealed that 93% of the implants were observed before implantation and 91% after removal. Scanning electron microscope images of the capsule of the FCVB show that the 300-nm apertures were still open after the 3-month implantation period.

Adverse Events. Adverse events were defined as unbearable foreign body sensations, abnormal bleeding, severe inflammation, endophthalmitis, and sympathetic ophthalmia. No adverse events were observed during the study.

Discussion

In the present study, we used a new strategy and product to replace the natural vitreous by FCVB and first demonstrated that the FCVB can restore the structure and partial function of the vitreous in the treatment of severe retinal detachment in human eyes. The present study showed that FCVB is a flexible, effective, and safe artificial vitreous for treatment of severe retinal detachment during a 3-month implantation time.

Although the Supplementary Movies S1 and S2 (http://www.iovs.org/lookup/suppl/doi:10.1167/iovs.10-5869/-/DCSupplemental) showed that the FCVB was easily inserted and removed without any conglutination with the retina, an auxiliary tool for easy implantation (e.g., an intraocular lens) should be designed. In addition, IOP can be modulated through the valve with a syringe. To our knowledge, there are no other vitreous substitutes that have such a facilitative function.

Silicone oil tamponade is designed to support the retina by surface tension.10–13 Because the oil is lighter than water, it is unable to adequately support the inferior detached retina, which can be supported by heavy silicone oil.14,15 However, the FCVB was designed to support the retina and the eye by providing a solid arc. The inferior detached retina was effectively repaired by the FCVB, as shown in Figures 1 and 2. After
3 months of FCVB implantation, 8 of the 11 retinas were reattached; leakage of the FCVB caused failure in three eyes. We have revised the production method of the FCVB and solved the problem. At 3 months after FCVB removal, retinas in 5 of 11 eyes were still reattached and 3 of 11 were redetached. Among the three reattached retinas, two were treated with inert gas tamponade after FCVB removal. The redetachment was probably related to the prior severe trauma or repeated surgeries from which the retina had not fully recovered. Current data indicate that the severest retinal detachments, as mentioned above, may need much longer implantation of the FCVB.

Three months after FCVB implantation, we found that the structure and partial function of the eyes was gradually restored. As shown in Figure 3, visual acuity and IOP in postoperative FCVB eyes did not increase significantly when compared with the pre-operative values. The lack of improvement is probably attribut-
able to severe conditions such as macular scarring or choroidal detachment and multiple previous surgeries before FCVB implantation. Because of image distortion and nonconductivity, B-scan and ERG were not successful in the silicone oil–filled eyes. Fortunately, although the ERG was still not recordable in the FCVB-treated eyes, the B-scan successfully showed an arc highlight (Figs. 1C, 2C). From these data, we can conclude that the FCVB showed good efficacy during the 3-month implantation time in this exploratory clinical trial.

The FCVB capsule can provide the detached retina with a platform for formation of a flat scar and a barrier to block cell migration from the retina into the vitreous cavity. In the rabbit model of PVR, we found that the FCVB very closely mimicked the eye’s morphology and restored physiological functions such as support, refraction, and cellular barriers during a permanent endotamponade. In addition, we designed a fovea lentis in the FCVB (radius = 6.0 mm) to match the lens, but the effects of FCVB on the lens should be further evaluated, since 10 of 11 eyes were aphakic and only one eye was phakic.

In conclusion, FCVB was shown to be a flexible, effective, and safe vitreous substitute over a 3-month implantation period. Further multiple-center clinical trials are in progress in China to ascertain the efficacy and safety of the FCVB as a novel vitreous substitute.

Acknowledgments

The authors thank the patients and their families for their continuous support of the study; the medical, operating-room, anesthesia, and nursing staff at Zhongshan Ophthalmic Center; and the staff in the Division of Ophthalmology.

References


